
231781 

RECORD OF COMMUNICATION 
' REGIONAL SAMPLE CONTROL CENTER 

ROC #4 

DATE: 1/16/2008 
SUBJECT: CLP Data Package for Quality Assurance Review 
FROM: Hazardous Waste Support Section (HWSS)/RSCC 
TO: HWSS ESAT-TOPO 

Attached is the following ORGANIC Data Package to be reviewed for Quality Assurance 

SITE: Cornell Dubilier CASE #: 37088 

SDG#: B4JE5. B4J91. B4.TH2 

PRO J. CODE: RS SITE SPILL #: GZ 

LAB: MITKEM OPERABLE UNIT: 00 

TURN-AROUND-TIME: 21 day 

CERCLIS ID # : NJD981557879 

Contaminant(s) of Concern (If known) 

SAMPLER: W-RST 

#SAMPLES MATRIX 

60 

FRACTION: 

Soil 

PCBs 

REGION I I RSCC DATA TRANSFER LOG 

Relinquished By Received By 

Signature Date/Time Signature Date/Time 
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IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 

Ma t r i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% Moisture: 

30.1 (g/mL) G 

32 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

B4JJ5 

EP-W-05-030 

SDG No.: B4JH2 

F1925-13A 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/05/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 4.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

6.7 S u l f u r Cleanup: (Y/N) Y 

E2G8390F.D/E2G8390R.D 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 190 U 
11104-28-2 Aroclor-1221 190 U 
11141-16-5 Aroclor-1232 190 U 
53469-21-9 Aroclor-1242 190 U 
12672-29-6 Aroclor-1248 190 U 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 190 u 
37324-23-5 Aroclor-1262 190 u 
11100-14-4 Aroclor-1268 190 

u 

SOM01.2 (6/2007) 

0160 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

B4 JJ6 

Lab Code: MITKEM Case No. 37088 

Matrix: (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% Moisture: 

30.2 (g/mL) G 

34 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No. B4JH2 

F1925-14A 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/05/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 

GPC Cleanup:(Y/N) 

4 . 0 

N pH: 6.4 S u l f u r C l e a n u p : (Y/N) Y 

A c i d C l e a n u p : ( Y / N ) Y 

E2G8392F.D/E2G8392R.D 

CAS NO. COMPOUND 
CONCENTRATION UNITS: U G/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 200 U 
11104-28-2 Aroclor-1221 200 u 
11141-16-5 Aroclor-1232 200 u 
53469-21-9' Aroclor-1242 200 u 
12672-29-6 Aroclor-1248 200 u f^-11097-69-1 Aroclor-1254 

#k US/* 
11096-82-5 Aroclor-1260. 200 u 
37324-23-5 Aroclor-1262 200 u 
11100-14-4 Aroclor-1268 200 u 

SOM01.2 (6/2007) 

0 1 7 3 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 

Ma t r i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% Moisture: 

30.5 (g/mL) G 

32 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

B4JJ7 

SDG No. B4JH2 

F1925-15A 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/05/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 20.0 

pH: GPC Cleanup:(Y/N) N 6.4 S u l f u r Cleanup: (Y/N) Y 

Acid Cleanup:(Y/N) Y 

E2G8394F.D/E2G8394R.D 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 950 U 
11104-28-2 Aroclor-1221 950 U 
11141-16-5 Aroclor-1232 950 U 
53469-21-9 Aroclor-1242 950 u 
12672-29-6 Aroclor-1248 950 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 950 101' 

u 37324-23-5 Aroclor-1262 950 u 
11100-14-4 Aroclor-1268 950 u 

SOM01.2 (6/2007) 

01S6 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

B4 JJ8 

Lab Code: MITKEM Case No.: 37088 SDG No.: B4JH2 

Matrix: (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% Moisture: 

30.1 (g/mL) G 

45 Decanted: (Y/N) N 

Contract: EP-W-05-030 

Mod. Ref No.: 

Lab Sample ID: F1925-16A 

Lab F i l e ID: E2G8345F.D/E2G8345R.D 

Date Received: 12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/04/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 1.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

6.5 S u l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: OG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 60 U 
11104-28-2 Aroclor-1221 60 u 
11141-16-5 Aroclor-1232 60 u 
53469-21-9 Aroclor-1242 60 u 
12672-29-6 Aroclor-1248 60 u 
11097-69-1 Aroclor-1254 

*e f t . 11096-82-5 Aroclor-1260 60 u vw 37324-23-5 Aroclor-1262 60 u 
11100-14-4 Aroclor-1268 60 u 

SOM01.2 (6/2007) 

e i s s 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

B4JJ9 

Lab Code: MITKEM Case No. 37088 SDG No.: B4JH2 

Matrix: (SOIL/SED/WATER) SOIL 

Sample wt/vol 

% Moisture: 

30.1 (g/mL) G 

40 Decanted: (Y/N) N 

Contract: EP-W-05-030 

Mod. Ref No.: 

Lab Sample ID: F1925-17A 

Lab F i l e ID: E2G8346F.D/E2G8346R.D 

Date Received: 12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

10000 (uL) Date Analyzed: Concentrated Extract Volume: 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00' D i l u t i o n Factor: 1.0 

01/04/2008 

GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

pH: 6.8 S u l f u r Cleanup: (Y/N) Y 

CAS NO.. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 55 U 
11104-28-2 Aroclor-1221 55 U 
11141-16-5 Aroclor-1232 55 u 
53469-21-9 Aroclor-1242 55 u 
12672-29-6 Aroclor-124 8 55 u 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 55 u 
37324-23-5 Aroclor-1262 55- u 
11100-14-4 Aroclor-1268 55 u 

SOM01.2 (6/2007) 

0 2 1 2 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

Lab Name: . MITKEM LABORATORIES 

B4 JKO 

EP-W-05-030 

Lab Code: MITKEM Case No. 37088 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% Moisture: 

30.2 (g/mL) 

36 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: F1925-18A 

Lab F i l e ID: 

Date Received: 12/21/2007 

SDG No.: B4JH2 

E2G8347F.D/E2G834 7R.D 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/04/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 

pH: 

1. 0 

GPC Cleanup:(Y/N) N 6.5 S u l f u r Cleanup: (Y/N) Y 

Acid Cleanup:(Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: U G/ KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 51 U 
11104-28-2 Aroclor-1221 51 u 
11141-16-5 Aroclor-1232 51 u 
53469-21-9 Aroclor-1242 51 u 
12672-29-6- Aroclor-1248 51 u 
11097-69-1 Aroclor-1254 1 - % OO 1900 • 
11096-82-5 Aroclor-1260 51 u 
37324-23-5 Aroclor-12 62 51 u 
11100-14-4 Aroclor-1268 51 u 

SOM01.2 (6/2007) 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

B4JK2 

EP-W-05-030 

Lab Code: MITKEM Case No.: 37088 

Matrix: (SOIL/SED/WATER) SOIL 

Sample wt/vol 

% Moisture: 

30.0 (g/mL) G 

Contract: 

Mod. Ref No.: 

Lab Sample ID: F1925-20A 

Lab F i l e ID: 

SDG No.: B4JH2 

E2G8397F.D/E2G8397R.D 

27 Decanted: (Y/N) N Date Received: 12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Ex t r a c t Volume: 10000 (uL) Date Analyzed: 01/05/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 20.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

6.7 S u l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
( u g / L o r ug /Kg) Q 

12674-11-2 A r o c l o r - 1 0 1 6 900 U 
11104-28-2 A r o c l o r - 1 2 2 1 900 U 
11141-16-5 A r o c l o r - 1 2 3 2 900 u 
53469-21-9 A r o c l o r - 1 2 4 2 900 u 
12672-29-6 A r o c l o r - 1 2 4 8 900' U • KL 
1 1 0 9 7 - 6 9 - 1 A r o c l o r - 1 2 5 4 S% ooo 4-3-e#e—~~ dfkln 
11096-82-5 A r o c l o r - 1 2 6 0 900 u W l 
37324-23-5 A r o c l o r - 1 2 6 2 900 u 
11100-14-4 A r o c l o r - 1 2 6 8 900 u 

# TtAuSPttsb FmM &i,jr/< 1DL 

SOM01.2 (6/2007) 



1H - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4JK9 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 

Matrix: (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% Moisture: 

30.5 (g/mL) G 

23 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No. B4JH2 

F1925-19A 

E2G8396F.D/E2G8396R.D 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Ex t r a c t Volume: 10000 (uL) Date Analyzed: 01/05/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 40.0 

GPC Cleanup: (Y/N). N pH: 6.4 S u l f u r Cleanup: (Y/N) Y 

Acid Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
( u g / L o r u g / K g ) Q 

12674-11-2 A r o c l o r - 1 0 1 6 1700 u 
11104-28-2 A r o c l o r - 1 2 2 1 1700 u 
11141-16-5 A r o c l o r - 1 2 3 2 1700 u 
53469-21-9 A r o c l o r - 1 2 4 2 1700 u 
12672-29-6 A r o c l o r - 1 2 4 8 1700 U - K<-
11097-6.9-1 A r o c l o r - 1 2 5 4 \ ? ) O O Q Q ^ r t r t T C t r 
11096-82-5 A r o c l o r - 1 2 6 0 1700 u 
37324-23-5 A r o c l o r - 1 2 6 2 1700 u 
11100-14-4 A r o c l o r - 1 2 6 8 1700 u 

fl 

SOM01.2 (6/2007) 



IH - FORM I PEST 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4JH8MS(1) 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 

Matrix: (SOIL/SED/WATER) SOIL 

Sample w t / v o l 

% Moisture: 

30.4 (g/mL) G 

55 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No. B4JH2 

F1925-07AMS 

E2G8335F.D 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

10000 (uL) Date Analyzed: 01/04/2008 Concentrated Extract Volume: 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 

GPC Cleanup:(Y/N) 

1.0 

N pH: 6.9 S u l f u r Cleanup: (Y/N) Y 

Acid Cleanup:(Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 1200 ¥ T • 
11104-28-2 Aroclor-1221 72 u y 
11141-16-5 Aroclor-1232 72 u J 
53469-21-9 Aroclor-1242 72 u 3 
12672-29-6 Aroclor-1248 72 urr 
11097-69-1 Aroclor-1254 2900 
11096-82-5 Aroclor-1260 2200 ?T 
37324-23-5 Aroclor-1262 72 U J 
11100-14-4 Aroclor-1268 72 U J 

SOM01.2 (6/2007) 



IH - FORM I PEST 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4JH8MSD(1) 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No.: 37088 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 30 (g/mL) G 

% Moisture: 55 Decanted: (Y/N) N 

E x t r a c t i o n : (Type) SONC 

Concentrated Extract Volume: 

Contract: EP-W-05-030 

Mod. Ref No.: 

Lab Sample ID: F1925-07AMSD 

Lab F i l e ID: E2G8336F.D 

Date Received: 12/21/2007 

Date Extracted: 12/28/2007 

Date Analyzed: 01/04/2008 

SDG No.: B4JH2 

10000 (uL) 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 1.0 

GPC Cleanup:(Y/N) N pH: 6.9 Su l f u r Cleanup: (Y/N) Y 

Acid Cleanup:(Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 I3oo^trtr 
11104-28-2 Aroclor-1221 7 3- U "•" 
11141-16-5 Aroclor-1232 73 u 
53469-21-9 Aroclor-1242 73 U " 
12672-29-6 Aroclor-1248 73 u •• 
11097-69-1 Aroclor-1254 3000 
11096-82-5 Aroclor-1260 . 2400 f X 
37324-23-5 Aroclor-1262 73 U ' 
11100-14-4 Aroclor-1268 73 u ; ' 

SOM01.2 (6/2007) 



IH - FORM I PEST 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

ALCS2A(1) 

Lab Name: MITKEM LABORATORIES EP-W-05-030 

Lab Code: MITKEM Case No.: 37088 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% Moisture: 

30 (g/mL) G 

0.0 Decanted: (Y/N) N 

E x t r a c t i o n : (Type) SONC 

Concentrated Extract Volume: 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 

pH: 

Contract: 

Mod. Ref No.: 

Lab Sample ID: LCS-34074 

Lab F i l e ID:' E2G8353F.D 

Date Received: 

Date Extracted: 12/28/2007 

10000 (uL) Date Analyzed: 01/04/2008 

D i l u t i o n Factor 

SDG No . : B4JH2 

1.0 

GPC C l e a n u p : ( Y / N ) N 

A c i d C l e a n u p : ( Y / N ) Y 

7 .0 S u l f u r C leanup : (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 

11104-28-2 Aroclor-1221 33 U 

11141-16-5 Aroclor-1232 33 U 

53469-21-9 Aroclor-1242 33 U 

12672-29-6 Aroclor-1248 33 U 

11097-69-1 Aroclor-1254 33 U 

11096-82-5 Aroclor-1260 

37324-23-5 Aroclor-12 62 33 U 

11100-14-4 Aroclor-1268 33 U 

SOM01.2 (6/2007) 

. 0 5 1 1 



IH - FORM I PEST 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

ALCS2A(2) 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No.: 37088 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 30 (g/mL) 

% Moisture: 0.0 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No.: B4JH2 

LCS-34074 

E2G8353R.D 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/04/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 1.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

7.0 S u l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: U G / K G 
( u g / L o r ug /Kg) Q 

12674-11-2 A r o c l o r - 1 0 1 6 38 
11104-28-2 A r o c l o r - 1 2 2 1 33 U 
11141-16-5 A r o c l o r - 1 2 3 2 33 U 
53469 -21 -9 A r o c l o r - 1 2 4 2 33 u 
12672-29 -6 A r o c l o r - 1 2 4 8 33 u 
1 1 0 9 7 - 6 9 - 1 A r o d o r - 1 2 5 4 33 u 
11096-82-5 A r o c l o r - 1 2 6 0 37 
37324-23-5 A r o c l o r - 1 2 6 2 33 u 
1 1 1 0 0 - 1 4 - 4 A r o c l o r - 1 2 6 8 33 u 

SOM01.2 (6/2007) 



IH - FORM I PEST 

AROCLOR ORGANICS ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

B4JE5MS(1) 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088-

Matr i x : (SOIL/SED/WATER) SOIL 

Sample wt/vol: 

% Moisture: 

30.4 (g/mL) G 

38 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No. B4JE5 

F1924-01AMS 

E1G3393F.D 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 12/31/2007 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 1.0 

GPC C l e a n u p : ( Y / N ) N pH: 7 . 1 S u l f u r C l e a n u p : (Y/N) Y 

A c i d C l e a n u p : ( Y / N ) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 

11104-28-2 Aroclor-1221 53 u 
11141-16-5 Aroclor-1232 53 u 
53469-21-9 Aroclor-1242 53 u 
12672-29-6 Aroclor-1248 53 u 
11097-69-1 Aroclor-1254 6000 
11096-82-5 Aroclor-1260 3500 * T 
37324-23-5 Aroclor-1262 53 u . • 
11100-14-4 Aroclor-1268 53 u 

SOM01.2 (6/2007) 

0 4 9 9 



IH - FORM I PEST 

AROCLOR ORGANICS ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

B4JE5MSD(1) 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No.: 370£ 

Mat r i x : (SOIL/SED/WATER) SOIL 

Sample wt/vol: 30.3 (g/mL) 

% Moisture: 38 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No. B4JE5 

F1924-01AMSD 

E1G3394F.D 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

10000 (uL) Date Analyzed: 12/31/2007 Concentrated E x t r a c t Volume: 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 1.0 

GPC C l e a n u p : ( Y / N ) N pH: 7 . 1 S u l f u r C leanup : (Y/N) Y 

A c i d C l e a n u p : ( Y / N ) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 ^ J 
11104-28-2 Aroclor-1221 53 U 
11141-16-5 Aroclor-1232 53 u 
53469-21-9 Aroclor-1242 53 u 
12672-29-6 Aroclor-1248 53 u 
11097-69-1 Aroclor-1254 4300 
11096-82-5 Aroclor-1260 2500 
37324-23-5 Aroclor-1262 53 u 
11100-14-4 Aroclor-1268 53 u 

SOM01.2 (6/2007) 

0 5 0 9 



IH - FORM I PEST 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

ALCS1P(1) 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 

Matrix: (SOIL/SED/WATER) SOIL 

Sample wt/vol: 

% Moisture: 

30 (g/mL) G 

0.0 Decanted: (Y/N) 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No. B4JE5 

LCS-34071 

E1G3372F.D 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

10000 (uL) Date Analyzed: Concentrated Extract Volume: 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 

12/30/2007 

1.0 

GPC Cleanup:(Y/N) N pH: 7.0 Su l f u r Cleanup: (Y/N) 

Acid Cleanup:(Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 

11104-28-2 Aroclor-1221 33 U 
11141-16-5 Aroclor-1232 33 U 
53469-21-9 Aroclor-1242 33 U 
12672-29-6 Aroclor-1248 33 U 
11097-69-1 Aroclor-1254 33 U 
11096-82-5 Aroclor-1260 

37324-23-5 Aroclor-1262 33 U 
11100-14-4 Aroclor-1268 33 U 

SOM01.2 (6/2007) 

e s i e 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

B4 JH2 

Lab Code: MITKEM Case No. 37088 SDG No. 

Matrix: (SOIL/SED/WATER) SOIL 

Sample wt/vol 

% Moisture: 

30.3 .(g/mL) G 

20 Decanted: (Y/N) N 

Contract: EP-W-05-030 

Mod. Ref No. : 

Lab Sample ID: F1925-01A 

Lab F i l e ID: E2G8327F.D/E2G8327R.D 

Date Received: 12/21/2007 

B4 JH2 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

10000 (uL) Date Analyzed: 01/04/2008 Concentrated Extract Volume: 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 1.0 

GPC Cleanup:(Y/N) N pH: 7.3 S u l f u r Cleanup: (Y/N), Y 

Acid Cleanup:(Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 41 U 
11104-28-2 Aroclor-1221 41 U 
11141-16-5 Aroclor-1232 41 U 
53469-21-9 Aroclor-1242 41 U 
12672-29-6 Aroclor-1248 41 U 
11097-69-1 Aroclor-1254 1 %to-^-
11096-82-5 Aroclor-1260 41 u 
37324-23-5 Aroclor-1262 41 u 
11100-14-4 Aroclor-1268 41 u 

G UTUi r. 

SOM01.2 (6/2007) 

0 0 1 6 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4 JH3 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No.: 37088 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample wt/vol 

% Moisture: 

30.0 (g/mL) . G 

26 Decanted: (Y/N) N 

Ex t r a c t i o n : (Type) SONC 

Concentrated E x t r a c t Volume: 

Contract: EP-W-05-030 

Mod. Ref No.: 

Lab Sample ID: F1925-02A 

Lab F i l e ID: 

Date Received: 12/21/2007 

Date Extracted: 12/28/2007 

10000 (uL) Date Analyzed: 01/04/2008 

SDG No. •B4 JH2 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 1.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

7.1 S u l f u r Cleanup: (Y/N) Y 

E2G8329F.D/E2G832 9R.D 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 45 U 

11104-28-2 Aroclor-1221 45 U 

11141-16-5 Aroclor-1232 45 U 
53469-21-9 Aroclor-1242 45 U 
12672-29-6 Aroclor-1248 45 U 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 45 u 
37324-23-5 Aroclor-1262 45 U 
11100-14-4 Aroclor-1268 45 u 

SOM01.2 (6/2007) 

00S6 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

B4JH4 

Lab Code: MITKEM Case No.: 37088 

Matr i x : (SOIL/SED/WATER) . SOIL 

Sample wt/vol: 

% Moisture: 

30.0 (g/mL) G 

37 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No.: B4JH2 

F1925-03A 

E2G837 9F.D/E2G837 9R.D 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

10000 (uL) Date Analyzed: 01/04/2008 Concentrated E x t r a c t Volume: 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 20.0 

GPC Cleanup:(Y/N) N pH: 6.9 S u l f u r Cleanup: (Y/N) Y 

Acid Cleanup :(Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 1000 u 
11104-28-2 Aroclor-1221 1000 u 
11141-16-5 Aroclor-1232 1000 u 
53469-21-9 Aroclor-1242 1000 u 
12672-29-6 Aroclor-1248 1000 u 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 1000 u — 
37324-2.3-5 Aroclor-1262 1000 u 
11100-14-4 Aroclor-1268 1000 u 

SOM01.2 (6/2007) 

@e36 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

B4 JH5 

EP-W-05-030 

Lab Code: MITKEM Case No.: 37088 

Matrix: (SOIL/SED/WATER) SOIL 

Sample wt/ v o l : 30.1 (g/mL) G 

Contract: 

Mod. Ref No.: 

Lab Sample ID: F1925-04A 

Lab F i l e ID: 

SDG No. : B4JH2 

E2G8380F.D/E2G8380R.D 

% Moisture: 22 Decanted: (Y/N) N Date Received: 12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/04/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 5.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

6.3 S u l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: U G/ KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 210 U 
11104-28-2 Aroclor-1221 210 U 
11141-16-5 Aroclor-1232 210 u 
53469-21-9 Aroclor-1242 210 u 
12672-29-6 Aroclor-1248 210 u 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-12 60 210 '/ —( 
u 37324-23-5 Aroclor-12 62 210 • u 

11100-14-4 Aroclor-1268 210 u 

# 7 - & & r H r e a m awji^rdu 

SOM01.2 (6/2007) 

mmus • 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4 JH6 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case N o . : 37088 

M a t r i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% M o i s t u r e : 

30.5 (g/mL) G 

35 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No. B4 JH2 

F1925-05A 

E2G8381F.D/E2G8381R.D 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 . (uL) Date Analyzed: . 01/04/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 

pH: 

4 . 0 

GPC C l e a n u p : ( Y / N ) N 

A c i d C l e a n u p : ( Y / N ) Y 

6.3 S u l f u r C l e a n u p : (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: OG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 200 U 
11104-28-2 Aroclor-1221 200 U 
11141-16-5 Aroclor-1232 200 U 
53469-21-9 Aroclor-1242 200 u 
12672-29-6 Aroclor-1248 200 

u 

11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 200 u 
37324-23-5 Aroclor-1262 200 u 
11100-14-4 Aroclor-1268 200 u 

SOM01.2 (6/2007) 

0 0 S 2 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4 JH7 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 

Ma t r i x : (SOIL/SED/WATER) SOIL 

Sample wt/vol 

% Moisture: 

30.2 (g/mL) 

34 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No. B4JH2 

F1925-06A 

E2G8382F.D/E2G8382R.D 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/04/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 4 . 0 

GPC Cleanup:(Y/N) N pH: 6.0 S u l f u r Cleanup: (Y/N) Y 

Acid Cleanup:(Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 200 U 
11104-28-2 Aroclor-1221 200 U 
11141-16-5 Aroclor-1232 200 U 
53469-21-9 Aroclor-1242 200 U 
12672-29-6 Aroclor-1248 200 U 
11097-69-1 Aroclor-1254 \7-ooo «#e#@* 
11096-82-5 Aroclor-1260 200 7j 'W 
37324-23-5 Aroclor-1262 200 u 
11100-14-4 Aroclor-1268 200 u 

SOM01.2 (6/2007) 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4 JH8 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 

M a t r i x : (SOIL/SED/WATER) SOIL 

Sample wt/vol 

% Moisture: 

30.1 (g/mL) G 

55 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No.: B4JH2 

F1925-07A 

E2G8334F.D/E2G8334R.D 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/04/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 

GPC Cleanup:(Y/N) N pH: 

1.0 

6 .9 S u l f u r C l e a n u p : (Y/N) Y 

A c i d C l e a n u p : ( Y / N ) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 73 U 
11104-28-2 Aroclor-1221 73 u 
11141-16-5 Aroclor-1232 73 u 
53469-21-9 Aroclor-1242 73 u 
12672-29-6 Aroclor-1248 73 u 
11097-69-1 Aroclor-1254 f/M 11096-82-5 Aroclor-1260 73 _ IfMU 
37324-23-5 Aroclor-1262 73 u 
11100-14-4 Aroclor-1268 73 u 

SOM01.2 (6/2007) 

0 0 S S 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4JH9 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No.: 37088 SDG No. 

Matrix: (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 30.1 (g/mL) G 

% Moisture: 56 Decanted: (Y/N) N 

E x t r a c t i o n : (Type) SONC 

Concentrated Extract Volume: 

Contract: EP-W-05-030 

Mod. Ref No.: 

Lab Sample ID: F1925-08A 

Lab F i l e ID: E2G8337F.D/E2G8337R.D 

Date Received: 12/21/2007 

Date Extracted: 12/28/2007 

10000 . (uL) Date Analyzed: 01/04/2008 

B4 JH2 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 1.0 

pH: GPC C l e a n u p : ( Y / N ) N 

A c i d C l e a n u p : ( Y / N ) Y 

7 . 1 S u l f u r C l e a n u p : (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: U G/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 75 U 
11104-28-2 Aroclor-1221 75 U 
11141-16-5 Aroclor-1232 7.5 U 
53469-21-9 Aroclor-1242 ' 75 u 
12672-29-6 . Aroclor-1248 75 u 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 75 u 
37324-23-5 Aroclor-1262 75 u 
11100-14-4 Aroclor-1268 75 u 

SOM01.2 (6/2007) 

0 1 0 1 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% Moisture: 

30.1 (g/mL), G 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

B4 JJO 

EP-W-05-030 

SDG No. B4JH2 

F1925-09A 

E2G8383.F. D/E2G8383R. D 

37 Decanted: (Y/N) ' N Date Received: 12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/05/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 20.0 

pH: GPC Cleanup:(Y/N) N 6.7 S u l f u r Cleanup: (Y/N) Y 

Acid Cleanup:(Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
( u g / L o r ug /Kg) Q 

12674-11-2 A r o c l o r - 1 0 1 6 1000 u 
11104-28-2 A r o c l o r - 1 2 2 1 1000 u 
11141-16-5 A r o c l o r - 1 2 3 2 1000 u 
53469-21 -9 A r o c l o r - 1 2 4 2 1000 u 
12672-29 -6 . A r o c l o r - 1 2 4 8 1000 u 
1 1 0 9 7 - 6 9 - 1 A r o c l o r - 1 2 5 4 S\ooo -2*otro-
11096-82-5 A r o c l o r - 1 2 6 0 1000 u. 
37324-23-5 A r o c l o r - 1 2 6 2 1000 u 
11100-14-4 A r o c l o r - 1 2 6 8 1000 u. 

SOM01.2 (6/2007) 

01.1.1 ' 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

B4 JJ1 

Lab Code: MITKEM Case No. 37088 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample wt/vol 

% Moisture: 

30.4 (g/mL) G 

36 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No. B4 JH2 

F1925-10A 

E2G8339F.D/E2G8339R.D 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL)' Date Analyzed: 01/04/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 1.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

6.9 S u l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 51 U 
11104-28-2 . Aroclor-1221 51 U 
11141-16-5 Aroclor-1232 51 U 
53469-21-9 Aroclor-1242 51 u 
12672-29-6 Aroclor-124 8 51 u 
11097-69-1 Aroclor-1254 

11096-8.2-5 Aroclor-12 60 51 u 
37324-23-5 Aroclor-1262 51 u 
11100-14-4 Aroclor-1268 51 u 

r I B N 

SOM01.2 (6/2007) 

012&4 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4 JJ3 

Lab Name: MITKEM LABORATORIES EP-W-05-030 

Lab Code: MITKEM Case No. 37088 

Matrix: (SOIL/SED/WATER) SOIL 

Sample wt/vol 

% Moisture: 

30.4 (g/mL) G 

32 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: F1925-11A 

Lab F i l e ID: 

Date Received: 12/21/2007 

SDG No. B4 JH2 

E2G8386F.D/E2G8386R.D 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 • (uL) Date Analyzed: 01/05/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 

GPC Cleanup:(Y/N) 

5.0 

N pH: 6.4 S u l f u r Cleanup: (Y/N) Y 

Acid Cleanup:(Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 240 U 
11104-28-2 Aroclor-1221 240 U 
11141-16-5 Aroclor-1232 240 U 
53469-21-9 Aroclor-1242 240 U 
12672-29-6 Aroclor-1248 240 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 240 u 
37324-23-5 Aroclor-1262 240 u 
11100-14-4 Aroclor-1268 . 240 u 

* 

SOM01.2 (6/2007) 

e ± 3 4 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4 JJ4 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample wt/vol 

% Moisture: 

30.5 (g/mL) G 

41 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No. B4JH2 

F1925-12A 

E2G8388F.D/E2G8388R.D 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/05/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 

GPC Cleanup:.(Y/N) N pH: 

Acid Cleanup:(Y/N) Y 

20.0 

7.0 Su l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 1100 U 
11104-28-2 Aroclor-1221 1100 u 
11141-16-5 Aroclor-1232 1100 u 
53469-21-9 Aroclor-1242 1100 u 
12672-29-6 Aroclor-1248 1100 u 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260. 1100 f v r V/ 

u 37324-23-5 Aroclor-1262 1100 u 
11100-14-4 Aroclor-1268 1100 u 

SOM01.2 (6/2007) 

© f i 4 ? 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

B4JG0 

Lab Code: MITKEM Case No. 37088 

Matrix: (SOIL/SED/WATER) SOIL 

Sample wt / v o l 

% Moisture: 

30.2 (g/mL) 

33 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No. B4JE5 

F1924-09A 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated E x t r a c t Volume: 10000 (uL) Date Analyzed: 01/03/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 3.0 

GPC Cleanup:(Y/N) N pH: 6.6 S u l f u r Cleanup: (Y/N) Y 

Acid Cleanup:(Y/N) Y 

E1G34 89F.D/E1G34 89R.D 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 150 U 
11104-28-2 Aroclor-1221 150 U 
11141-16-5 Aroclor-1232 150 u 
53469-21-9 Aroclor-1242 150 ~ u 
12672-29-6 Aroclor-1248 150 u 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 150 u 
37324-23-5 Aroclor-1262 150 u 
11100-14-4 Aroclor-1268 150 u 

SOM01.2 (6/2007) 

B B S S " 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4JG1 

Lab Name: MITKEM LABORATORIES 

Lab Code: . MITKEM Case No.: 37088 SDG No. 

Mat r i x : (SOIL/SED/WATER) ' SOIL 

Sample wt / v o l 

% Moisture: 

30.3 (g/mL) G 

17 Decanted: (Y/N) N 

E x t r a c t i o n : (Type) SONC 

Concentrated Extract Volume: 

Contract: EP-W-05-030 

Mod. Ref No.: 

Lab Sample ID: F1924-10A 

Lab F i l e ID: E1G3403F.D/E1G3403R.D 

Date Received: 12/21/2007 

Date Extracted: 12/28/2007 

10000 (uL) Date Analyzed: 12/31/2007 

B4JE5' 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor:. 1.00 D i l u t i o n Factor: 1.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

7.4 S u l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 . Aroclor-1016 39 U 
11104-28-2 Aroclor-1221 39 U 
11141-16-5 Aroclor-1232 39 u 
53469-21-9 Aroclor-1242 39 u 
12672-29-6 Aroclor-1248 39 u 
11097-69-1 Aroclor-1254 

11096-82-5. Aroclor-1260 39 u 
37324-23-5 Aroclor-1262 39 u 
11100-14-4 Aroclor-12 68 39 u 

SOM01.2 (6/2007) 

0*4 OtC 



Data F i l e ; \\Avogadro\OrganicsSorganic\svoa\El. i\071231F,B\E1G3403F.D 

Date J 31-DEC-2007 20:20 

Client ID; B4JG1 

Sample Info; F1924-10A,,34071,somaro.sub,. 

Volume Injected <uL); 1.0 

Column phase; CLPPestll 

Instrument: E l . i 

Operator; SZ SRC; LIMS 

Column diameter: 0.32 
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IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4JG2 

Lab. Name: MITKEM LABORATORIES EP-W-05-030 

Lab Code: MITKEM Case No. 37088 

M a t r i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l 

% M o i s t u r e : 

30.5 (g/mL) G 

31 Decanted: (Y/N) N 

Contract: 

Mod. Ref No. : 

Lab Sample ID: F1924-11A 

Lab F i l e ID: 

Date Received: 12/21/2007 

SDG No. B4JE5 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (u'L) Date Analyzed: 12/31/2007 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 1.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

7.1 S u l f u r Cleanup: (Y/N) Y 

E1G3404F.D/E1G3404R.D 

CAS ' NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 47 U . 

11104-28-2 Aroclor-1221 47 u 
11141-16-5 Aroclor-1232 47 u 
53469-21-9 Aroclor-1242 47 u 
12672-29-6 Aroclor-1248 47 u 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-12 60 47 u 
37324-23-5 Aroclor-1262 47 u 
11100-14-4 Aroclor-1268 47 u 

SOM01.2 (6/2007)' 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

B4JG3 

EP-W-05-030 

Lab Code: MITKEM Case No. 37088 

Matrix: (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% Moisture: 

30.4 • (g/mL) G 

32 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: F1924-12A 

Lab F i l e ID: 

Date Received:' 12/21/2007 

SDG No. B4 JE5 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

10000 (uL) Date Analyzed: 12/31/2007 Concentrated Extract Volume: 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 1.0 

GPC Cleanup:(Y/N) N pH: 7.1 S u l f u r Cleanup: (Y/N) Y 

Acid Cleanup:(Y/N) Y 

E1G34 05F.D/E1G34 05R.D 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 48 U 
11104-28-2 Aroclor-1221 48 U 
11141-16-5 Aroclor-1232 48 U 
53469-21-9 Aroclor-1242 48 u. • 
12672-29-6 Aroclor-1248 48 u 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 48 u 
37324-23-5 Aroclor-1262 48 u 
11100-14-4 Aroclor-1268 . 48 u 

SOM01.2 (6/2007) 

0*1 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4JG4 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 

Matrix: (SOIL/SED/WATER) SOIL 

Sample wt / v o l 

% Moisture: 

30.1 (g/mL) G 

61 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No.: B4JE5 

F1924-13A 

E1G34 61F.D/E1G34 7 9R.D 

12/21/2007 

E x t r a c t i o n : (Type) SONC . Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/02/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 

pH: 

1.0 

GPC Cleanup:(Y/N) N 

Acid Cleanup:-(Y/N) Y 

6.8 S u l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 84 U 
11104-28-2 Aroclor-1221 84 u • 
11141-16-5 Aroclor-1232 84 U 
53469-21-9 Aroclor-1242 84 U 

12672-29-6 Aroclor-1248. 84 u 
11097-69-1 Aroclor-1254 -J-QQ ts-4-8-6"®-
11096-82-5 Aroclor-1260 84 u 
37324-23-5 Aroclor-1262 84 u 
11100-14-4 Aroclor-1268 84 u 

SOM01.2 (6/2007) 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4JG5 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 

Ma t r i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l 

% Moisture: 

30.3 (g/mL) 

53 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab. F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No. B4JE5 

F1924-14A 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/02/2008 

I n j e c t i o n Volume:' 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 10.0 

GPC Cleanup:(Y/N) N pH: 

Acid Cleanup:(Y/N) Y 

6.9 Su l f u r Cleanup: (Y/N) Y 

E1G34 67F.D/E1G34 67R.D 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 700 U 

11104-28-2 Aroclor-1221 700 U 

11141-16-5 Aroclor-1232 700 U 
53469-21-9 Aroclor-1242 700 U 

12672-29-6 Aroclor-1248 700 U 

11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-12 60 700 u 
37324-23-5 Aroclor-1262 700 u 
11100-14-4 Aroclor-1268 700 u 

s F £ tc. t £ FfcoM f% L{ r (x r 5 L 

SOM01.2 (6/2007) 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

B4JG6 

Lab Code: MITKEM Case No.: 37088 

Contract: EP-W-05-030 

Mod. Ref No.: SDG No.: B4JE5 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample wt/vol: 

% Moisture: 

Lab Sample ID: F1924-15A 

30.5 (g/mL) G Lab F i l e ID: E1G3468F.D/E1G3468R.D 

31 Decanted: (Y/N) N Date Received:. 12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/02/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 10.0 

pH: . GPC C l e a n u p : ( Y / N ) N 

A c i d C l e a n u p : ( Y / N ) Y 

6 . 1 S u l f u r C l e a n u p : (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 470 U 
11104-28-2 Aroclor-1221 470 U 
11141-16-5 Aroclor-1232 470 • U 
53469-21-9 Aroclor-1242 470 U 
12672-29-6 Aroclor-1248 470 U 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260. 470 . u 
37324-23-5 Aroclor-1262 470 u 
11100-14-4 Aroclor-1268 470 u 

SOM01.2 (6/2007) 
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IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4 JG7 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No.: 37088 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% Moisture: 

30.0 (g/mL) G 

35 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No. B4JE5 

F1924-16A 

E1G34 69F.D/E1G34 69R.D 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/02/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 10.0 

GPC Cleanup:(Y/N) N pH: 

Acid Cleanup:(Y/N) Y 

6.2 Sulf u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: U G/ KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 510 U 

11104-28-2 Aroclor-1221 510 U 
11141-16-5 Aroclor-1232 510 U 
53469-21-9 Aroclor-1242 510 u • 
12672-29-6 Aroclor-1248 510 u 
11097-69-1 Aroclor-1254 ^ 
11096-82-5 Aroclor-1260 510 u 
37324-23-5 Aroclor-1262 510 u 
11100-14-4 Aroclor-1268 510 u 

SOM01.2 (6/2007) 
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IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

B4JG8 

Lab Code: MITKEM Case No. 37088 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% Moisture: 18 

30.2 (g/mL) G 

Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No.: B4JE5 

F1924-17A 

E1G3410F.D/E1G3410R.D 

12/21/2007 

Extraction:. (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 

I n j e c t i o n Volume: 1.0 (uL).GPC Factor: 1.00 D i l u t i o n Factor: 

GPC Cleanup:(Y/N) 

12/31/2007 

1.0 

N pH: 6.8 Su l f u r Cleanup: (Y/N) Y 

Acid Cleanup:(Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: U G/KG 
(ug/L or ug/Kg) Q' 

12674-11-2 Aroclor-1016 40 U 
11104-28-2 Aroclor-1221 40 u 
11141-16-5 Aroclor-1232 40 u 
53469-21-9 Aroclor-1242 40 u 
12672-29-6 Aroclor-1248 40 u 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclbr-1260 40 u 
37324-23-5 Aroclor-1262. 40 u 
11100-14-4 Aroclor-1268 40 u 

SOM01.2 (6/2007) 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4JG9 

Lab Name: MITKEM LABORATORIES EP-W-05-030 

Lab Code: MITKEM Case No.: 37088 SDG No.: B4JE5 

Mat r i x : (SOIL/SED/WATER) SOIL 

Sample wt/vol 

% Moisture: 

30.1 (g/mL) G 

29 Decanted: (Y/N) N 

E x t r a c t i o n : (Type) SONC 

Concentrated Extract Volume: 

Contract: 

Mod. Ref No.: 

Lab Sample ID: F1924-18A 

Lab F i l e ID: E1G3411F.D/E1G3411R.D 

Date Received: 12/21/2007 

Date Extracted: 12/28/2007 

10000 (uL) Date Analyzed: 12/31/2007 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 1.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

5.3 S u l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 46 U 

11104-28-2 Aroclor-1221 46 U 

11141-16-5 Aroclor-1232 46 u 
53469-21-9 Aroclor-1242 46 u 
12672-29-6 Aroclor-1248 46 u 
11097-69-1 Aroclor-1254 620 * zr 11096-82-5 Aroclor-1260 46 u 
37324-23-5 Aroclor-1262 46 u 
11100-14-4 Aroclor-1268 46 u 

SOM01.2 (6/2007) 



IH - FORM.I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

B4JH0 

Lab Code: MITKEM Case No. 37088 

M a t r i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l 

% M o i s t u r e : 

30.1 (g/mL) G 

24 Decanted: (Y/N) • N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No. B4 JE5 

F1924-19A 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

10000 (uL) Date Analyzed: Concentrated Extract Volume: 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00. D i l u t i o n Factor: 1.0 

12/31/2007 

GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

pH: 6 .7 S u l f u r C leanup : (Y/N) Y 

E1G3412F.D/E1G3412R.D 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 43 U 
11104-28-2 Aroclor-1221 43 U 
11141.-16-5 Aroclor-1232. 43 u 
53469-21-9 Aroclor-1242 43 u 
12672-29-6 Aroclor-1248 43 u 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 43 u 
37324-23-5 Aroclor-1262 43 u 
11100-1.4-4 Aroclor-1268 43 u 

SOM01.2 (6/2007) 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4JH1 

Lab Name:. MITKEM LABORATORIES EP-W-05-030 

Lab Code: MITKEM Case N o . : 37088 

M a t r i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l 

% M o i s t u r e : 

30.0 (g/mL) 

25 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: F1924-20A 

Lab F i l e ID: 

Date Received: 12/21/2007 

SDG No.: B4JE5 

E1G34 62F.D/E1G34 62R. D 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/02/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 

GPC Cleanup:(Y/N) N pH: 

Acid Cleanup:(Y/N) Y 

1.0 

6 .9 S u l f u r C l e a n u p : (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 44 U 

11104-28-2 Aroclor-1221 44 U 

11141-16-5 Aroclor-1232 44 U 

53469-21-9 Aroclor-1242 44 U 

12672-29-6 Aroclor-1248 44 U 

11097-69-1 Aroclor-1254 230 

11096-82-5 Aroclor-1260 44 U 

37324-23-5 Aroclor-1262 44 u 
11100-14-4 Aroclor-1268 44 u 

SOM01.2 (6/2007) 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

B4JE5 

Lab Code: MITKEM Case No. 37088 

Ma t r i x : (SOIL/SED/WATER)' SOIL 

Sample wt/vol 

% Moisture: 

30.3 (g/mL) G 

38 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No.: B4JE5 

F1924-01A 

12/21/2007' 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: . 12/31/2007. 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 1.0 

pH: . GPC Cleanup:(Y/N) N 7.1 S u l f u r Cleanup: (Y/N) Y 

Acid Cleanup:(Y/N) Y 

E1G3392F.D/E1G3392R.D 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or uq/Kcr) 0 

12674-11-2 Aroclor-1016 53 u ; 
11104-28-2 Aroclor-1221 53 u . 
11141-16-5 Aroclor-1232 • 53 • u 
53469-21-9 Aroclor-1242 53' u 
12672-29-6 Aroclor-1248 53 u 
11097-69^-1 Aroclor-1254 

11096-82-5 Aroclor-12 60 53 u 
37324-23-5 
1 1 1 /"\ r \ * i a . 

Aroclor-1262 53 u 
11100-14-4 Aroclor-12 68 53 u 

SOM01.2 (6/2007) 
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IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4JF3 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 

Matrix:" (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% Moisture: 

30.3 (g/mL) G 

39 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No.: B4JE5 

F1924-02A 

E1G3395F.D/E1G3395R.D 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

10000. (uL) Date Analyzed: 12/31/2007 Concentrated Ex t r a c t Volume: 

I n j e c t i o n Volume: 1.0 (uL) GPC.Factor: 1.00 D i l u t i o n Factor: 1.0 

GPC C l e a n u p : ( Y / N ) N pH: 7 .3 S u l f u r C l e a n u p : (Y/N) Y 

A c i d C l e a n u p : ( Y / N ) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG. 
(,ug/L or ug/Kg) Q 

12674-11-2. Aroclor-1016 ' 54 U 
11104-28-2 Aroclor-1221 54 U 
11141-16-5 Aroclor-123-2 54 U 
53469-21-9 Aroclor-1242 54 U 
12672-29-6 Aroclor-1248 54 U • 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 54 u 
37324-23-5 . Aroclor-12 62 54 u 
11100-14-4 Aroclor-1268 54 u 

SOM01.2 (6/2007) 

0 0 2 6 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO.. 

B4 JF4 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM- Case No. 37088 

M a t r i x : (SOIL/SED/WATER) SOIL 

Sample wt/vol: 

% Moisture: 

30.5. (g/mL) G 

24 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No. B4JE5 

F1924-03A 

E1G3450F.D/E1G34 60R.D 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 1.2/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/02/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 100.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

7.1 S u l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 •4300 U 
11104-28-2. Aroclor-1221 4300 u 
11141-16-5 Aroclor-1232 .4300 u 
53469-21-9 Aroclor-1242 4300 u 
12672-29-6 Aroclor-1248 4300 u 
11097-69-1 Aroclor-1254 iqoooo. _13J3-9-0-e-
11096-82-5 Aroclor-1260 4300 u 
37324-23-5 Aroclor-1262 4300 u 
11100-14-4 Aroclor-1268- 4300 u 

SOM01.2 (6/2007) 
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IH -.FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4JF5 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 

Matrix: (SOIL/SED/WATER) SOIL 

Sample wt / v o l : 

% Moisture: 

30.5 (g/mL) G 

54 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab Fi l e . ID: 

Date Received: 

EP-W-05-030 

SDG No. B4JE5 

F1924-04A 

E1G3397F.D/E1G3397R.D 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

10000 (uL) Date Analyzed: 12/31/2007 Concentrated Extract Volume: 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 1.0 

GPC C l e a n u p : ( Y / N ) N pH: 6.4 S u l f u r C l e a n u p : (Y/N) Y 

A c i d C l e a n u p : ( Y / N ) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

1267.4-11-2 Aroclor-1016 71 U 

11104-28-2 Aroclor-1221 71 U 
11141-16-5 Aroclor-1232 71 U 
53469-21-9 Aroclor-1242 71 u 
12672-29-6 Aroclor-1248 71 u 
11097-69-1 Aroclor-1254 E * y 
11096-82-5 Aroclor-1260 71 '• u 
37324-23-5 Aroclor-1262 71 u 
11100-14-4 Aroclor-1268 71 u 

SOM01.2 (6/2007) 

00MB 



. 1H - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4 JF6 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 

Matrix: (SOIL/SED/WATER) SOIL 

Sample' w t / v o l : 

% Moisture: 

30,. 1' (g/mL) G 

43 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e . ID: 

Date Received: 

EP-W-05-030 

SDG No.: B4JE5 

F1924-05A 

12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/02/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 

pH: 

4.0 

GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

6.8 Su l f u r Cleanup: (Y/N) Y 

E1G34 63F.D/E1G34 63R.D 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
( u g / L o r ug /Kg) — Q 

12674-11-2 A r o c l o r - 1 0 1 6 230 U 

11104-28-2 A r o c l o r - 1 2 2 1 230 u 
11141-16-5 A r o c l o r - 1 2 3 2 230 u 
5 3 4 6 9 - 2 1 - 9 A r o c l o r - 1 2 4 2 230 u 
12672-29 -6 A r o c l o r - 1 2 4 8 230 u 
1 1 0 9 7 - 6 9 - 1 A r o c l o r - 1 2 5 4 1 I OOO -9*6"0~ 
11096-8.2-5 A r o c l o r - 1 2 6 0 • 230 u 
37324-23 -5 A r o c l o r - 1 2 6 2 230 u 
11100-14-4 A r b c l o r - 1 2 6 8 230 u 

SOM01.2 (6/2007) 
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IH -.. FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA.SAMPLE NO. 

B4 JF7 

Lab Name: MITKEM LABORATORIES EP-W-05-030 

Lab Code: MITKEM" Case.No.: 370c 

Matrix: (SOIL/SED/WATER) SOIL 

Sample wt/vol 

% Moisture: 

30.4 (g/mL) G 

Contract: 

Mod. Ref No.: 

Lab Sample ID: F1924-06A 

Lab F i l e ID: 

SDG No.: B4JE5 

E1G34 64F.D/E1G34 64R.D 

46 Decanted: (Y/N) N Date Received: 12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated E x t r a c t Volume: 10000 (uL) Date Analyzed: 01/02/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 10.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

6.8 S u l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 600 U 
11104-28-2 Aroclor-1221 600 u 
11141-16-5 Aroclor-1232 600 u 
53469-21-9 Aroclor-1242 600 U ' 
12672-29-6 Aroclor-1248 600 u 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 600 u 
37324-23-5 Aroclor-1262 600 u 
11100-14-4 Aroclor-1268 600 u 

• Q Prhi S hE ULP PV-0 M 6 U T p ~i &. L-

SOM01.2 (6/2007) 
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IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4 JF8 

Lab Name: MITKEM LABORATORIES EP-W-05-030 

Lab Code: MITKEM Case No.: 370E 

Matrix: (SOIL/SED/WATER) SOIL 

Sample wt/vol 

% Moisture: 

30.5 (g/mL) G 

Contract: 

Mod. Ref No.: 

Lab Sample ID: F1924-07A 

Lab F i l e ID: 

SDG No..: B4JE5 

E1G34 65F.D/E1G34 65R.D 

35 Decanted: (Y/N) N Date Received: 12/21/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/28/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/02/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 10.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

6.6 Sulfur. Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 500 U 

11104-28-2 Aroclor-1221 500 U 

11141-16-5 Aroclor-1232 500 u 
53469-21-9 Aroclor-1242 500 . u 
12672-29-6 Aroclor-1248 500 u 
11097-69-1 Aroclor-1254 r s 11096-82-5 Aroclor-1260 500 u 
37324-23-5 Aroclor-1262 500 u 
11100-14-4 Aroclor-1268 500 u 

SOM01.2 (6/2007) 
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IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET' 

EPA SAMPLE NO. 

B4JF9 

Lab Name: MITKEM LABORATORIES EP-W-05-030 

Lab Code: MITKEM Case No.: 370 

Matri x : (SOIL/SED/WATER) SOIL 

Sample wt/vol 

% Moisture: 

30.0 (g/mL) G 

35 Decanted: (Y/N) N 

Ex t r a c t i o n : (Type) SONC 

Concentrated Extract Volume: 

Contract: 

Mod. Ref No.: 

Lab Sample ID: F1924-08A 

Lab F i l e ID: 

Date Received: 12/21/2007 

Date Extracted: 12/28/2007 

10000 (uL) Date Analyzed: 01/02/2008 

SDG No.: B4JE5 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 10.0 

GPC Cleanup:(Y/N) N pH: 6.3 S u l f u r Cleanup: (Y/N.) Y 

Acid Cleanup:(Y/N) Y 

E1G34 66F.D/E1G34 66R.D 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 510 U 
11104-28-2 Aroclor-1221 510 u 
11141-16-5 Aroclor-1232 510 u 
53469-21-9 Aroclor-1242 510 u 
12672-29-6 Aroclor-1248 510 u 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 510 U 
37324-23-5 Aroclor-1262 510 u 
11100-14-4 Aroclor-1268 510 u 

SOM01.2 (6/2007) 
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IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4 JBO 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No.: 37088 

Contract: EP-W-05-030 

Mod. Ref No.: SDG No.: B4J91 

Ma t r i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% Moisture: 

30.5 (g/mL) G 

Lab Sample ID: F1911-20A 

Lab F i l e ID: E2G8424F.D/E2G84 24R.D 

25 Decanted: (Y/N) N Date Received: 12/20/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/2007 

Concentrated E x t r a c t Volume: 10000 (uL) Date Analyzed: 01/05/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 1.0 

pH: GPC Cleanup:(Y/N) N 

Acid. Cleanup:(Y/N) Y 

7.2 S u l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q. 

12674-11-2 Aroclor-1016 43 U 

11104-28-2 Aroclor-1221 43 U 
11141-16-5 Aroclor-1232 43 U 
53469-21-9 Aroclor-1242 43 U 
12672-29-6 Aroclor-1248 43 U 
11097-69-1 Aroclor-1254 V % 
11096-82-5 Aroclor-1260 43 t-A 

u 37324-23-5 Aroclor-1262 43 u 
11100-14-4 Aroclor-1268 43 u 

r: M c i ) FP-0 M GL/:T6 0J>U 

SOM01.2 (6/2007) 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

ABLK2B 

Lab Name: MITKEM LABORATORIES EP-W-05-030 

Lab Code: MITKEM Case No.: 37088 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% Moisture: 

30.0 (g/mL) G 

Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: MB-34052 

Lab F i l e ID: 

Date Received 

SDG No.: B4J91 

E2G84 01F.D/E2G84 01R.D 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/05/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 

pH: 

1.0 

GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

Su l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 33 U 

11104-28-2 Aroclor-1221 33 U 

11141-16-5 Aroclor-1232 33 U 

534.69-21-9 Aroclor-1242 33 U 

12672-29-6 Aroclor-1248 33 u 
11097-69-1 Aroclor-1254 33 u 
11096-82-5 Aroclor-1260 33 u 
37324-23-5 Aroclor-1262 33 u 
11100-14-4 Aroclor-1268 33 u 

SOM01.2 (6/2007) 



IH - FORM I PEST 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4JA0MS(1) 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l 

% Moisture: 

30.4 (g/mL) G 

27 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No. B4J91 

F1911-10AMS 

E2G8486F.D 

12/20/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/06/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 

pH: 

8.0 

GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

6.8 S u l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q . 

12674-11-2 Aroclor-1016 1800 <r 11104-28-2 Aroclor-1221 360 u 
11141-16-5 Aroclor-1232 360 u 
53469-21-9 Aroclor-1242 360 u 
12672-29-6 Aroclor-1248 360 u 
11097-69-1 Aroclor-1254 18000 f 
11096-82-5 Aroclor-1260 12000 
37324-23-5 Aroclor-1262 360 u 
11100-14-4 ' Aroclor-1268 360 u 

SOM01.2 (6/2007) 



IH - FORM I PEST 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4JAOMSD(1) 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 

Ma t r i x : (SOIL/SED/WATER) SOIL 

Sample wt/vol 

% Moisture: 

30.3 (g/mL) G 

27 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No. B4J91 

F1911-10AMSD 

E2G8487F.D 

12/20/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/06/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 

pH: 

8.0 

GPC Cleanup:(Y/N) N 

Ac i d Cleanup:(Y/N) Y 

6.8 Su l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: U G/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 2500 zr 11104-28-2 Aroclor-1221 360 u 
11141-16--5 Aroclor-1232 360 u 
53469-21-9 Aroclor-1242 360 u 
12672-29-6 Aroclor-1248 360 u 
11097-69-1 Aroclor-1254 22000 

v— 11096-82-5 Aroclor-1260 15000 
37324-23-5 Aroclor-1262 360 u 
11100-14-4 Aroclor-1268 360 u 

\ 

\ 

SOM01.2 (6/2007) 
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IH - FORM I PEST 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

ALCS2B(1) 

Lab Name: MITKEM LABORATORIES EP-W-05-030 

Lab Code: MITKEM Case No.: 37088 

Matrix: (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% Moisture: 

30 (g/mL) G 

0.0 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: LCS-34052 

Lab F i l e ID: 

Date Received: 

SDG No.: B4J91 

E2G8439F.D 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/2007 

Concentrated E x t r a c t Volume: 10000 (uL) Date Analyzed: 01/05/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 

. PH: 

1.0 

GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

7.0 S u l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 J # 
11104-28-2 Aroclor-1221 33 U 
11141-16-5 Aroclor-1232 33 U 
53469-21-9 Aroclor-1242 33 u 
12672-29-6 Aroclor-1248 33 u 
11097-69-1 Aroclor-1254 33 u 
11096-82-5 Aroclor-1260 

37324-23-5 Aroclor-1262 33 u 
11100-14-4 Aroclor-1268 33 u 

* TP.^SFZmt> ***** a e / l ^ 'a LOf~ !J 

SOM01.2 (6/2007) 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4J91 

Lab Name: MITKEM LABORATORIES EP-W-05-030 

Lab Code: MITKEM Case No.: 37088 SDG No.: B4J91 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 30.1 (g/mL) G 

% Moisture: 17 Decanted: (Y/N) N 

E x t r a c t i o n : (Type) SONC 

Concentrated Extract Volume: 

Contract: 

Mod. Ref No.: 

Lab Sample ID: F1911-01A 

Lab F i l e ID: E2G8403F.D/E2G8403R.D 

Date Received: 12/20/2007 

Date Extracted: 12/27/2007 

10000 (uL) Date Analyzed: 01/05/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 1.0 

GPC Cleanup:(Y/N) N pH: 

Acid Cleanup:(Y/N) Y 

7.6 Su l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 40 U 

11104-28-2 Aroclor-1221 40 U 

11141-16-5 Aroclor-1232 40 u 
53469-21-9 Aroclor-1242 40 u 
12672-29-6 Aroclor-1248 40 u 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 40 u 
37324-23-5 Aroclor-1262 40 u 
11100-14-4 Aroclor-1268 40 u 

SOM01.2 (6/2007) 
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IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4 J92 

Lab Name: MITKEM LABORATORIES EP-W-05-030 

Lab Code: MITKEM Case N o . : 370c 

M a t r i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% M o i s t u r e : 

30.4 (g/mL) G 

Contract: 

Mod. Ref No.: 

Lab Sample ID: F1911-02A 

Lab F i l e ID: 

SDG No.: B4J91 

E2G84 63F.D/E2G84 63R.D 

32 Decanted: (Y/N) N Date Received: 12/20/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: ' 01/06/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 10.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

7.3 S u l f u r Cleanup: (Y/N) Y 

CAS NO. . COMPOUND 
CONCENTRATION UNITS: U G/ KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 480 U 
11104-28-2 Aroclor-1221 480 u 
11141-16-5 Aroclor-1232 480 u 
53469-21-9 Aroclor-1242 480 u 
12672-29-6 Aroclor-1248 480 u 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 480 u 
37324-23-5 Aroclor-1262 480 u 
11100-14-4 Aroclor-1268 480 u 

T£AMiFiF0£&£> FROM 6 ^ ^ 1 > t . 
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IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030 

Lab Code: MITKEM Case No.: 37088. Mod. Ref No.: 

EPA SAMPLE NO. 

B4J93 

SDG No.: B4J91 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample wt/vol 

% Moisture: 

30.1 (g/mL) G 

Lab Sample ID: F1911-03A 

Lab F i l e ID: E2G84 66F.D/E2G84 66R.D 

22 Decanted: (Y/N) N Date Received: 12/20/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/06/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 4.0 

pH: GPC Cleanup:(Y/N) . N 

Acid Cleanup:(Y/N) Y 

7.6 S u l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) — Q 

12674-11-2 Aroclor-1016 170 U 

11104-28-2 Aroclor-1221 170 U 

11141-16-5 Aroclor-1232 170 u 
53469-21-9 Aroclor-1242 170 u 
12672-29-6 Aroclor-1248 170 u 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 170 u 
37324-23-5 Aroclor-1262 170 u 
11100-14-4 Aroclor-1268 170 u 

¥ TRAMSFE £ fit G:S> f f o M rz L f X q 3 £>t-
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.IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

B4 J94 

EP-W-05-030 

Lab Code: MITKEM Case No. 37088 SDG No.: B4J91 

Matrix: (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% Moisture: 

30.5 (g/mL) G 

24 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: F1911-04A 

Lab F i l e ID: E2G8467F.D/E2G8467R.D 

Date Received: 12/20/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/06/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 4.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

7.4 Su l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 170 U 
11104-28-2 Aroclor-1221 170 U 

11141-16-5 Aroclor-1232 170 U 
53469-21-9 Aroclor-1242 170 U 
12672-29-6 Aroclor-1248 170 U 

11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 170 u 
37324-23-5 Aroclor-1262 170 u 
11100-14-4 Aroclor-1268 170 u 

SOM01.2 (6/2007) 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4 J95 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No.: 37088 

M a t r i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 30.2 (g/mL) G 

% Moisture: 25 Decanted: (Y/N) N 

E x t r a c t i o n : (Type) SONC 

Concentrated E x t r a c t Volume: 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 

pH: 

Contract: EP-W-05-030 

Mod. Ref No.: 

Lab Sample ID: F1911-05A 

Lab F i l e ID: 

Date Received: 12/20/2007 

Date Extracted: 12/27/2007 

10000 (uL) Date Analyzed: 

D i l u t i o n Factor 

SDG No. B4J91 

E2G84 07F.D/E2G84 07R.D 

01/05/2008 

1.0 

GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

7.4 S u l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 44 U 
11104-28-2 Aroclor-1221 44 U 
11141-16-5 Aroclor-1232 44 U 
53469-21-9 Aroclor-1242 44 U 
12672-29-6 Aroclor-1248 44 U 
11097-69-1 Aroclor-1254 410 
11096-82-5 Aroclor-1260 44 u 
37324-23-5 Aroclor-1262 44 u 
11100-14-4 Aroclor-1268 44 u 

SOM01.2 (6/2007) 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

B4J96 

Lab Code: MITKEM Case No. 37088 SDG No.: B4J91 

Ma t r i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l 

% Moisture: 

30.0 (g/mL) G 

36 Decanted: (Y/N) N 

Contract: EP-W-05-030 

Mod. Ref No.: 

Lab Sample ID: F1911-06A 

Lab F i l e ID: E2G8408F.D/E2G8408R.D 

Date Received: 12/20/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/05/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 1.0 

GPC Cleanup:(Y/N) N pH: 7.3 Su l f u r Cleanup: (Y/N) Y' 

Ac i d Cleanup:(Y/N) Y 

CAS NO. COMPOUND . 
CONCENTRATION UNITS: U G/ KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 52 U 
11104-28-2 Aroclor-1221 52 U 
11141-16-5 Aroclor-1232 52 U 
53469-21-9 Aroclor-1242 52 U 
12672-29-6 Aroclor-1248 52 U 
11097-69-1 Aroclor-1254 * * 
11096-82-5 Aroclor-1260 52 u 
37324-23-5 Aroclor-1262 52 u 
11100-14-4 Aroclor-1268 52 u 

SOM01.2 (6/2007) 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4J97 

Lab Name: MITKEM LABORATORIES EP-W-05-030 

Lab Code: MITKEM Case No.: 37088 

Matrix: (SOIL/SED/WATER) SOIL 

Sample wt / v o l 

% Moisture: 

30.2 (g/mL) G 

Contract: 

Mod. Ref No.: 

Lab Sample ID: F1911-07A 

Lab F i l e ID: 

SDG No.: B4J91 

E2G8 4 68F.D/E2G84 68R.D 

24 Decanted: (Y/N) N Date Received: 12/20/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/2007 

Concentrated E x t r a c t Volume: 10000 (uL) Date Analyzed: 01/06/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 5.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

7.2 S u l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) — Q 

12674-11-2 Aroclor-1016 220 U 

11104-28-2 Aroclor-1221 220 U 

11141-16-5 Aroclor-1232 220 U 

53469-21-9 Aroclor-1242 220 U 

12672-29-6 Aroclor-1248 220 U 

11097-69-1 Aroclor-1254 v r it 
11096-82-5 Aroclor-1260 220 U 

37324-23-5 Aroclor-1262 220 u 
11100-14-4 Aroclor-1268 220 u 

SOM01.2 (6/2007) 



IH - FORM I ARO 

AROCLOR ,ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4 J98 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 

Ma t r i x : (SOIL/SED/WATER) SOIL 

Sample wt/vol 

% Moisture: 

30.3 (g/mL) G 

16 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No.: B4J91 

F1911-08A 

E2G8410F.D/E2G8410R.D 

12/20/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/05/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 

pH: 

1.0 

GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

6.9 Su l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 39 U 

11104-28-2 Aroclor-1221 39 u 
11141-16-5 Aroclor-1232 39 ' u 
53469-21-9 Aroclor-1242 39 u 
12672-29-6 Aroclor-1248 39 u 
11097-69-1 Aroclor-1254 h Coo - a w L- • 11096-82-5 Aroclor-1260 39 u 
37324.-23-5 Aroclor-1262 39 u 
11100-14-4 Aroclor-1268 39 u 

SOM01.2 (6/2007) 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4 J99 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 

Matrix: (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% Moisture: 

30.3 (g/mL) G 

24 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No. B4J91 

F1911-09A 

12/20/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/06/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 

pH: 

10. 0 

GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

7.4 S u l f u r Cleanup: (Y/N) Y 

E2G84 69F.D/E2G84 69R.D 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 430 U 
11104-28-2 Aroclor-1221 430 u 
11141-16-5 Aroclor-1232 430 u 
53469-21-9 Aroclor-1242 430 u 
12672-29-6 Aroclor-1248 430 u 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 430 u 
37324-23-5 Aroclor-1262 430 u 
11100-14-4 Aroclor-1268 430 u 

SOM01.2 (6/2007) 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

B4 JAO 

Lab Code: MITKEM Case No. 37088 SDG No. 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample wt / v o l 

% Moisture: 

30.2 (g/mL) G 

27 Decanted: (Y/N) N 

Contract: EP-W-05-030 

Mod. Ref No.: 

Lab Sample ID: F1911-10A 

Lab F i l e ID: E2G8470F.D/E2G8470R.D 

Date Received: 12/20/2007 

B4J91 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/06/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 8.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

6.8 S u l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: U G/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 360 U 
11104-28-2 Aroclor-1221 360 U 
11141-16-5 Aroclor-1232 360 U 
53469-21-9 Aroclor-1242 360 U 
12672-29-6 Aroclor-1248 360 u 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 360 u 
37324-23-5 Aroclor-1262 360 u 
11100-14-4 Aroclor-1268 360 u 

W T A A N s re e F£o M BUJAO J> U 

SOM01.2 (6/2007) 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4JA1 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No.: 370 SDG No.: B4J91 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 30.0 (g/mL) G 

% Moisture: 15 Decanted: (Y/N) N 

E x t r a c t i o n : (Type) SONC 

Concentrated Extract Volume: 

Contract: EP-W-05-030 

Mod. Ref No.: 

Lab Sample ID: F1911-11A 

Lab F i l e ID: E2G8415F.D/E2G8415R.D 

Date Received: 12/20/2007 

Date Extracted: 12/27/2007 

10000 (uL) Date Analyzed: 01/05/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 1.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

6.7 S u l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 39 U 
11104-28-2 Aroclor-1221 39 U 
11141-16-5 Aroclor-1232 39 U 
53469-21-9 Aroclor-1242 39 u 
12672-29-6 Aroclor-1248 39 u 
11097-69-1 Aroclor-1254 -1300-
11096-82-5 Aroclor-1260 39 u 
37324-23-5 Aroclor-1262 39 u 
11100-14-4 Aroclor-1268 39 u 

SOM01.2 (6/2007) 

f a <j 4 *f 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4JA2 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample wt / v o l 

% Moisture: 

30.4 (g/mL) 

34 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No.: B4J91 

F1911-12A 

E2G8 471F.D/E2G8 4 71R.D 

12/20/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/200"7 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/06/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 

GPC Cleanup:(Y/N) N pH: 5 

Acid Cleanup:(Y/N) Y 

4.0 

S u l f u r C l e a n u p : (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
( u g / L o r ug /Kg) Q 

12674-11-2 A r o c l o r - 1 0 1 6 200 U 
11104-28-2 A r o c l o r - 1 2 2 1 200 u 
11141-16-5 A r o c l o r - 1 2 3 2 200 u 
53469-21 -9 A r o c l o r - 1 2 4 2 200 u 
12672-29-6 A r o c l o r - 1 2 4 8 200 u 
1 1 0 9 7 - 6 9 - 1 A r o c l o r - 1 2 5 4 \<%ODO 1 1 0 0 0 

11096-82-5 A r o c l o r - 1 2 6 0 200 u 
37324-23-5 A r o c l o r - 1 2 6 2 200 u 
11100-14-4 A r o c l o r - 1 2 6 8 200 u 

SOM01.2 (6/2007) 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4 JA3 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l 

% Moisture: 

30.2 (g/mL) 

35 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No. B4J91 

F1911-13A 

12/20/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/06/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 

GPC Cleanup:(Y/N) N . pH: 

Acid Cleanup:(Y/N) Y 

1.0 

5 .5 S u l f u r C leanup : (Y/N) Y 

E2G8452F.D/E2G8452R.D 

CAS NO. COMPOUND 
CONCENTRATION UNITS: 0G/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 50 u zr 
11104-28-2 Aroclor-1221 50 U J 

11141-16-5 Aroclor-1232 50 o J 
53469-21-9 Aroclor-1242 50 o T 
12672-29-6 Aroclor-1248 50 u X 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 50 U y 
37324-23-5 Aroclor-1262 50 u T 
11100-14-4 Aroclor-1268 50 u T 

SOM01.2 (6/2007) 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

Lab Name: MITKEM LABORATORIES Contract: EP-W-05-030 

Lab Code: MITKEM Case No.: 37088 Mod. Ref No.: 

EPA SAMPLE NO. 

B4JA4 

SDG No.: B4J91 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 30.5 (g/mL) G 

Lab Sample ID: F1911-14A 

Lab F i l e ID: E2G84 72F.D/E2G8 472R.D 

Moisture: 34 Decanted: (Y/N) N Date Received: 12/20/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/06/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 2.0 

. pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

6.8 S u l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 98 U 

11104-28-2 Aroclor-1221 98 U 

11141-16-5 Aroclor-1232 98 U 

53469-21-9 Aroclor-1242 98 U 

12672-29-6 Aroclor-1248 98 U 

11097-69-1 Aroclor-1254 lOODO -?100' 
11096-82-5 Aroclor-1260 98 u 
37324-23-5 Aroclor-1262 98 u 
11100-14-4 Aroclor-1268 98 u 

SOM01.2 (6/2007) 

a t LM 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4JA5 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No.: 370? 

Ma t r i x : (SOIL/SED/WATER) SOIL 

Sample wt / v o l 

% Moisture: 

30.1 (g/mL) G 

21 Decanted: (Y/N) N 

Contract: 

Mod. Ref No.: 

Lab Sample ID: 

Lab F i l e ID: 

Date Received: 

EP-W-05-030 

SDG No. B4J91 

F1911-15A 

E2G8419F.D/E2G8419R.D 

12/20/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/05/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 

pH: 

1.0 

GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

7.1 Sul f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
( u g / L o r u g / K g ) Q 

12674-11-2 A r o c l o r - 1 0 1 6 42 U 

11104-28-2 A r o c l o r - 1 2 2 1 42 u 
11141-16-5 A r o c l o r - 1 2 3 2 42 u 
53469-21 -9 A r o c l o r - 1 2 4 2 42 u 
12672-29 -6 A r o c l o r - 1 2 4 8 42 u 
1 1 0 9 7 - 6 9 - 1 A r o c l o r - 1 2 5 4 1 Co© ̂ m— t * it 
11096-82-5 A r o c l o r - 1 2 6 0 42 u 
37324-23-5 A r o c l o r - 1 2 6 2 42 u 
11100-14-4 A r o c l o r - 1 2 6 8 42 u 

SOM01.2 (6/2007) 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4JA6 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No. 37088 SDG No.: B4J91 

Matr i x : (SOIL/SED/WATER) SOIL 

Sample wt/vol 

% Moisture: 

30.5 (g/mL) G 

41 Decanted: (Y/N) N 

Contract: EP-W-05-030 

Mod. Ref No.: 

Lab Sample ID:. F1911-16A 

Lab F i l e ID: E2G8420F.D/E2G8420R. D 

Date Received: 12/20/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/05/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 1.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

7.0 S u l f u r Cleanup: (Y/N) Y 

J 
CAS NO. COMPOUND 

CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 55 u 
11104-28-2 Aroclor-1221 55 u 
11141-16-5 Aroclor-1232 55 u 
53469-21-9 Aroclor-1242 340 * ZT 
12672-29-6 Aroclor-1248 55 u 
11097-69-1 Aroclor-1254 390 

11096-82-5 Aroclor-1260 55 u 
37324-23-5 Aroclor-1262 55 u 
11100-14-4 Aroclor-1268 55 u 

SOM01.2 (6/2007) 

B 1 £51 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4 JA7 

Lab Name: MITKEM LABORATORIES EP-W-05-030 

Lab Code: MITKEM Case No.: 370c 

M a t r i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% Moisture: 

30.4 (g/mL) G 

Contract: 

Mod. Ref No.: 

Lab Sample ID: F1911-17A 

Lab F i l e . I D : 

SDG No.: B4J91 

E2G84 73F.D/E2G8473R. D 

25 Decanted: (Y/N) N Date Received: 12/20/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/2007 

Concentrated Extract Volume: 10000 (uL) Date Analyzed: 01/06/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 2.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

7.2 Su l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 87 U 

11104-28-2 Aroclor-1221 87 u 
11141-16-5 Aroclor-1232 87 u 
53469-21-9 Aroclor-1242 

12672-29-6 Aroclor-1248 87 u 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 87 u 
37324-23-5 Aroclor-1262 87 u 
11100-14-4 Aroclor-1268 87 u 

SOM01.2 (6/2007) 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 
EPA SAMPLE NO. 

Lab Name: MITKEM LABORATORIES 

B4JA8 

EP-W-05-030 

Lab Code: MITKEM Case No.: 37088 

Ma t r i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 30.0 (g/mL) G 

Contract: 

Mod. Ref No.: 

Lab Sample ID: F1911-18A 

Lab F i l e ID: 

SDG No.: B4J91 

E2G8 474F.D/E2G8474R.D 

% Moisture: 27 Decanted: (Y/N) N Date Received: 12/20/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/2007 

Concentrated E x t r a c t Volume: 10000 (uL) Date Analyzed: 01/06/200c 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 2.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

7.1 Sul f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: U G/ KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 90 U 
11104-28-2 Aroclor-1221 90 U 
11141-16-5 Aroclor-1232 90 u 
53469-21-9 Aroclor-1242 

12672-29-6 Aroclor-1248 90 u 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 90 u 
37324-23-5 Aroclor-1262 90 u 
11100-14-4 Aroclor-1268 90 u 

# Tl*ht$Fed£rs f f l oM 6 W A S D L 

SOM01.2 (6/2007) 

ra 4 - 5 C 



IH - FORM I ARO 

AROCLOR ORGANICS ANALYSIS DATA SHEET 

EPA SAMPLE NO. 

B4JA9 

Lab Name: MITKEM LABORATORIES 

Lab Code: MITKEM Case No.: 37088 

Contract: 

Mod. Ref No. 

EP-W-05-030 

SDG No.: B4J91 

Ma t r i x : (SOIL/SED/WATER) SOIL 

Sample w t / v o l : 

% Moisture: 

Lab Sample ID: F1911-19A 

30.1 (g/mL) G Lab F i l e ID: E2G8475F.D/E2G8475R.D 

24 Decanted: (Y/N) N Date Received: 12/20/2007 

E x t r a c t i o n : (Type) SONC Date Extracted: 12/27/2007 

Concentrated E x t r a c t Volume: 10000 (uL) Date Analyzed: 01/06/2008 

I n j e c t i o n Volume: 1.0 (uL) GPC Factor: 1.00 D i l u t i o n Factor: 4.0 

pH: GPC Cleanup:(Y/N) N 

Acid Cleanup:(Y/N) Y 

7.2 S u l f u r Cleanup: (Y/N) Y 

CAS NO. COMPOUND 
CONCENTRATION UNITS: UG/KG 
(ug/L or ug/Kg) Q 

12674-11-2 Aroclor-1016 170 U 

11104-28-2 Aroclor-1221 170 U 

11141-16-5 Aroclor-1232 170 u 
53469-21-9 Aroclor-1242 170 u 
12672-29-6 Aroclor-1248 170 u 
11097-69-1 Aroclor-1254 

11096-82-5 Aroclor-1260 170 u 
37324-23-5 Aroclor-1262 170 u 
11100-14-4 Aroclor-1268 170 u 

V£ t i ^ HS FE FJ20AA S ^ X A ^ Dl 

SOM01.2 (6/2007) 

G9 4 a c 
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Functional Guidelines for Evaluating Organic Analysis 

CASE No.:37088 
LABORATORY: MITKEM 
SAMPLER: W-RST 

SDG No.: B4J91 
SITE: Corrnell Dubilier 
ANALYSIS: PCB 

DATA ASSESSMENT 

The current SOP HW-37 (Revision 1) August 2007, USEPA Region II Data Validation SOP for Statement 
of Work SOM01.2 for evaluating organic data have been applied. 

All data are valid and acceptable except those analytes rejected "R"(unusable). Due to the detection of 
QC problems, some analytes may have the " J " (estimated), "N"(presumptive evidence for the 
presence of the material), "U" (non-detect) or "JN" (presumptive evidence for the presence of the 
material at an estimated value) flag. All action is detailed on the attached sheets. 

The "R" flag means that the associated value is unusable. In other words, significant data bias is 
evident and the reported analyte concentration is unreliable. 

Reviewer's 
Signature: Vyomesh Parekh Date: February /13/2008 

Peer Reviewer's 
Signature: Date: cZ / />/2008 

Verified By: 
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SDG#B4J91 

1. HOLDING TIME: 

The amount of an analyte in a sample can change with time due to chemical instability, degradation, 
volatilization, etc. If the specified holding time is exceeded, the data may not be valid. Those analytes 
detected in the samples whose holding time has been exceeded will be qualified as estimated, " J " . 
The non-detects (sample quantitation limits) will be flagged as estimated, " J " , or unusable, "R", if the 
holding times are grossly exceeded. 

The following action was taken in the samples and analytes shown due to excessive holding time. 

No problems found for this qualification. 

2. SURROGATES 

All samples are spiked with surrogate compounds prior to sample preparation to evaluate overall 
laboratory performance and efficiency of the analytical technique. If the measured surrogate 
concentrations were outside contract specifications, qualifications were applied to the samples and 
analytes as shown below. 

The following Aroclor samples have surrogate percent recoveries that are greater than 200% 
Detected compounds are qualified J. Nondetected compounds are not qualified. 

Decachlorobiphenyl B4J97 

Aroclor-1016, Aroclor-1221, Aroclor-1232, Aroclor-1242, Aroclor-1248, Aroclor-1254, Aroclor-1260, 
Aroclor-1262, Aroclor-1268 

The following aroclor samples have surrogate percent recoveries which exceed the primary maximum 
criteria but are less than or equal to the expanded maximum criteria. Detected compounds are 
qualified J. Nondetected compounds are not qualified. 

Decachlorobiphenyl 64J93 

Aroclor-1016, Aroclor-1221, Aroclor-1232, Aroclor-1242, Aroclor-1248, Aroclor-1254, Aroclor-1260, 
Aroclor-1262, Aroclor-1268 

The following aroclor samples have surrogate percent recoveries less than the expanded minimum 
criteria but greater than or equal to 10%. Detected compounds are qualified J. Nondetected 
compounds are qualified UJ. 

Decachlorobiphenyl B4JA3 

Aroclor-1016, Aroclor-1221, Aroclor-1232, Aroclor-1242, Aroclor-1248, Aroclor-1254, Aroclor-1260, 
Aroclor-1262, Aroclor-1268 
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3. MATRIX SPIKE/SPIKE DUPLICATE, MS/MSD: 

The relative percent difference (RPD) between the following aroclor matrix spike and matrix spike 
duplicate recoveries is outside criteria. Detected compounds are qualified J. Nondetected 
compounds are not qualified. 

Aroclor-1260 B4JA0, B4JA0MS, B4JA0MSD 

Aroclor-1016 B4JA0, B4JA0MS, B4JA0MSD 

The following Aroclor matrix/matrix spike duplicate samples have percent recoveries that are greater 
than the upper acceptance limit Detected compounds are qualified J. Nondetected compounds are 
not qualified. 

Aroclor-1260 B4JA0, B4JA0MS, B4JA0MSD 

Aroclor-1016 B4JA0, B4JA0MS, B4JA0MSD 

4. Laboratory Control Samples (LCS): 

The LCSs data provides information on the accuracy of the analytical method and laboratory 
performance. If LCS recoveries fell outside of the acceptable limits, qualifications were 
applied to the associated samples and compounds as shown below. 

No problems found for this qualification. 

5. BLANK CONTAMINATION: 

Quality assurance (QA) blanks, i.e., method, field, or rinse blanks are prepared to identify any 
contamination, which may have been introduced into the samples during sample preparation or field 
activity. Method blanks measure laboratory contamination. Field and rinse blanks measure cross-
contamination of samples during field operations. Depending on the concentration of the analyte in 
the blank, the analytes are qualified as non-detects U. 

The following analytes in the sample shown were qualified with "U" for these reasons: 

A) Method blank contamination: 

No problems found for this qualification. 

B) Field or rinse blank contamination: 

Not applicable. 

6. CALIBRATION: 

Satisfactory instrument calibration is established to ensure that the instrument is capable of 
producing acceptable quantitative data. An initial calibration demonstrates that the instrument 
is capable of giving acceptable performance at the beginning of an experimental sequence. 
The continuing calibration checks document that the instrument is givinq satisfactorv dailv 
performance. ' ' 
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A) Percent Relative Standard Deviation (%RSD) and Percent Difference (%D): 

For the PCB fraction, if %RSD exceeds 20% for all analytes and the two surrogates, qualify all 
associated positive results " J " and non-detects "UJ". 

For opening CCV, or closing CCV that is used as an opening CCV for the next 12-hour period, if 
%D exceeds 15% for analytes and the two surrogates, qualify all associated positive results " J " 
and non-detects "UJ" . 

For closing CCV, if %D exceeds 50% for all analytes and the two surrogates, qualify all 
associated positive results " J " and non-detects "UJ" . 

The following analytes in the sample shown were qualified for %RSD and %D: 

The following aroclor samples are associated with an opening CCV that is not.analyzed at the correct 
frequency. Detected compounds are qualified J. 

Aroclor-1242 B4JA6 

7. COMPOUND IDENTIFICATION: 

A) PCB Fraction: 

The retention times of reported compounds must fall within the calculated retention time windows for 
the two chromatographic columns and a GC/MS confirmation is required if the concentration exceeds 
10ng/ml in the final sample extract. 

The following aroclor samples have percent differences between analyte results in the range of 26-
70%. Detected compounds are qualified J, Nondetected compounds are not qualified. 

Aroclor-1254 B4J93, B4J95 

Aroclor-1242 B4JA6, B4JA8 

Aroclor-1260 ALCS2B 

7. CONTRACT PROBLEMS NON-COMPLIANCE: 

8. FIELD DOCUMENTATION: 

9. OTHER PROBLEMS: 

Aroclor, other than those reported may be present in some of the samples. 

10. This package contains re-extracted, re-analyzed or dilution runs. Upon reviewing the QA 
results, the following Form 1(s) are identified NOT to be used. 

B4J91DL, B4J92DL, B4J93DL, B4J96DL, B4J97DL, B4JA1DL, B4JA4DL, B4JA4DL, B4JA5DL, 
B4JA9DL, B4JB0DL, B4JA3DL, B4J98DL, B4J94DL, B4J99DL, B4JA0DL, B4JA2DL, B4JA7DL, 
B4JA8DL, B4JA0MSD 
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Functional Guidelines for Evaluating Organic Analysis 

CASE No.:37088 
LABORATORY: MITKEM 
SAMPLER: W-RST 

SDG No.: B4JH2 
SITE: Corrnell Dubilier 
ANALYSIS: PCB 

DATA ASSESSMENT 

The current SOP HW-37 (Revision 1) August 2007, USEPA Region II Data Validation SOP for Statement 
of Work SOM01.2 for evaluating organic data have been applied. 

All data are valid and acceptable except those analytes rejected "R"(unusable). Due to the detection of 
QC problems, some analytes may have the " J " (estimated), "N"(presumptive evidence for the 
presence of the material), "U" (non-detect) or "JN" (presumptive evidence for the presence of the 
material at an estimated value) flag. All action is detailed on the attached sheets. 

The "R" flag means that the associated value is unusable. In other words, significant data bias is 
evident and the reported analyte concentration is unreliable. 

Reviewer's 
Signature: Vyomesh Parekh Date: February /13/2008 

Peer Reviewer's 
Signature: Date: 3- / / ^/2008 
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SDG# B4JH2 

1. HOLDING TIME: 

The amount of an analyte in a sample can change with time due to chemical instability, degradation, 
volatilization, etc. If the specified holding time is exceeded, the data may not be valid. Those analytes 
detected in the samples whose holding time has been exceeded will be qualified as estimated, " J " . 
The non-detects (sample quantitation limits) will be flagged as estimated, " J " , or unusable, "R", if the 
holding times are grossly exceeded. 

The following action was taken in the samples and analytes shown due to excessive holding time. 

No problems found for this qualification. 

2. SURROGATES 

All samples are spiked with surrogate compounds prior to sample preparation to evaluate overall 
laboratory performance and efficiency of the analytical technique. If the measured surrogate 
concentrations were outside contract specifications, qualifications were applied to the samples and 
analytes as shown below. 

The following aroclor samples have surrogate percent recoveries less than the expanded minimum 
criteria. Detected compounds are qualified J. Nondetected compounds are qualified UJ. 

Decachlorobiphenyl B4JH8MS. 

Aroclor-1016, Aroclor-1221, Aroclor-1232, Aroclor-1242, Aroclor-1248, Aroclor-1254, Aroclor-
1260, Aroclor-1262, Aroclor-1268 

3. MATRIX SPIKE/SPIKE DUPLICATE, MS/MSD: 

The relative percent difference (RPD) between the following aroclor matrix spike and matrix spike 
duplicate recoveries is outside criteria. Detected compounds are qualified J. Nondetected 
compounds are not qualified. 

Aroclor-1016 B4JH8, B4JH8MS, B4JH8MSD 

The following Aroclor matrix/matrix spike duplicate samples have percent recoveries that are 
greater than the upper acceptance limit Detected compounds are qualified J. Nondetected 
compounds are not qualified. 

Aroclor-1260 B4JH8, B4JH8MS, B4JH8MSD 

Aroclor-1016 B4JH8, B4JH8MS, B4JH8MSD 

4. Laboratory Control Samples (LCS): 

The LCSs data provides information on the accuracy of the analytical method and laboratory 
performance. If LCS recoveries fell outside of the acceptable limits, qualifications were 
applied to the associated samples and compounds as shown below. 
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No problems found for this qualification 

5. BLANK CONTAMINATION: 

Quality assurance (QA) blanks, i.e., method, field, or rinse blanks are prepared to identify any 
contamination, which may have been introduced into the samples during sample preparation or field 
activity. Method blanks measure laboratory contamination. Field and rinse blanks measure cross-
contamination of samples during field operations. Depending on the concentration of the analyte in 
the blank, the analytes are qualified as non-detects U. 

The following analytes in the sample shown were qualified with "U" for these reasons: 

A) Method blank contamination: 

No problems found for this qualification. 

B) Field or rinse blank contamination: 

Not applicable. 

6. CALIBRATION: 

Satisfactory instrument calibration is established to ensure that the instrument is capable of 
producing acceptable quantitative data. An initial calibration demonstrates that the instrument 
is capable of giving acceptable performance at the beginning of an experimental sequence. 
The continuing calibration checks document that the instrument is givinq satisfactory dailv 
performance. - ' 

A) Percent Relative Standard Deviation (%RSD) and Percent Difference (%D): 

For the PCB fraction, if %RSD exceeds 20% for all analytes and the two surrogates, qualify all 
associated positive results " J " and non-detects "UJ". 

For opening CCV, or closing CCV that is used as an opening CCV for the next 12-hour period, if 
%D exceeds 15% for analytes and the two surrogates, qualify all associated positive results " J " 
and non-detects "UJ". 

For closing CCV, if %D exceeds 50% for all analytes and the two surrogates, qualify all 
associated positive results " J " and non-detects "UJ" . 

The following analytes in the sample shown were qualified for %RSD and %D: 

No problems found for this qualification. 

7. COMPOUND IDENTIFICATION: 

A) PCB Fraction: 

The retention times of reported compounds must fall within the calculated retention time windows for 
the two chromatographic columns and a GC/MS confirmation is required if the concentration exceeds 
10ng/ml in the final sample extract. 



ATTACHMENT 1 
SOM01.2/Aroclors 
SOP NO. HW-37 Page 4 of 4 

The following aroclor samples have percent differences between analyte results in the range of 26-
70%. Detected compounds are qualified J. Nondetected compounds are not qualified. 

Aroclor-1254 B4JH2, B4JH3, B4JJ0DL, B4JK0DL 

The following aroclor samples have percent differences between analyte results in the range of 71-
100%. Detected compounds are qualified J. Nondetected compounds are not qualified. 

Aroclor-1254 B4JJ0 

8. CONTRACT PROBLEMS NON-COMPLIANCE: 

9. FIELD DOCUMENTATION: 

10. OTHER PROBLEMS: 

Aroclor, other than those reported may be present in some of the samples. 

11. This package contains re-extracted, re-analyzed or dilution runs. Upon reviewing the QA 
results, the following Form 1(s) are identified NOT to be used. 

B4JH2DL, B4JH3DL, B4JH4DL, B4JH5DL, B4JH6DL, B4JH7DL, B4JH8DL, B4JH9DL, B4JJ0DL, 
B4JJ1DL, B4JJ3DL, B4JJ4DL, B4JJ5DL, B4JJ6DL, B4JJ7DL, B4JJ8DL, B4JJ9DL, B4JK0DL, 
B4JK2DL, B4JK9DL, 



ATTACHMENT 1 
SOM01.2/Aroclors 
SOP NO. HW-37 Page 1 of 4 

Functional Guidelines for Evaluating Organic Analysis 

CASE No.:37088 
LABORATORY: MITKEM 
SAMPLER: W-RST 

SDG No.: B4JE5 
SITE: Corrnell Dubilier 
ANALYSIS: PCB 

DATA ASSESSMENT 

The current SOP HW-37 (Revision 1) August 2007, USEPA Region II Data Validation SOP for Statement 
of Work SOM01.2 for evaluating organic data have been applied. 

All data are valid and acceptable except those analytes rejected "R"(unusable). Due to the detection of 
QC problems, some analytes may have the " J " (estimated), "N"(presumptive evidence for the 
presence of the material), "U" (non-detect) or "JN" (presumptive evidence for the presence of the 
material at an estimated value) flag. All action is detailed on the attached sheets. 

The "R" flag means that the associated value is unusable. In other words, significant data bias is 
evident and the reported analyte concentration is unreliable. 

Reviewer's 
Signature: Vyomesh Parekh Date: February /13 /2008 

Peer Reviewer's 
Signature: Date: -2- , / 3 /2008 
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SDG#B4JE5 

1. HOLDING TIME: 

The amount of an analyte in a sample can change with time due to chemical instability, degradation, 
volatilization, etc. If the specified holding time is exceeded, the data may not be valid. Those analytes 
detected in the samples whose holding time has been exceeded will be qualified as estimated, " J " . 
The non-detects (sample quantitation limits) will be flagged as estimated, " J " , or unusable, "R", if the 
holding times are grossly exceeded. 

The following action was taken in the samples and analytes shown due to excessive holding time. 

No problems found for this qualification. 

2. SURROGATES 

All samples are spiked with surrogate compounds prior to sample preparation to evaluate overall 
laboratory performance and efficiency of the analytical technique. If the measured surrogate 
concentrations were outside contract specifications, qualifications were applied to the samples and 
analytes as shown below. 

No problems found for this qualification. 

3. MATRIX SPIKE/SPIKE DUPLICATE, MS/MSD: 

The relative percent difference (RPD) between the following aroclor matrix spike and matrix spike 
duplicate recoveries is outside criteria. Detected compounds are qualified J. Nondetected 
compounds are not qualified. 

Aroclor-1260 B4JE5, B4JE5MS, B4JE5MSD 

Aroclor-1060 B4JE5, B4JE5MS, B4JE5MSD 

The following Aroclor matrix/matrix spike duplicate samples have percent recoveries that are greater 
than the upper acceptance limit Detected compounds are qualified J. Nondetected compounds are 
not qualified. 

Aroclor-1260 B4JE5, B4JE5MS, B4JE5MSD 

Aroclor-1016 B4JE5, B4JE5MS, B4JE5MSD 

4. Laboratory Control Samples (LCS): 

The LCSs data provides information on the accuracy of the analytical method and laboratory 
performance. If LCS recoveries fell outside of the acceptable limits, qualifications were 
applied to the associated samples and compounds as shown below. 

No problems found for this qualification. 
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5. BLANK CONTAMINATION: 

Quality assurance (QA) blanks, i.e., method, field, or rinse blanks are prepared to identify any 
contamination, which may have been introduced into the samples during sample preparation or field 
activity. Method blanks measure laboratory contamination. Field and rinse blanks measure cross-
contamination of samples during field operations. Depending on the concentration of the analyte in 
the blank, the analytes are qualified as non-detects U. 

The following analytes in the sample shown were qualified with "U" for these reasons: 

A) Method blank contamination: 

No problems found for this qualification. 

B) Field or rinse blank contamination: 

Not applicable. 

6. CALIBRATION: 

Satisfactory instrument calibration is established to ensure that the instrument is capable of 
producing acceptable quantitative data. An initial calibration demonstrates that the instrument 
is capable of giving acceptable performance at the beginning of an experimental sequence. 
The continuing calibration checks document that the instrument is giving satisfactory daily 
performance. 

A) Percent Relative Standard Deviation (%RSD) and Percent Difference (%D): 

For the PCB fraction, if %RSD exceeds 20% for all analytes and the two surrogates, qualify all 
associated positive results " J " and non-detects "UJ". 

For opening CCV, or closing CCV that is used as an opening CCV for the next 12-hour period, if 
%D exceeds 15% for analytes and the two surrogates, qualify all associated positive results " J " 
and non-detects "UJ" . 

For closing CCV, if %D exceeds 50% for all analytes and the two surrogates, qualify all 
associated positive results " J " and non-detects "UJ" . 

The following analytes in the sample shown were qualified for %RSD and %D: 

The following aroclor samples are associated with an opening CCV that is not analyzed at the correct 
frequency. Detected compounds are qualified J. 

Aroclor-1254 B4JE5, B4JE5DL,B4JF3,B4JF3DL, B4JF4, B4JF4DL, B4JF5, B4JF5DL B4JF6 
B4JF6DL, B4JF7, B4JF7DL, B4JF8, B4JF8DL, B4JF9, B4JF9DL, B4JG0, B4JG0DL B4JG1 ' 
B4JG1DL, B4JG2, B4JG2DL, B4JG3, B4JG3DL, B4JG4, B4JG4DL, B4JG5, B4JG5DL B4JG6 
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B4JG6DL, B4JG7, B4JG7DL, B4JG8, B4JG8DL, B4JG9, B4JH0, B4JH0DL, B4JH1, B4JE5MS, 
B4JE5MSD,. 

7. COMPOUND IDENTIFICATION: 

A) PCB Fraction: 

The retention times of reported compounds must fall within the calculated retention time windows for 
the two chromatographic columns and a GC/MS confirmation is required if the concentration exceeds 
10ng/ml in the final sample extract. 

The following aroclor samples have percent differences between analyte results in the range of 26-
70%. Detected compounds are qualified J. 

Aroclor-1254 B4JE5DL, B4JE5MSD, B4JF3, B4JF3DL, B4JF4, B4JF4DL, B4JF5DL, B4JF6, 
B4JF6DL, B4JF7, B4JF7DL, B4JF8DL, B4JF9, B4JF9DL, B4JG0DL, B4JG1DL, B4JG2, B4JG3, 
B4JG3DL, B4JG4DL, B4JG6DL, B4JG9, B4JH0, B4JH0DL 

Aroclor-1016 B4JE5MSD 

The following aroclor samples have percent differences between analyte results in the range of 101 -
200%. Detected compounds are qualified J. 

Aroclor-1016 B4JE5MS 

Aroclor-1254 B4JG4 

8. CONTRACT PROBLEMS NON-COMPLIANCE: 

9. FIELD DOCUMENTATION: 

10. OTHER PROBLEMS: 

Aroclor other than those reported may be present in some of the samples. 

11. This package contains re-extracted, re-analyzed or dilution runs. Upon reviewing the OA 
results, the following Form 1(s) are identified NOT to be used. 

B4JE5DL,B4JF3DL,B4JF4DL,B4JF5DL,B4JF6DL,B4JF7DL,B4JF8DL,B4JF9DL,B4JG0DL, 
B4JG1DL, B4JG2DL, B4JG3DL, B4JG4DL,B4JG5DL, B4JG6DL, B4JG7DL, B4JG8DL, B4JH0DL 
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INTRODUCTION 

Scope and A p p l i c a b i l i t y 

. This SOP o f f e r s d e t a i l e d guidance i n e v a l u a t i n g l a b o r a t o r y 
data generated according t o the method i n the "USEPA Contract 
Laboratory Program Statement of Work f o r Organics Analysis M u l t i -
Media, M u l t i - C o n c e n t r a t i o n , SOM01.2, February 2007". The 
v a l i d a t i o n procedures and ac t i o n s discussed i n t h i s document are 
based on the requirements set f o r t h i n the "USEPA Contract 
Laboratory Program N a t i o n a l Functional Guidelines f o r Superfund 
Organic Methods Data Review, J u l y 2007". This document attempts 
t o cover t e c h n i c a l problems s p e c i f i c t o low/Medium concentration 
of A r o c l o r compounds. S i t u a t i o n s may a r i s e where data l i m i t a t i o n s 
must be assessed based on the reviewer's own p r o f e s s i o n a l 
judgement. 

I n a d d i t i o n t o t e c h n i c a l requirements, c o n t r a c t u a l requirements 
may also be covered i n t h i s document. While i t i s important t h a t 
instances of co n t r a c t non-compliance be addressed i n the Data 
Assessment, the t e c h n i c a l c r i t e r i a are always used t o q u a l i f y the 
a n a l y t i c a l data. 

Summary 

To ensure a thorough e v a l u a t i o n of each r e s u l t i n a data 
case, the reviewer must complete the c h e c k l i s t w i t h i n t h i s SOP, 
answering s p e c i f i c questions w h i l e performing the prescribed 
"ACTIONS" i n each s e c t i o n . Q u a l i f i e r s (or f l a g s ) are applied t o 
questionable or unusable r e s u l t s as i n s t r u c t e d . The data 
q u a l i f i e r s discussed i n t h i s document are as f o l l o w s : 

Data Q u a l i f i e r s 

U - The analyte was analyzed f o r , but was not detected 
above the re p o r t e d sample q u a n t i t a t i o n l i m i t . 

J - The analyte was p o s i t i v e l y i d e n t i f i e d ; the associated 
numerical value i s the approximate c o n c e n t r a t i o n of the 
analyte i n the sample. 

N - The anal y s i s i n d i c a t e s the presence of an analyte f o r 
which there i s presumptive evidence t o make a 
" t e n t a t i v e i d e n t i f i c a t i o n . " 

JN - The analysis i n d i c a t e s the presence of an analyte t h a t 
has been " t e n t a t i v e l y i d e n t i f i e d " and the associated 
numerical value represents i t s approximate 
concentration. 

1 



UJ - The analyte was not detected above the reported sample 
q u a n t i t a t i o n l i m i t . However, the repo r t e d q u a n t i t a t i o n 
l i m i t i s approximate and may or may not represent the 
actual l i m i t of q u a n t i t a t i o n necessary t o ac c u r a t e l y 
and p r e c i s e l y measure the analyte i n the sample. 

R - . The sample r e s u l t s are r e j e c t e d due t o serious 
d e f i c i e n c i e s i n the a b i l i t y t o analyze the sample and 
meet q u a l i t y c o n t r o l c r i t e r i a . The presence or absence 
of the analyte cannot be v e r i f i e d . 

Lab Q u a l i f i e r s : 

D - The p o s i t i v e value i s the r e s u l t of an an a l y s i s at a 
secondary d i l u t i o n f a c t o r . 

B - The analyte i s present i n the associated method blank 
as w e l l as i n the sample. This q u a l i f i e r has a 
d i f f e r e n t meaning when v a l i d a t i n g inorganic data. 

E - The conce n t r a t i o n of t h i s analyte exceeds the 
c a l i b r a t i o n range of the instrument. . 

P - Pe s t i c i d e / A r o c l o r t a r g e t analytes when the % Di f f e r e n c e 
between the analyte concentrations obtained from the 
two d i s s i m i l a r GC columns i s gre a t e r than 25%. 

The reviewer must prepare a d e t a i l e d data assessment t o be 
submitted along w i t h the completed SOP c h e c k l i s t . The Data 
Assessment must l i s t a l l data q u a l i f i c a t i o n s , reasons f o r 
q u a l i f i c a t i o n s , instances of missing data and co n t r a c t non­
compliance. 

Reviewer Qualifications: 

Data reviewers must possess a working knowledge of the USEPA 
Statement of Work SOM01.2 and National Functional Guidelines 
mentioned above. 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOM01.2/Aroclor 

Date: August 2007 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

CASE NUMBER: 

PACKAGE COMPLETENESS AND DELIVERABLES 

3?0%fr . LAB: r*MTKBfY\ 

SITE NAME: CfttiWo if bud;l,'^ SDG No(s) /oWTA/2-

1.0 Chain of Custody and Sampling Trip Reports 

1.1 Are the T r a f f i c Reports/Chain-of-Custody Records 
present f o r a l l samples? 

ACTION: I f no, contact RSCC, or the TOPO t o o b t a i n 
replacement of missing or i l l e g i b l e copies 
from the l a b . 

1.2 I s the Sampling T r i p Report present f o r a l l 
samples? 

ACTION: I f no, contact e i t h e r RSCC or ask the TOPO t o 
ob t a i n the necessary i n f o r m a t i o n from the prime 
c o n t r a c t o r . 

2.0 Data Completeness and Deliverables 

2.1 Have any missing d e l i v e r a b l e s been received 
and added t o the data package? 

ACTION: Contact the TOPO t o o b t a i n an ex p l a n a t i o n or 
re s u b m i t t a l of any missing d e l i v e r a b l e s from the lab, 
I f l a b cannot provide them, note the e f f e c t on the 
review of the data package i n the Contract 
Problems/Non-compliance s e c t i o n of the Data 
Assessment. 

2.2 Was SMO/CLASS CCS c h e c k l i s t i ncluded w i t h the 
package? 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOM01.2/Aroclor 

Date: August 2 0 07 
SOP HW-37/Aroclor, Revision 1 

2.3 Are there any discrepancies between the T r a f f i c 
Reports/Chain-of-Custody Records, and Sampling 
T r i p Report? 

YES NO N/A 

ACTION: I f yes, contact the TOPO t o o b t a i n an explan a t i o n or 
re s u b m i t t a l of any missing d e l i v e r a b l e s from the 
l a b o r a t o r y . 

3.0 Cover Letter SDG Narrative 

3 . 1 Is the SDG N a r r a t i v e or Cover L e t t e r Present? 

3.2 Are case number, SDG number and con t r a c t number 
contained i n the SDG N a r r a t i v e or cover l e t t e r 
(see SOW, E x h i b i t B, se c t i o n 2.5.1)? 
EPA sample numbers i n the SDG, d e t a i l e d 
documentation of any q u a l i t y c o n t r o l , sample, 
shipment, and/or a n a l y t i c a l problems encountered 
i n processing the samples? Cor r e c t i v e a c t i o n 
taken? 

3.3 Does the N a r r a t i v e c o n t a i n the f o l l o w i n g 
i n f o r m a t i o n SOM01.1, page B-12, s e c t i o n 2.5.1)? 
column used, storage of samples, case#, SDG#, 
a n a l y t i c a l problems, and discrepancies between 
f i e l d and la b weights. 

3.5 Did the c o n t r a c t o r record the temperature of the 
cooler on the Form DC-1, Item 9 - Cooler 
Temperature, and i n the SDG Narrative? 

3.6 Does the Case N a r r a t i v e c o n t a i n the "verbatim" 
statement (page B-12, s e c t i o n 2.5.1 of the SOM)? 

ACTION: I f "No", t o any question i n t h i s section/ 
contact the TOPO t o o b t a i n necessary 
r e s u b m i t t a l s . I f unavailable, document 
under the Contract Problems/ 
Non-Compliance s e c t i o n of the Data Assessment. 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOM01.2/Aroclor 

Date: August 20 07 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

4.0 Data V a l i d a t i o n C h e c k l i s t 

4.1 Check the package f o r the f o l l o w i n g (see SOM r e p o r t i n g 
requirements, s e c t i o n 2.1, page B-10): 

a. I s the package paginated i n ascending order 
s t a r t i n g from the SDG n a r r a t i v e ? h/f 

b. Are all forms and copies legible? \\jC 

c. Assembled i n the order set f o r t h i n the SOW? fy/f 

d. All Aroclor Data present? [\^ 

PART A: Low/Medium Aroclor Analyses 

1•0 Sample Conditions/Problems 

1.1 Do the T r a f f i c Reports/Chain-of-Custody Records, 
Sampling T r i p Report or Lab N a r r a t i v e i n d i c a t e 
any problems w i t h sample r e c e i p t , c o n d i t i o n of 
samples, a n a l y t i c a l problems or s p e c i a l 
circumstances a f f e c t i n g the q u a l i t y of the data? 

ACTION: I f samples were not i c e d or the i c e was melted upon 
a r r i v a l at the l a b o r a t o r y and the temperature of the 
coo l e r was > 10° C, then f l a g a l l p o s i t i v e r e s u l t s 
w i t h a "J" and a l l non-detects "UJ". 

2.0 Holding Times 

2.1 Have any Ar o c l o r t e c h n i c a l h o l d i n g times, 
determined from date of c o l l e c t i o n t o date of 
an a l y s i s , been exceeded? 

2.2 Preservation: Aqueous and Non-aqueous samples must 
be cooled at 4°C + 2°C. 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I Date: August 2 0 07 
Method: CLP/SOW, SOM01.2/Aroclor SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

ACTION: Q u a l i f y sample r e s u l t s a c c o r d i n g t o t h e f o l l o w i n g t a b l e . 

H o l d i n g Time A c t i o n s f o r Low/Medium A r o c l o r A n a l y s e s 

Matrix Preserved C r i t e r i a 

Action 

Matrix Preserved C r i t e r i a Detected 
Associated 

Compounds 

Non-Detected 
Associated 

Compounds 

Aqueous 

No < 7 days ( e x t r a c t i o n ) 
< 40 days (ana lys is ) 

J * U J * 

Aqueous 
No > 7 days ( e x t r a c t i o n ) 

> 40 days (analys is ) 
J U J 

Aqueous 

Yes < 7 days ( e x t r a c t i o n ) 
< 40 days (ana lys is ) 

No q u a l i f i c a t i o n 

Aqueous 

Yes > 7 days ( e x t r a c t i o n ) 
> 40 days (ana lys is ) 

J U J 

Aqueous 

Yes/No > 28 Days (extraction) j R 

Non-aqueous 

No < 14 days ( e x t r a c t i o n ) 
<. 40 days (analys is ) 

j * UJ* 

Non-aqueous No > 14 days ( e x t r a c t i o n ) 
> 40 days (analys is ) 

j UJ Non-aqueous 

Yes <, 14 days ( e x t r a c t i o n ) 
< 40 days (analys is ) 

No q u a l i f i c a t i o n 

Non-aqueous 

Yes > 14 days ( e x t r a c t i o n ) 
> 40 days (analys is ) 

J UJ 

Non-aqueous 

Yes/No > 28 Days (extraction) J R 

* Only i f cooler temperature exceeds 10°C (see ACTION i n Section 1.1 above). 
No ac t ion required i f temperature < 10°C. 

3.0 Surrogate Recovery (Form I I ARO-1, Form I I ARO-2, Form V I I I ARO) 

3.1 Are the Aroclor Recovery Summary Forms present? 

ACTION: Contact the TOPO to obtain an explanation/resubmittal from the 
lab. I f missing deliverables are unavailable, document the 
e f f e c t i n the Data Assessment. 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I Date: August 2007 
Method: CLP/SOW, SOM01.2/Aroclor SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

3.2 Were the two surrogates, tetrachloro-m-xylene 
(TCX) and decachlorobiphenyl (DCB) added to a l l samples, 
MS/MSD, LCS, blanks including standards? 

ACTION: I f no, use professional judgment i n qualifying 
data as missing surrogate analyte may not d i r e c t l y 
apply to target analytes. 

3.3 Were o u t l i e r s marked with an asterisk on Form I I ? 

ACTION: Circle a l l o u t l i e r s with a red pencil. 

I f yes, were effected samples re-analyzed? 

3.4 The RTs of the surrogates i n each mid-point Aroclor 
standards used for continuing c a l i b r a t i o n v e r i f i c a t i o n , 
a l l samples, including MS/MSD, LCS and a l l blanks must be 
with i n the calculated RT window. TCX must be wit h i n + 
0.05 minutes and DCB must be wi t h i n +0.10 minutes of the 
mean retention time (RT) determined from the i n i t i a l 
c a l i b r a t i o n and tabulated i n Form V I I I Pest. 

Were any o u t l i e r s marked with an asterisk on Form V I I I 
ARO? 

ACTION: Circle a l l o u t l i e r s with a red pencil. I f any Surrogate i s 
outside the required l i m i t s , q u a l i f y t h e i r associated target 
compounds (See Table below) as follows: 

Surrogate Compound Recovery Action f o r Aroclors 

C r i t e r i a 

Action 

C r i t e r i a Detected 
Target Compounds 

Non-Detected 
Target Compounds 

%R > 200% J No q u a l i f i c a t i o n 

150% < %R < 200% J No q u a l i f i c a t i o n 
30% < %R < 150% No q u a l i f i c a t i o n 

10% < %R < 30% J UJ 

%R < 10% (sample d i l u t i o n not a factor) J R 

%R < 10% (sample d i l u t i o n i s a factor) J Use Professional Judgement 
RT out of RT window Use professional judgment 

RT w i t h i n RT window No q u a l i f i c a t i o n 

^ _ _ 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I Date: August 2 0 07 
Method: CLP/SOW, SOM01.2/Aroclor SOP HW-37/Aroclor, Revision l 

YES NO N/A 

Note: Blank analysis having surrogates out of specification: 

The reviewer must give special consideration to the v a l i d i t y of associated samples. 
Basic concern i s whether the blank problems represent an isolated problem with the 
blank alone or whether there i s a fundamental problem with the an a l y t i c a l process. 
For example, i f one or more samples i n the batch show acceptable surrogate 
recoveries, the reviewer may choose to consider the blank problem to be an is o l a t e d 
occurrence. 

ACTION: Note i n the Data Assessment under Contract Problems/ 
Non-Compliance i f the Lab did not perform reanalysis 
and reviewer's judgment regarding blank problem. 

3.5 Are there any transcription/calculation errors between 
raw data and Form lis? [ 1 \/ 

ACTION: I f large errors exist, ask the TOPO to obtain an explanation/resubmittal 
from the lab, make any necessary corrections and note errors i n the data 
assessment. 

4.0 Matrix Spike/Matrix Spike Duplicate Recovery (Form I I I ) 
Note: Data fo r MS/MSD w i l l not be present unless requested. 

4.1 Are the MS/MSD Recovery Forms (Form I I I ARO) present? 

4.2 Was the MS/MSD analyzed at the required frequency (once 
per SDG, or every 20 samples, whichever i s more frequent)? 

ACTION: I f any MS/MSD data are missing, take action as specified 
i n section 3.1 above. 

ACTION: No action i s taken on MS/MSD data alone. However, using 
professional judgement, the validator may use the MS and MSD 
results i n conjunction with other QC c r i t e r i a and determine the 
need for some q u a l i f i c a t i o n of the data. I f Any MS/MSD % 
recovery or RPD is out of specification, q u a l i f y data to include 
the consideration of the existence of interference i n the raw 
data. Consideration include, but not l i m i t e d to the following 
"Action": 

Matrix Spike/Matrix Spike Duplicate Action for Aroclor 

C r i t e r i a 

Action 

C r i t e r i a Detected 
Spike Compounds 

Non-detected 
Spike Compounds 

%R or RPD > Upper Acceptance Limit J No q u a l i f i c a t i o n 

20% <. %R < Lower Acceptance Limit J UJ 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I Date: August 2007 
Method: CLP/SOW, SOM01.2/Aroclor SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

%R < 20% J Use professioan judgement 

Lower Acceptance L i m i t < %R; 
RPD < Upper Acceptance L i m i t 

No q u a l i f i c a t i o n 

Note: I f i t can be determined that the results of the MS/MSD affects only the sample 
spiked, l i m i t q u a l i f i c a t i o n to only t h i s sample. However, use professional judgment 
when i t i s determined through the MS/MSD results that the laboratory i s having 
systematic problem i n the analysis of one or more analytes that a f f e c t a l l 
associated samples. 

5.0 Blanks (Form IV) 

5.1 Is the Aroclor Method Blank Summary (Form IV ARO) present 
for aqueous and s o i l samples? 

5-2 Frequency of Analysis: For the analysis of AROCLOR, has a 
method blank been analyzed f o r each SDG or every 2 0 
samples, whichever i s more frequent? 

ACTION: I f any blank data are missing, take action as specified 
above i n section 3.1. I f blank data i s not available, 
reject "R" a l l associated positive data. However, using 
professional judgement, the data reviewer may substitute 
f i e l d blank data for missing method blank data. 

u ( _ _ 

^ _ _ 

5.3 A separate Form IV should be present i f part of an 
extraction batch required sulfur removal. In such cases 
some samples w i l l be l i s t e d on two blank summary forms -
once under the method blank, and once under the sulfur 
clean-up blank (PCBLK). Was t h i s additional blank raw 
data and Form IV submitted when required? [ ] 

ACTION: I f Form IV sulfur clean-up blank i s missing, take action 
as specified i n section 3.1 above. 

5.4 Has a Aroclor instrument blank been analyzed at the 
beginning of every 12 hr. period following the i n i t i a l 
c a l i b r a t i o n sequence (minimum contract requirement)? [ v f ^ 

ACTION: I f any blank data are missing, take action specified i n 
Section 3.1. 

5.5 Was the correct i d e n t i f i c a t i o n scheme used fo r a l l Aroclor 
blanks? (See page B-39, section 3.3.7.3 of SOM01.1 for • 
further information) 

ACTION: Contact the TOPO to obtain resubmittals or 
make the required corrections on the forms. 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOM01.2/Aroclor 

Date: 
SOP HW-37/Aroclor, 

August 2 0 07 
Revision 1 

YES NO N/A 

5.6 

Document i n the Data Assessment under Contract 
Problems/Non-Compliance a l l corrections made 
by the validator. 

Chromatography: Review the blank raw data chromatogram, 
quant. Reports and data system printout. Is the 
chromatographic performance (baseline s t a b i l i t y ) 
acceptable f o r each instrument? fvf 

ACTION: Use professional judgement to determine the effect on the dat 

5.7 Are a l l detected h i t s f o r target compounds i n method, and 
f i e l d blanks less than the CRQL? 

ACTION: IF no, an explanation and laboratory's corrective actions must be 
addressed i n the case SDG narrative. Contact TOPO to request from Lab. 
revised narrative and make a note i n the Contract Problems/Non-Compliance 
section of the Data Assessment. 

6.0 Contamination 

NOTE: "Water blanks", " d r i l l blanks", and d i s t i l l e d water blanks" are 
validated l i k e any other sample, and are not used to qua l i f y data. 
Do not confuse them with the other QC blanks discussed below. 

6.1 Do any method/reagent or cleanup blanks contain positive 
h i t s f o r target Aroclor compounds with values greater than 
the CRQL for that analyte? 

Note: The concentration of each target compound i n the instrument 
blank must be less than the CRQL for that analyte. 

ACTION: Make note i n data assessment under Contract Problems/Non-
Compliance i f any blank contains h i t above the CRQLs. 

rvf 

6.2 Do any instrument blanks contain positive Aroclor results 
with values greater than CRQLs? 

ACTION: Take the action specified i n section 6.1. 

6.3 

NOTE: 

Do any f i e l d / r i n s e blanks have positive Aroclor results? 

A l l f i e l d blank results associated with a pa r t i c u l a r group of samples 
(may exceed one per case) must be used to qua l i f y data. Blanks may 
not be qu a l i f i e d because of contamination i n another blank. Field 
blanks must be q u a l i f i e d f o r system monitoring compound, instrument 
performance c r i t e r i a , spectral or ca l i b r a t i o n QC problems. 

ACTION: Follow the directions i n the table below to qu a l i f y results due 
to contamination. Use the largest value from a l l the associated 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOM01.2/Aroclor 

Date: August 2007 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

blanks. I f any blanks are grossly contaminated, a l l associated 
sample data should be q u a l i f i e d unusable (R). 

Blank Action for Aroclor Analyses 

Blank Type Blank R e s u l t Sample R e s u l t Action for Samples 

Detects Not detected No q u a l i f i c a t i o n required 

< CRQL < CRQL Report CRQL value w i t h a U 

> CRQL No q u a l i f i c a t i o n r e q u i r e d 

= CRQL < CRQL Report CRQL value w i t h a U 

Method, Field, > CRQL No q u a l i f i c a t i o n r e q u i r e d 

Sulfur Cleanup, < CRQL Report CRQL value w i t h a U 

Instrument > CRQL > CRQL and < blank 
contamination 

Report concentration of 
sample with a U 

> CRQL and ̂  blank 
contamination 

No q u a l i f i c a t i o n r e q u i r e d 

Gross 
contamination 

Detects Qualify results as unusable R 

NOTE: Analytes q u a l i f i e d "U" for blank contamination are treated as " h i t s " 
when q u a l i f y i n g f o r c a l i b r a t i o n c r i t e r i a . 

Note: When applied as described i n the table above, the contaminant 
concentration i n the blank are mult i p l i e d by the sample d i l u t i o n factor. 

6.4 Are there field/rinse/equipment blanks associated with 
every sample? 

ACTION: Note i n data assessment i f there's no associated 
field/rinse/equipment blank. 

L± jf X 

Exception: samples taken from a drinking water tap do not have 
associated f i e l d blanks. 

7-° Aroclor I n i t i a l and Continuing Calibration 

7.1 Are the following Forms, chromatograms and data system 
printouts present? 

a.) Form VI ARO-l/Aroclor I n i t i a l Calibration (Multipoint) jv£ 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOM01.2/Aroclor 

Date: August 2 0 07 
SOP HW-37/Aroclor , R e v i s i o n 1 

b . ) Form V I AR0-2 /Aroc lor I n i t i a l C a l i b r a t i o n ( M u l t i p o i n t ) 

c. ) Form V I AR0-3 /Aroc lor I n i t i a l C a l i b r a t i o n ( S i n g l e p o i n t ) 

d . ) Form V I I ARO/Aroclor C a l i b r a t i o n V e r i f i c a t i o n 

e. ) Form V I I I ARO/Aroclor A n a l y t i c a l Sequence 

f . ) Form X A R O / I d e n t i f i c a t i o n Summary f o r Multicomponent 
Ana lys i s 

YES NO N / A 

^ V- _ 
M : _ _ 

l*£ _ _ 

* S - _ 

^ _ _ 

7.2 I n i t i a l Calibration 

7.2.1 Was the f o l l o w i n g c o n t r a c t r e q u i r e d i n i t i a l 
c a l i b r a t i o n sequence provided by the laboratory? 

i . 

2 . 

8 . 

10. 

13 

I n i t i a l Calibration Sequence 

A r o c l o r 1221 CS3 (400ng/ml) 

A r o c l o r 1232 CS3 (400 ng/ml) 

A r o c l o r 1242 CS3 (400 ng/ml) 

4. A r o c l o r 1248 CS3 (400 ng/ml) 

A r o c l o r . 1254 CS3 (400 ng/ml) 

A r o c l o r 1262 CS3 (400 ng/ml) 

A r o c l o r 1268 CS3 (400 ng/ml) 

Aroclorl016/1260 (100 ng/ml) CS1 

Aroclorl016/1260 (200 ng/ml) CS1 

Aroclorl016/1260 (400 ng/ml) CS1 

11. Aroclorl016/1260 (800 ng/ml) CS1 

12. Aroclorl016/I260 (1600 ng/ml) CS1 

Instrument Blank 

ACTION: 

7.3 

I f i n i t i a l c a l i b r a t i o n i s not performed or not performed i n the proper 
sequence, n o t i f y the TOPO and make a note i n the data assessment. 

Are there any t r a n s c r i p t i o n / c a l c u l a t i o n e r r o r s between raw 
data and the Forms? 

ACTION: I f l a r g e e r r o r s e x i s t , take a c t i o n s p e c i f i e d i n se c t i o n 3.1 above. 

12 



STANDARD OPERATING PROCEDURE 

Date: August 2007 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

USEPA Region I I 
Method: CLP/SOW, SOM01.2 /Aroc lor 

7.4 Mean R e t e n t i o n Time (RT) and RT Window 

Were the f o l l o w i n g mean RT and RT window met: 

a. ) The mean RT o f each o f the three t o f i v e major peaks were 
determined f r o m the f i v e - p o i n t i n i t i a l c a l i b r a t i o n f o r a l l 
Aroc lo r s 

b . ) RT window was c a l c u l a t e d as + 0.07 f o r each o f the th ree t o 
f i v e major peaks and + 0 . 0 5 and + 0 . 1 0 f o r the surrogates 
t e t r a c h l o r o - m - x y l e n e and decach lo rob ipheny l , r e s p e c t i v e l y . 

ACTION: I f no, follow the action as specified i n section 3.1. 

7.5 Was at least one chromatogram from each of the Aroclor 
standards y i e l d peaks that give de f l e c t i o n between 50-100% 
of f u l l scale? 

ACTION: IF no, take action as specified i n section 3.1. 

7.6 Was the mean Calibration Factor (CF) calculated f o r the 
three to f i v e major peaks of each Aroclor, as well as fo r 
the surrogates, over the i n i t i a l c a l i b r a t i o n range? 

7.7 Were the Percent Relative Standard Deviation (%RSD) of the 
Calibration Factor for the three to f i v e major peaks < 20% 
of each of the Aroclor compounds and surrogates? 

ACTION: I f no, take action as specified i n the following Table. 

I n i t i a l Calibration Action f o r Aroclor Analyses 

^ _ _ 

Jvf _ _ 

C r i t e r i a 

Action 

C r i t e r i a Detected 
Associated Compounds 

Non-Detected 
Associated Compounds 

I n i t i a l c a l i b r a t i o n i s not performed or not 
performed i n proper sequence 

Use Professional Judgment and n o t i f y 
Contract Lab Program (CLP) Project Officer 

%RSD exceeds allowable l i m i t s * J UJ 

%RSD wi t h i n allowable l i m i t s * No q u a l i f i c a t i o n 

%RSD < 20.0% f o r A r o c l o r s and surrogates ( t e t r a c h l o r o - m - x y l e n e and decachlorobiphenyl , 

7.8 Continuing C a l i b r a t i o n V e r i f i c a t i o n (CCV) (Form V I I ) 

Were the Absolu te Reten t ion Time (RT) f o r each A r o c l o r 
and sur roga te i n the mid -po in t c o n c e n t r a t i o n (CS3) o f 

13 



STANDARD OPERATING PROCEDURE 

USEPA Region I I Date: August 2 0 07 
Method: CLP/SOW, SOMOl.2/Aroclor SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

the Standard used f o r CCV must be w i t h i n the RT window 
determined from the i n i t i a l c a l i b r a t i o n ? 

For opening CCV, or c l o s i n g CCV t h a t i s used as an opening 
CCV f o r the next 12-hour p e r i o d , the Percent D i f f e r e n c e 
(%D) between the CF of each of the three t o f i v e peaks used 
t o i d e n t i f y an Ar o c l o r and surrogates i n the mid-point 
concentration (CS3) of the Aroc l o r standards and the CF from 
the i n i t i a l c a l i b r a t i o n must be w i t h i n +15.0%. 

For a c l o s i n g CCV, the %D between the CF of each of the three 
t o f i v e peaks used t o i d e n t i f y an Aroc l o r and surrogates i n the 
mid-point concentration (CS3) of the A r o c l o r standards and the CF 
from the i n i t i a l c a l i b r a t i o n must be w i t h i n +50.0%. 

No more than 14 hours may elapse from the i n j e c t i o n of the instrument 
Blank t h a t begins an a n a l y t i c a l sequence (opening CCV) and the 
i n j e c t i o n of the l a s t mid-point concentration (CS3) of the Aroc l o r 
standards t h a t ends an a n a l y t i c a l sequence ( c l o s i n g CCV). 

No more than 12 hours may elapse from the i n j e c t i o n of the instrument 
blank t h a t begins an a n a l y t i c a l sequence (opening CCV and the 
i n j e c t i o n of the l a s t sample or blank t h a t i s p a r t of the same 
a n a l y t i c a l sequence. 

Were sections 7.8 t o 7.12 met? [ v f 

ACTION: I f no, use the f o l l o w i n g t a b l e t o q u a l i f y A r o c l o r data: 

Continuing C a l i b r a t i o n V e r i f i c a t i o n (CCV) A c t i o n f o r Aro c l o r Analyses 

C r i t e r i a 

Action 

C r i t e r i a Detected 
Associated Compounds 

Non-Detected 
Associated Compounds 

RT out of RT Window Use professional Judgment * 

Percent Difference not wi t h i n l i m i t s +15% 
as specified i n section 7.9 above 

J UJ 

Percent Difference not within l i m i t s + 50% 
as specified i n section 7.10 above 

J UJ 

Time elapsed is greater than acceptable limits 
as specified in section 7.11 & 7.12 above 

R 

Percent Difference, time elapsed and RT are 
w i t h i n acceptable l i m i t s 

No q u a l i f i c a t i o n 

7.10 

7.11 

7.12 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I Date: August 2007 
Method: CLP/SOW, SOM01.2/Aroclor SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

* For non-detected target compounds i n the affected samples, check 
to see i f the sample chromatogram contain any peak that are close 
to the expected RT window of the Aroclor of in t e r e s t . 

I f no peaks are present, consider the non-detected values to be 
v a l i d and no q u a l i f i c a t i o n of the data i s necessary. 

I f any peaks are present close to the expected RT window of the 
Aroclor of in t e r e s t , q u a l i f y the non-detected values as 
presumptively present "N". 

For detected compounds i n the affected samples/if the peaks are 
wit h i n the RT window, no q u a l i f i c a t i o n of the data i s necessary. 
I f the peaks are close to the expected RT window of the Aroclors 
of interest, the reviewer may take additional e f f o r t to determine 
i f sample peaks represent the compound of i n t e r e s t . 

For example, the reviewer can examine the data package f o r the 
presence of three or more standards containing the Aroclor of 
interest that were run within the ana l y t i c a l sequence during which 
the sample was analyzed. I f three or more such standards are 
present, the RT window can be. re-evaluated using the mean RT of 
the standards. 

I f the peaks i n the affected sample f a l l w i t h i n the revised 
window, q u a l i f y the detected Aroclor as "JN". 

I f the reviewer cannot do anything with the data to resolve the 
problem of concern, q u a l i f y a l l non-detects as unuseable "R". 

8.0 A n a l y t i c a l Sequence Check (Form VIII-ARO) 

8.1 Is Form Vili-Pe s t present and complete f o r each 
column and each period of analyses? 

ACTION: I f no, take action as specified i n section 3.1 

8.2 Was the proper analytical sequence followed for each 
i n i t i a l c a l i b r a t i o n and subsequent analyses, and a l l 
standards analyzed at the required frequency for each 
GC/ECD instrument used? 

ACTION: I f no, use professional judgment to determine the 
severity of the effect on the data and qualify 
accordingly. Generally, the effec t i s negligible 
unless the sequence was grossly altered and/or 
the c a l i b r a t i o n was out of QC l i m i t s . 

8.3 Are the surrogate retention time (RT) from the i n i t i a l 
c a l i b r a t i o n f o r TCX and DCB provided on Form VHI-Pest? 

rvf 

^ 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOM01.2/Aroclor 

Date: August 2 0 07 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

ACTION: I f no, take action as specified i n section 3.1 

8.4 Was the asterisk (*) applied to the RT of any blanks, 
samples, standards, MS/MSD, and LCS that did not meet the 
QC Limits of + 0.05 minutes for TCX (tetrachloro-m-xylene) 
and + 0.10 minutes f o r DCB (decachlorobiphenyl)? 

ACTION: I f any data are missing, take action specified i n 3.1 above. 

I f no, use professional judgment to determine the 
severity of the effect on the data and q u a l i f y 
accordingly. Document i n the data assessment 
under Contract Problems/Non-Compliance. 

& _ y 

9.0 Sulfuric Acid and Gel Permeation Chromatography (GPC) Cleanup 
Procedures 

9.1 Was s u l f u r i c acid added to a l l extracts? 

Note: Sulfuric acid cleanup i s mandatory f o r a l l extracts 

ACTION: I f no, take action specified i n section 3.1 

9.2 Gel Permeation Chromatography (GPC 

GPC i s an optional cleanup procedure f o r both aqueous and 
non-aqueous samples that contain high molecular weight 
compounds that i n t e r f e r e with Aroclor analysis. 

9.3 I f GPC cleanup was performed on samples, GPC cal i b r a t i o n 
i s acceptable i f the two UV traces meet the following 
requirements. 

a. Peaks must be observed and should be symmetrical for 
a l l compounds i n the ca l i b r a t i o n solution. 

b. Corn o i l and phthalate peaks should exhibit greater 
than 85% resolution. 

c. The phthalate and Methoxychlor peaks should exhibit 
greater than 85% resolution. 

d. Methoxychlor and perylene peaks should exhibit greater 
than 85% resolution. 

e. Perylene and sulfur peaks must be saturated and should 
exhibit greater than 90% baseline resolution. 

16 



STANDARD OPERATING PROCEDURE 

Date: August 20 07 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

f. The RT s h i f t i s less than 5% between UV traces f o r 
bis(2-ethylhexylphthalate and perylene. 

9.4 Were a l l above c r i t e r i a met? 

ACTION: I f no, examine the raw data f o r the presence of high 
molecular weight contaminants. Examine the subsequent 
sample data f o r unusual peaks and use professional 
judgment i n qu a l i f y i n g the data. 

10.0 Laboratory Control Samples (LCSs) 

10.1 LCSs provide information on the accuracy of the an a l y t i c a l 
method and laboratory performance. 

Aroclor Laboratory Control Sample Recovery - Aqueous and Non-Aqueous 

Compound % Recovery QC L i m i t s 

A r o c l o r 1016 50 • • 150 

Aroclo r 12 60 50 -• 150 

Tetrachloro-m-xylene (surrogate) 30 -• 150 

Decachlorobiphenyl (surrogate) 30 • - 150 

10.2 Were the above recoveries met? 

ACTION: I f no, q u a l i f y the sample data as follows: 

C r i t e r i a 

ACTION 

C r i t e r i a Detected 
Associated Compound 

Non-Detected 
Associated Compound 

%R> Upper Acceptance L i m i t J No q u a l i f i c a t i o n 

%R< Lower Acceptance L i m i t J R 

Lower Acceptance L i m i t < %R 
< Upper Acceptance L i m i t 

No q u a l i f i c a t i o n 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I Date: August 2007 
Method: CLP/SOW, SOMOl.2/Aroclor SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

11.0 Aroclor I d e n t i f i c a t i o n (Form X ARO/Identification Summary for Multicomponent 
Analysis 

11.1 Is Form X (ARO) complete for every sample i n which 
Aroclor was detected? [VH 

ACTION: Take action as specified i n section 3.1 above. 

11.2 The i d e n t i f i c a t i o n of a Multi component Aroclor by GC 
method i s based pri m a r i l y on RT data and pattern 
recognition. Were the following requirements met: 

a. ) A Minimum of 3 major peaks were selected f or each 
Aroclor. I f more than one Aroclor i s observed i n a 
sample, a peak common to other Aroclor(s) must not 
be used to quantitate other Aroclor. Lab must choose 
d i f f e r e n t peaks to quantitate each Aroclor. 

b. ) I f a chromatogram i s replotted e l e c t r o n i c a l l y to meet 
these requirements, the scaling factor used must be 
displayed on the chromatogram, and both the i n i t i a l 
chromatogram and the replotted chromatogram must be 
submitted i n the data package. 

c. ) The Retention Time (RT) of both of the surrogates and 
reported target compounds must be w i t h i n the calculated 
RT window of both columns. 

d. ) When no analytes are i d e n t i f i e d i n the sample, the 
chromatograms of the sample extract must use the same 
scaling factor used for the low-point standard of the 
i n i t i a l c a l i b r a t i o n associated with those samples. 

e. ) Chromatogram must display the largest peak of any 
Aroclor detected i n the sample at less than f u l l scale. 

f. ) I f an extract must be di l u t e d , chromatograms must 
display Aroclor peaks between 25-100% of f u l l scale. 

ACTION: I f retention times (RT) or peak apex cannot be 
v e r i f i e d , contact TOPO to obtain rescaled 
chromatograms from the lab. 

I f data reviewer i d e n t i f i e s a peak i n both GC columns that 
f a l l w i t h i n the appropriate RT windows, but was reported as 

^ 
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STANDARD OPERATING PROCEDURE 

Date: August 2007 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

USEPA Region I I 
Method: CLP/SOW, SOM01.2/ArOclor 

non-detect, the compound may be false negative. I f 
necessary, contact TOPO to i n s t r u c t laboratory to re­
evaluate the chromatograms. 

11.3 Are there any tra n s c r i p t i o n / c a l c u l a t i o n errors i n 
Form I and Form X ARO? 

ACTION: Take action as specified i n section 3.1 above, 

11.4 Are the RTs of Aroclor peaks w i t h i n the established 
RT window f o r analyses on both columns? 

11.5 Was the GC/MS confirmation provided f o r Aroclor 
concentration > 10 ug/ml i n f i n a l extract? 

NOTE: Laboratory i s required to contact SMO to determine i f 
GC/MS confirmation i s required. Check the 
semivolatile TIC data for presence of Aroclors. 

11.6 Is the per cent difference (%D) calculated f or 
positive results on both columns < 25%? 

^ - -

^ _ _ 

Action: Reviewer must check columns f o r peak interferences 
for the positive h i t s . Qualify the A r d o r (s) 
according to the following Table: 

Action on Qualifying Positive Aroclor Results 

Percent Differences Qualifier 

0 - 25% None 

26 - 70% " j " 

71 - 100% "JN" 

101 - 200% (No' Peak 
Interferences) 

"R" 

101 - 200% (Interferences 
detected)* 

" JN" 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOM01.2/Aroclor 

Date: August 20 07 
SOP HW-37/Aroclor, Revision l 

YES NO N/A 

> 50% (Aroc lor va lue < CRQL)** "U" 

> 200% "R" 

* When interferences i s detected on either column, q u a l i f y the 
data as "JN" 

** When the Aroclor value i s below CRQL and %D > 50%, raise the 
value to CRQL and q u a l i f y "U", undetected. 

12.0 Target Aroclor L i s t (TCP 

12.1 Are the Aroclor Analysis Data Sheets (Form I ARO) present 
with required header information on each page for samples, 
MS/MSD ( i f required), method and instrument blanks (per 
column & analysis)? 

12.2 Is the chromatographic performance acceptable with respect 
to baseline s t a b i l i t y , f u l l - s c a l e attenuation, peak 
shape/resolution? 

ACTION: I f no, take action specified i n section 3.1 above. 

13.0 Compound Quantitation and Reported Detection Limits 

13 .1 Are there any transcription/calculation errors i n the 
Form I results? Check at least two positive r e s u l t s . 
Were any errors found? [ ] 

ACTION: I f errors were found, take action as specified i n section 
3.1 above. 

13.2 Are the contract required quantitation l i m i t s (CRQL) . 
adjusted to r e f l e c t sample dilution? fvf 

ACTION: I f errors exist, take action as specified i n section 3.1 above. 

ACTION: When a sample i s required to be diluted, the lowest CRQL i s used 
(unless a QC exceedance dictates the use of the higher CRQL from 
the d i l u t e d sample). Replace concentration which exceed the 
ca l i b r a t i o n range i n the o r i g i n a l analysis.by crossing out the 
"E" value on the o r i g i n a l Form I and substitu t i n g i t with the 
result from the d i l u t e d sample. Specify which Form I to use. 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOM01.2/Aroclor 

Date: August 2007 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

Use a red pencil and draw a red "X" across the entire page 
of a l l Form I's that should not be used, including those i n the 
data summary package. 

At the top or bottom of the Forms, write w i t h red pencil, "DO 
Not Use". 

Note: I f the sample d i l u t i o n factor (DF) i s greater than 
10, an additional 10 times more concentrated than 
the d i l u t e d sample extract must be analyzed and 
reported with the sample data. I f the DF i s less 
or equal to 10, but greater than 1, the results of 
the o r i g i n a l undiluted analysis must also be 
reported (see SOM01.1/section 10.3.3.4/page D-
44/ARO). 

ACTION: IF the above requirement was not met, contact the TOPO to obtain an 
explanation/resubmittal from the lab and make a note i n the Data 
Assessment under Contract Problems/Non-Compliance section. 

13.3 For non-aqueous samples, were the percent moisture < 70%? *r 
Action: I f the % moisture >. 70.0% and < 90.0%, qualify detects 

as "J" and non-detects as approximated "UJ" I f the % 
Moisture > 90%, qualify detects as "J" and non-detects as 

14.0 Field Duplicates 

14.1 Were any f i e l d duplicates submitted f o r Aroclor 
analysis? 1_1 

ACTION: Compare the reported results f o r f i e l d 
duplicates and calculate the r e l a t i v e 
percent difference. 

ACTION: Any gross v a r i a t i o n between duplicate 
results must be addressed i n the reviewer 
narrative. I f large differences exist, 
contact the TOPO to confirm i d e n t i f i c a t i o n 
of f i e l d duplicates with the sampler. 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I Date: August 2 0 07 
Method: CLP/SOW, SOM01.2/Aroclor SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

I 
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STANDARD .OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOM01.2/Aroclor 

Date: August 2007 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

Definitions 

ARO - Aroclor 
CCS - contract compliance screening 
CF - Calibration Factor 
CLASS - Contract Laboratory Anal y t i c a l Services Support 
CLP - Contract Laboratory Program 
CRQL - Contract Required Quantitation Limit 
GC/ECD - Gas Chromatography/Electron Capture Detector 
kg - kilogram 
ug - microgram 
t - l i t e r 
M - m i l l i l i t e r 
QC - q u a l i t y control 
RAS - Routine Analytical Services 
RPD - Relative Percent Difference 
RRF - Relative Response Factor 
RRF - Average Relative Response Factor (from i n i t i a l 
c a l ibration) 
RRT - Relative Retention Time 
RSD - Relative Standard Deviation 
RT - Retention Time 
RSCC - Regional Sample Control Center 
SDG - Sample Delivery Group 
SOP - standard operating procedure 
SOW - Statement of Work 
TCL - Target Compound L i s t 
TCLP - Toxicity Characteristics Leachate Procedure 
TIC - Tentatively I d e n t i f i e d Compound 
TPO - Technical Project Officer 
VTSR - Validated Time of Sample Receipt 
TOPO - Task Order Project Officer 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOM01.2/Aroclor 

Date: August 2 0 07 
SOP HW-37/Aroclor, Revision l 

YES NO N/A 
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Haẑ aasdous Waste Support Section 

Concurred by 

Approved by: 

Reviewed by: 

Rober 

Hazardous Waste 

Annual Review 

Name 

Date: ^ / / S ^ / 0 ' V 

Date: ' o / s / o 7 

Date 

Date; 

Date: 

Reviewed by; 
Name 

Date: 



SOMO1.2/Low/Medium Aroclors SOP HW-37 EPA/Region I I 

TABLE OF CONTENTS 

INTRODUCTION 1 
Scope and Applicability . . . . 1 
Summary . L 
Data Q u a l i f i e r s . JL 
Lab Q u a l i f i e r s . . . . . . . . . . . . . . . . .2 
Reviewer Q u a l i f i c a t i o n s . . . . ; . ... . . . . . . . . . 2. 

PACKAGE COMPLETENESS AND DELIVERABLES . . . . . . . . . . . . .3 
1. Chain of Custody and Sampling T r i p Reports . . . . . . 3 
2. Data Completeness and Deliverables . . . . . . . . . . 3. 
3. Cover L e t t e r SDG N a r r a t i v e . . . . 4 
4. Data V a l i d a t i o n C h e c k l i s t . . . . . . .. . . . . . . . .5. 

PART A: VOA ANALYSES . . . . . '.. . . . . . . . . .5 
1. Sample Conditions/Problems . . . . . . . . . . . . . . 5. 
2. Holding Times . . . . . . . . . . . . . . 5 
3. Deuterated M o n i t o r i n g Compound (PMC) Recovery (Form I I ) 6. 
4. M a t r i x Spike/Matrix Spike P u p l i c a t e Recovery (Form I I I ) 8. 
5. Method Blanks (Form IV) . . . .• . . . . . . . . . . . . 9 
6. Contamination . . . . . . . . . . . . . .10. 
7. A r o c l o r I n i t i a l and Continuing C a l i b r a t i o n ) . . . . . 12 
8. A n a l y t i c a l Sequence Check (Form V I I I ) . . . . . . . . 16 
9. S u l f u r i c a c i d and GPC Cleanup . . . . . . . . . . . . 16 
10. Laboratory C o n t r o l Sample . . . , . . . . 17. 
11. A r o c l o r I d e n t i f i c a t i o n - . . . . . . . . 18 
12. Target P e s t i c i d e L i s t (TCP . . . . . . . . . . . . 20 
13. Compound Q u a n t i t a t i o n and Reported P e t e c t i o n L i m i t s 20 
14. F i e l d P uplicates . . .... . . . . . . . . . . . . . 22 

P e f i n i t i o n s . . '. . . . . . . . . . . . . . . . . . . . 23. 

References . . . . . . . . . . . . . . . . . . . . . . i. . 24 



INTRODUCTION 

Scope and A p p l i c a b i l i t y 

. This SOP o f f e r s d e t a i l e d guidance i n e v a l u a t i n g l a b o r a t o r y 
data generated according t o the method i n the "USEPA Contract 
Laboratory Program Statement of Work f o r Organics Analysis M u l t i -
Media, Mu l t i - C o n c e n t r a t i o n , SOM01.2, February 2007". The 
v a l i d a t i o n procedures and ac t i o n s discussed i n t h i s document are 
based on the requirements set f o r t h i n the "USEPA Contract 
Laboratory Program Na t i o n a l Functional Guidelines f o r Superfund 
Organic Methods Data Review, J u l y 2007". This document attempts 
t o cover t e c h n i c a l problems s p e c i f i c t o low/Medium conc e n t r a t i o n 
of A r o c l o r compounds. S i t u a t i o n s may a r i s e where data l i m i t a t i o n s 
must be assessed based on the reviewer's own p r o f e s s i o n a l 
j udgemeht. 

I n a d d i t i o n t o t e c h n i c a l requirements, c o n t r a c t u a l requirements 
may also be covered i n t h i s document. While i t i s important t h a t 
instances of co n t r a c t non-compliance be addressed i n the Data 
Assessment, the t e c h n i c a l c r i t e r i a are always used t o q u a l i f y the 
a n a l y t i c a l data. 

Summary 

To ensure a thorough e v a l u a t i o n of each r e s u l t i n a data 
case, the reviewer must complete the c h e c k l i s t . w i t h i n t h i s SOP, 
answering s p e c i f i c questions w h i l e performing the prescribed 
"ACTIONS" i n each s e c t i o n . Q u a l i f i e r s (or f l a g s ) are applied t o 
questionable or unusable r e s u l t s as i n s t r u c t e d . The data 
q u a l i f i e r s discussed i n t h i s document are as f o l l o w s : 

Data Q u a l i f i e r s 

U - The analyte was analyzed f o r , but was not detected 
above the reported sample q u a n t i t a t i o n l i m i t . 

J _ T n e analyte was p o s i t i v e l y i d e n t i f i e d ; the associated 
numerical value i s the approximate c o n c e n t r a t i o n of the 
analyte i n the sample. 

N - The anal y s i s i n d i c a t e s the presence of an analyte f o r 
which there i s presumptive evidence t o make a 
" t e n t a t i v e i d e n t i f i c a t i o n . " 

JN - The anal y s i s i n d i c a t e s the presence of an analyte t h a t 
has been " t e n t a t i v e l y i d e n t i f i e d " and the associated 
numerical value represents i t s approximate 
concentration. 
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UJ - The analyte was not detected above the reported sample 
q u a n t i t a t i o n l i m i t . However, the repo r t e d q u a n t i t a t i o n 
l i m i t i s approximate and may or may not represent the 
actual l i m i t of q u a n t i t a t i o n necessary t o accurate l y 
and p r e c i s e l y measure the analyte i n the sample. 

R - . The sample r e s u l t s are r e j e c t e d due t o serious 
d e f i c i e n c i e s i n the a b i l i t y t o analyze the sample and 
meet q u a l i t y c o n t r o l c r i t e r i a . The presence or absence 
of the analyte cannot be v e r i f i e d . 

Lab Q u a l i f i e r s : 

D - The p o s i t i v e value i s the r e s u l t of an analysis at a 
secondary d i l u t i o n f a c t o r . 

B - The analyte i s present i n the associated method blank 
as w e l l as i n the sample. This q u a l i f i e r has a 
d i f f e r e n t meaning when v a l i d a t i n g inorganic data. 

E - The con c e n t r a t i o n of t h i s analyte exceeds the 
c a l i b r a t i o n range of the instrument. 

P - P e s t i c i d e / A r o c l o r t a r g e t analytes when the % Di f f e r e n c e 
between the analyte concentrations obtained from the 
two d i s s i m i l a r GC columns i s g r e a t e r than 25%. 

The reviewer must prepare a d e t a i l e d data assessment t o be 
submitted along w i t h the completed SOP c h e c k l i s t . The Data 
Assessment must l i s t a l l data q u a l i f i c a t i o n s , reasons f o r 
q u a l i f i c a t i o n s , instances of missing data and contract non­
compliance. 

Reviewer Qualifications: 

Data reviewers must possess a working knowledge of the USEPA 
Statement of Work SOM01.2 and Nat i o n a l Functional Guidelines 
mentioned above. 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 2007 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

PACKAGE COMPLETENESS AND DELIVERABLES 

CASE NUMBER: 3^0^%" LAB: mZTKEf^ 

SITE NAME: CnKMe t f bv.fe . I SDG No(s) . : 6 ^ J 9 l 

1•0 Chain of Custody and Sampling Trip Reports 

1.1 Are the T r a f f i c Reports/Chain-of-Custody Records 
present f o r a l l samples? 

ACTION: I f no, contact RSCC, or the TOPO t o o b t a i n 
replacement of missing or i l l e g i b l e copies 
from the l a b . 

1.2 I s the Sampling T r i p Report present f o r a l l 
samples? [ y f 

ACTION: I f no, contact e i t h e r RSCC or ask the TOPO t o 
ob t a i n the necessary i n f o r m a t i o n from the prime 
c o n t r a c t o r . 

2.0 Data Completeness and Deliverables 

2.1 Have any missing d e l i v e r a b l e s been received 
and added t o the data package? 

ACTION: Contact the TOPO t o o b t a i n an explanation or 
r e s u b m i t t a l of any missing d e l i v e r a b l e s from the lab. 
I f l a b cannot provide them, note the e f f e c t on the 
review of the data package i n the Contract 
Problems/Non-compliance s e c t i o n of the Data 
Assessment. 

2.2 Was SMO/CLASS CCS c h e c k l i s t i ncluded w i t h the 
package? jvf 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 2 0 07 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

2.3 Are there any discrepancies between the T r a f f i c 
Reports/Chain-of-Custody Records, and Sampling 
T r i p Report? [v^f 

ACTION: I f yes, contact the TOPO t o o b t a i n an explanation or 
re s u b m i t t a l of any missing d e l i v e r a b l e s from the 
l a b o r a t o r y . 

3.0 Cover Letter SDG Narrative 

3.1 I s the SDG N a r r a t i v e or Cover L e t t e r Present? IVf 

3.2 Are case number, SDG number and co n t r a c t number 
contained i n the SDG Na r r a t i v e or cover l e t t e r 
(see SOW, E x h i b i t B, se c t i o n 2.5.1)? 
EPA sample numbers i n the SDG, d e t a i l e d 
documentation of any q u a l i t y c o n t r o l , sample, 
shipment, and/or a n a l y t i c a l problems encountered 
i n processing the samples? C o r r e c t i v e a c t i o n 
taken? \\A 

3.3 Does the N a r r a t i v e contain the f o l l o w i n g 
i n f o r m a t i o n SOMOl.1, page B-12, s e c t i o n 2.5.1)? 
column used, storage of samples, case#, SDG#, 
a n a l y t i c a l problems, and discrepancies between 
f i e l d and la b weights. Tvf 

3.5 Did the c o n t r a c t o r record the temperature of the 
cooler on the Form DC-1, Item 9 - Cooler 
Temperature, and in the SDG Narrative? \\A 

3.6 Does the Case Na r r a t i v e c o n t a i n the "verbatim" 
statement (page B-12, section 2.5.1 of the SOM) ? \\A 

ACTION: I f "No", t o any question i n t h i s section/ 
contact the TOPO t o o b t a i n necessary 
r e s u b m i t t a l s . I f unavailable, document 
under the Contract Problems/ 
Non-Compliance section of the Data Assessment. 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I Date: August 20 07 
Method: CLP/SOW, SOMOl.2/Aroclor SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

4.0 Data V a l i d a t i o n C h e c k l i s t 

4.1 Check the package f o r the f o l l o w i n g (see SOM r e p o r t i n g 
requirements, s e c t i o n 2.1, page B-10): 

a. I s the package paginated i n ascending order 
s t a r t i n g from the SDG n a r r a t i v e ? 

b. Are a l l forms and copies l e g i b l e ? 

c. Assembled i n the order set f o r t h i n the SOW? 

d. A l l A r o c l o r Data present? 

PART A: Low/Medium Aroclor Analyses 

1-0 Sample Conditions/Problems 

1.1 Do the T r a f f i c Reports/Chain-of-Custody Records, 
Sampling T r i p Report or Lab N a r r a t i v e i n d i c a t e 
any problems w i t h sample r e c e i p t , c o n d i t i o n of 
samples, a n a l y t i c a l problems or sp e c i a l 
circumstances a f f e c t i n g the q u a l i t y of the data? Tvf 

ACTION: I f samples were not i c e d or the i c e was melted upon 
a r r i v a l a t the l a b o r a t o r y and the temperature of the 
cooler was > 10° C, then f l a g a l l p o s i t i v e r e s u l t s 
w i t h a "J" and a l l non-detects "UJ". 

2.0 Holding Times 

2.1 Have any Aro c l o r t e c h n i c a l h o l d i n g times, 
determined from date of c o l l e c t i o n t o date of 
an a l y s i s , been exceeded? 

Preservation: Aqueous and Non-aqueous samples must 
be cooled at 4°C ± 2°C. 

lA : 

lA 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I Date: August 2 0 07 
Method: CLP/SOW, SOMOl.2/Aroclor SOP HW-37/Aroclor, R e v i s i o n 1 

YES NO N/A 

ACTION: Q u a l i f y sample r e s u l t s a c c o r d i n g t o t h e f o l l o w i n g t a b l e . 

H o l d i n g Time A c t i o n s f o r Low/Medium A r o c l o r Analyses 

Matrix Preserved C r i t e r i a 

Action 

Matrix Preserved C r i t e r i a Detected 
Associated 

Compounds 

Non-Detected 
Associated 

Compounds 

Aqueous 

No < 7 days ( e x t r a c t i o n ) 
< 4 0 days (ana lys i s ) 

J * U J * 

Aqueous 
No > 7 days ( e x t r a c t i o n ) 

> 40 days (ana lys i s ) 
J U J 

Aqueous 

Yes <. 7 days ( e x t r a c t i o n ) 
<. 4 0 days (ana lys i s ) 

No q u a l i f i c a t i o n 

Aqueous 

Yes > 7 days ( e x t r a c t i o n ) 
> 40 days (ana lys i s ) 

J U J 

Aqueous 

Yes/No > 28 Days (extraction) J R 

Non-aqueous 

No <, 14 days ( e x t r a c t i o n ) 
<. 4 0 days (ana lys i s ) 

j * UJ* 

Non-aqueous No > 14 days ( e x t r a c t i o n ) 
> 40 days (ana lys i s ) 

j UJ Non-aqueous 

Yes <. 14 days ( e x t r a c t i o n ) 
< 40 days (ana lys i s ) 

No q u a l i f i c a t i o n 

Non-aqueous 

Yes > 14 days ( e x t r a c t i o n ) 
> 40 days (ana lys i s ) 

J UJ 

Non-aqueous 

Yes/No > 28 Days (extraction) J R 

* Only i f cooler temperature exceeds 10°C (see ACTION i n Section 1.1 above). 
No action required i f temperature < 10°C. 

3.0 Surrogate Recovery (Form I I ARO-1, Form I I ARO-2, Form V I I I ARO) 

3.1 Are the Aroclor Recovery Summary Forms present? [vf 

ACTION: Contact the TOPO to obtain an explanation/resubmittal from the 
lab. I f missing deliverables are unavailable, document the 
effect i n the Data Assessment. 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I Date: August 2007 
Method: CLP/SOW, SOMOl.2/Aroclor SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

3.2 Were the two surrogates, tetrachloro-m-xylene 
(TCX) and decachlorobiphenyl (DCB) added to a l l samples, 

. MS/MSD, LCS, blanks including standards? 

ACTION: I f no, use professional judgment i n qualifying 
data as missing surrogate analyte may not d i r e c t l y 
apply to target analytes. 

3.3 Were o u t l i e r s marked with an asterisk on Form I I ? 

ACTION: Circle a l l o u t l i e r s with a red pencil. 

_ _ 

rv< 

If yes, were effected samples re-analyzed? V\X 

3.4 The RTs of the surrogates i n each mid-point Aroclor e 

standards used f o r continuing c a l i b r a t i o n v e r i f i c a t i o n , 
a l l samples, including MS/MSD, LCS and a l l blanks must be 
within the calculated RT window. TCX must be wit h i n + 
0.05 minutes and DCB must be wi t h i n +0.10 minutes of the 
mean retention time (RT) determined from the i n i t i a l 
c a l i b r a t i o n and tabulated i n Form V I I I Pest. 

Were any o u t l i e r s marked with an asterisk on Form V I I I 
ARO? ft 

ACTION: Circle a l l o u t l i e r s with a red pencil. I f any Surrogate i s 
outside the required l i m i t s , q u a l i f y t h e i r associated target 
compounds (See Table below) as follows: 

Surrogate Compound Recovery Action for Aroclors 

i _ l 

Criteria 

Action 

Criteria Detected 
Target Compounds 

Non-Detected 
Target Compounds 

%R > 200% J . No q u a l i f i c a t i o n 

150% < %R < 200% J No q u a l i f i c a t i o n 

30% < %R < 150% No q u a l i f i c a t i o n 

10% <. %R < 30% ' J UJ 

%R < 10% (sample d i l u t i o n not a factor) J R 

%R < 10% (sample d i l u t i o n i s a factor) J Use Professional Judgement 

RT out of RT window Use professional judgment 

RT w i t h i n RT window No q u a l i f i c a t i o n 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 2 0 07 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

Note: Blank analysis having surrogates out of specification: 

The reviewer must give special consideration to the v a l i d i t y of associated samples. 
Basic concern i s whether the blank problems represent an isolated problem with the 
blank alone or whether there i s a fundamental problem with the an a l y t i c a l process. 
For example, i f one or more samples i n the batch show acceptable surrogate 
recoveries, the reviewer may choose to consider the blank problem to be an isolated 
occurrence. 

ACTION: Note i n the Data Assessment under Contract Problems/ 
Non-Compliance i f the Lab did not perform reanalysis 
and reviewer's judgment regarding blank problem. 

3.5 Are there any transcription/calculation errors between 

raw data and Form l i s ? r i V 

ACTION: I f large errors exist, ask the TOPO to obtain an explanation/resubmittal 
from the lab, make any necessary corrections and note errors i n the data 
assessment. 

4.0 Matrix Spike/Matrix Spike Duplicate Recovery (Form I I I ) 
Note: Data for MS/MSD w i l l not be present unless requested. 

4.1 Are the MS/MSD Recovery Forms (Form I I I ARO) present? 

4.2 Was the MS/MSD analyzed at the required frequency (once , 
per SDG, or every 20 samples, whichever is more frequent)? [\A 

ACTION: I f any MS/MSD data are missing, take action as specified 
i n section 3.1 above. 

ACTION: No action i s taken on MS/MSD data alone. However, using 
professional judgement, the validator may use the MS and MSD 
results i n conjunction with other QC c r i t e r i a and determine the 
need for some q u a l i f i c a t i o n of the data. I f Any MS/MSD % 
recovery or RPD i s out of specification, q u a l i f y data to include 
the consideration of the existence of interference i n the raw 
data. Consideration include, but not li m i t e d to the following 
"Action": 

Matrix Spike/Matrix Spike Duplicate Action for Aroclor 

C r i t e r i a 

Action 

C r i t e r i a Detected 
Spike Compounds 

Non-detected 
Spike Compounds 

%R o r RPD > Upper Acceptance Limit J No q u a l i f i c a t i o n 

2 0% <̂  %R < Lower Acceptance Limit J UJ 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 2007 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

%R < 20% J Use professioan judgement 

Lower Acceptance L i m i t < %R; 
RPD <, Upper Acceptance L i m i t 

No q u a l i f i c a t i o n 

Note: I f i t can be determined t h a t the r e s u l t s of the MS/MSD a f f e c t s o n l y the sample 
spiked, l i m i t q u a l i f i c a t i o n t o only t h i s sample. However, use p r o f e s s i o n a l judgment 
when i t i s determined through the MS/MSD r e s u l t s t h a t the l a b o r a t o r y i s having 
systematic problem i n the an a l y s i s of one or more analytes t h a t a f f e c t a l l 
associated samples. 

5.0 Blanks (Form IV) 

5.1 

5.2 

ACTION: 

Is the A r o c l o r Method Blank Summary (Form IV ARO) present 
f o r aqueous and s o i l samples? 

Frequency of Ana l y s i s : For the a n a l y s i s of AROCLOR, has a 
method blank been analyzed f o r each SDG or every 2 0 
samples, whichever i s more frequent? 

I f any blank data are missing, take a c t i o n as s p e c i f i e d 
above i n s e c t i o n 3.1. I f blank data i s not a v a i l a b l e , 
r e j e c t "R" a l l associated p o s i t i v e data. However, using 
p r o f e s s i o n a l judgement, the data reviewer may s u b s t i t u t e 
f i e l d blank data f o r missing method blank data. 

5.3 A separate Form IV should be present i f p a r t of an 
e x t r a c t i o n batch r e q u i r e d s u l f u r removal. I n such cases 
some samples w i l l be l i s t e d on two blank summary forms -
once under the method blank, and once under the s u l f u r 
clean-up blank (PCBLK). Was t h i s a d d i t i o n a l blank raw 
data and Form IV submitted when required? 

ACTION: I f Form IV s u l f u r clean-up blank i s missing, take a c t i o n 
as s p e c i f i e d i n s e c t i o n 3.1 above. 

5.4 

ACTION: 

5 . 5 

ACTION: 

Has a A r o c l o r instrument blank been analyzed a t the 
beginning of every 12 hr. p e r i o d f o l l o w i n g the i n i t i a l 
c a l i b r a t i o n sequence (minimum c o n t r a c t requirement)? 

I f any blank data are missing, take a c t i o n s p e c i f i e d i n 
Section 3.1. 

Was the c o r r e c t i d e n t i f i c a t i o n scheme used f o r a l l A r o c l o r 
blanks? (See page B-39, s e c t i o n 3.3.7.3 of SOMOl.1 f o r 
f u r t h e r i n f o r m a t i o n ) 

Contact the TOPO t o o b t a i n r e s u b m i t t a l s or 
make the r e q u i r e d c o r r e c t i o n s on the forms. 

M _ 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 2 0 07 
SOP HW-37/Aroclor, Revision l 

YES NO N/A 

Document i n the Data Assessment under Contract 
Problems/Non-Compliance a l l corrections made 
by the validator. 

5-6 Chromatography: Review the blank raw data chromatogram, 
quant. Reports and data system printout. Is the 
chromatographic performance (baseline stability) / 
acceptable for each instrument? (sA 

ACTION: Use professional judgement to determine the effect on the data 

5.7 Are a l l detected h i t s f o r target compounds i n method, and 
f i e l d blanks less than the CRQL? 

ACTION: IF no, an explanation and laboratory's corrective actions must be 
addressed i n the case SDG narrative. Contact TOPO to request from Lab. 
revised narrative and make a note i n the Contract Problems/Non-Compliance 
section of the Data Assessment. 

6.0 Contamination 

NOTE: "Water blanks", " d r i l l blanks", and d i s t i l l e d water blanks" are 
validated l i k e any other sample, and are not used to qu a l i f y data. 
Do not confuse them with the other QC blanks discussed below. 

6.1 Do any method/reagent or cleanup blanks contain positive 
h i t s f o r target Aroclor compounds with values greater than 
the CRQL for that analyte? 

Note: The concentration of each target compound i n the instrument 
blank must be less than the CRQL for that analyte. 

ACTION: Make note i n data assessment under Contract Problems/Non-
Compliance i f any blank contains h i t above the CRQLs. 

6.2 Do any instrument blanks contain positive Aroclor results * 
with values greater than CRQLs? [V] 

ACTION: Take the action specified i n section 6.1. 

6.3 Do any field/rinse blanks have positive Aroclor results? [ ] \ / 

NOTE: A l l f i e l d blank results associated with a pa r t i c u l a r group of samples 
(may exceed one per case) must be used to qua l i f y data. Blanks may 
not be q u a l i f i e d because of contamination i n another blank. Field 
blanks must be q u a l i f i e d for system monitoring compound, instrument 
performance c r i t e r i a , spectral or cali b r a t i o n QC problems. 

ACTION: Follow the directions i n the table below to q u a l i f y results due 
to contamination. Use the largest value from a l l the associated 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 2007 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

blanks. I f any blanks are grossly contaminated, a l l associated 
sample data should be q u a l i f i e d unusable (R). 

Blank Action f o r Aroclor Analyses 

Blank Type B lank R e s u l t Sample R e s u l t Action for Samples 

Detects Not de tec ted No q u a l i f i c a t i o n required 

< CRQL < CRQL Report CRQL value w i t h a U 

> CRQL No q u a l i f i c a t i o n r e q u i r e d 

= CRQL < CRQL Report CRQL value w i t h a U 

Method, F ie ld , > CRQL No q u a l i f i c a t i o n r e q u i r e d 

Su l fu r Cleanup, < CRQL Report CRQL value w i t h a U 

Instrument > CRQL > CRQL and < b lank 
contaminat i o n 

Report concentration of 
sample wi th a U 

> CRQL and £ b lank 
contaminat i o n 

No q u a l i f i c a t i o n r e q u i r e d 

Gross 
con tamina t ion 

Detects Qua l i fy resul ts as unusable R 

NOTE: Analytes q u a l i f i e d "U" fo r blank contamination are treated as " h i t s " 
when qu a l i f y i n g f o r c a l i b r a t i o n c r i t e r i a . 

Note: When applied as described i n the table above, the contaminant 
concentration i n the blank are m u l t i p l i e d by the sample d i l u t i o n factor. 

6.4 Are there field/rinse/equipment blanks associated with 
every sample? [ ] 

ACTION: Note i n data assessment i f there's no associated 
field/rinse/equipment blank. 

Exception: samples taken from a drinking water tap do not have 
associated f i e l d blanks. 

7'0 Aroclor I n i t i a l and Continuing Calibration 

7.1 Are the following Forms, chromatograms and data system 
printouts present? 

a.) Form VI ARO-l/Aroclor I n i t i a l Calibration (Multipoint) [ v f ' 

11 



STANDARD OPERATING PROCEDURE 

USEPA R e g i o n I I 
Method: CLP/SOW, S O M O l . 2 / A r o c l o r 

D a t e : A u g u s t 20 07 
SOP H W - 3 7 / A r o c l o r , R e v i s i o n 1 

b . ) Form V I AR0-2/Aroclor I n i t i a l C a l i b r a t i o n ( M u l t i p o i n t ) 

c. ) Form V I AR0-3/Aroc lor I n i t i a l C a l i b r a t i o n ( S i n g l e p o i n t ) 

d . ) Form V I I ARO/Aroclor C a l i b r a t i o n V e r i f i c a t i o n 

e. ) Form V I I I ARO/Aroclor A n a l y t i c a l Sequence 

f . ) Form X A R O / I d e n t i f i c a t i o n Summary f o r Multicomponent 
A n a l y s i s 

YES NO N / A 

^ _ _ 

i < — . — 

M _ _ 
AdT _ _ 

7.2 I n i t i a l Calibration 

7.2.1 Was the f o l l o w i n g c o n t r a c t r e q u i r e d i n i t i a l 
c a l i b r a t i o n sequence provided by the laboratory? 

2 . 

9. 

13 

I n i t i a l Calibration Sequence 

A r o c l o r 1221 CS3 (400ng/ml) 

A r o c l o r 1232 CS3 (40 0 ng/ml) 

A r o c l o r 1242 CS3 (400 ng/ml) 

A r o c l o r 1248 CS3 (400 ng/ml) 

A r o c l o r 1254 CS3 (400 ng/ml) 

A r o c l o r 1262 CS3 (400 ng/ml) 

A r o c l o r 1268 CS3 (400 ng/ml) 

Aroclorl016/1260 (100 ng/ml) CS1 

Aroclorl016/1260 (200 ng/ml) CS1 

10. Aroclorl016/1260 (400 ng/ml) CS1 

11. Aroclorl016/1260 (800 ng/ml) CS1 

12. Aroclorl016/1260 (1600 ng/ml) CS1 

Instrument Blank 

ACTION: I f i n i t i a l c a l i b r a t i o n i s not performed or not performed i n the proper 
sequence, n o t i f y the TOPO and make a note i n the data assessment. 

7.3 Are there any t r a n s c r i p t i o n / c a l c u l a t i o n e r r o r s between raw 
data and the Forms? 

ACTION: I f l a r g e e r r o r s e x i s t , take a c t i o n s p e c i f i e d i n s e c t i o n 3.1 above. 

12 



STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 20 07 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

7.4 Mean Retention Time (RT) and RT Window 

Were the following mean RT and RT window met: 

a. ) The mean RT of each of the three to f i v e major peaks were 
determined from the five-point i n i t i a l c a l i b r a t i o n f o r a l l 
Aroclors 

b. ) RT window was calculated as + 0.07 f o r each of the three to 
fi v e major peaks and +0.05 and + 0.10 f o r the surrogates 
tetrachloro-m-xylene and decachlorobiphenyl, respectively. 

ACTION: I f no, follow the action as specified i n section 3.1. 

7.5 Was at least one chromatogram from each of the Aroclor 
standards y i e l d peaks that give deflection between 50-100% 
of f u l l scale? 

ACTION: IF no, take action as specified i n section 3.1. 

7.6 Was the mean Calibration Factor (CF) calculated f o r the 
three to f i v e major peaks of each Aroclor, as well as for 
the surrogates, oyer the i n i t i a l c a l i b r a t i o n range? 

7.7 Were the Percent Relative Standard Deviation (%RSD) of the 
Calibration Factor for the three to f i v e major peaks < 20% 
of each of the Aroclor compounds and surrogates? 

ACTION: I f no, take action as specified i n the following Table. 

I n i t i a l Calibration Action f o r Aroclor Analyses 

Jkir 

C r i t e r i a 

Action 

C r i t e r i a Detected 
Associated Compounds 

Non-Detected 
Associated Compounds 

I n i t i a l c a l i b r a t i o n i s not performed or not 
performed i n proper sequence 

Use Professional Judgment and n o t i f y 
Contract Lab Program (CLP) Project Officer 

%RSD exceeds allowable l i m i t s * J UJ 

%RSD w i t h i n allowable l i m i t s * No q u a l i f i c a t i o n 

%RSD < 20.0% for Aroclors and surrogates (tetrachloro-m-xylene and decachlorobiphenyl. 

7.8 Continuing Calibration V e r i f i c a t i o n (CCV) (Form VII) 

Were the Absolute Retention Time (RT) for each Aroclor 
and surrogate i n the mid-point concentration (CS3) of 

13 



STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 2 0 07 
SOP HW-37/Aroclor, Revision l 

YES NO N/A 

the Standard used for CCV must be within the RT window 
determined from the i n i t i a l calibration? 

7.9 For opening CCV, or closing CCV that i s used as an opening 
CCV for the next 12-hour period, the Percent Difference 
(%D) between the CF of each of the three to f i v e peaks used 
to i d e n t i f y an Aroclor and surrogates i n the mid-point 
concentration (CS3) of the Aroclor standards and the CF from 
the i n i t i a l c a l i b r a t i o n must be within +15.0%. 

7.10 For a closing CCV, the %D between the CF of each of the three 
to f i v e peaks used to i d e n t i f y an Aroclor and surrogates i n the 
mid-point concentration (CS3) of the Aroclor standards and the CF 
from the i n i t i a l c alibration must be within +50.0%. 

7.11 No more than 14 hours may elapse from the i n j e c t i o n of the instrument 
Blank that begins an analytical sequence (opening CCV) and the 
i n j e c t i o n of the last mid-point concentration (CS3) of the Aroclor 
standards that ends an analytical sequence (closing CCV). 

7.12 No more than 12 hours may elapse from the i n j e c t i o n of the instrument 
blank that begins an analytical sequence (opening CCV and the 
i n j e c t i o n of the last sample or blank that i s part of the same 
ana l y t i c a l sequence. 

Were sections 7.8 to 7.12 met? ['•f'* _ 

ACTION: I f no, use the following table to qu a l i f y Aroclor data: 

Continuing Calibration Verification (CCV) Action for Aroclor Analyses 

Criteria 

Action 

Criteria Detected 
Associated Compounds 

Non-Detected 
Associated Compounds 

RT out of RT Window Use professional Judgment * 

Percent Difference not wi t h i n l i m i t s +15% 
as specified i n section 7.9 above 

J UJ 

Percent Difference not within l i m i t s + 50% 
as specified i n section 7.10 above 

J UJ 

Time elapsed is greater than acceptable limits 
as specified in section 7.11 & 7.12 above 

R 

Percent Difference, time elapsed and RT are 
w i t h i n acceptable l i m i t s 

No q u a l i f i c a t i o n 

14 



STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 20 07 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

* For non-detected t a r g e t compounds i n the a f f e c t e d samples, check 
t o see i f the sample chromatogram c o n t a i n any peak t h a t are close 
t o the expected RT window of the A r o c l o r of i n t e r e s t . 

I f no peaks are present, consider the non-detected values t o be 
v a l i d and no q u a l i f i c a t i o n of the data i s necessary. 

I f any peaks are present close t o the expected RT window of the 
Aro c l o r of i n t e r e s t , q u a l i f y the non-detected values as 
presumptively present "N". 

For detected compounds i n the a f f e c t e d samples, i f the peaks are 
w i t h i n the RT window, no q u a l i f i c a t i o n of the data i s necessary. 
I f the peaks are close t o the expected RT window of the A r o c l o r s 
of i n t e r e s t , the reviewer may take a d d i t i o n a l e f f o r t t o determine 
i f sample peaks represent the compound of i n t e r e s t . 

For example, the reviewer can examine the data package f o r the 
presence of three or more standards c o n t a i n i n g the A r o c l o r of 
i n t e r e s t t h a t were run w i t h i n the a n a l y t i c a l sequence d u r i n g which 
the sample was analyzed. I f three or more such standards are 
present, the RT window can be re-evaluated using the mean RT of 
the standards. 

I f the peaks i n the a f f e c t e d sample f a l l w i t h i n the r e v i s e d 
window, q u a l i f y the detected A r o c l o r as "JN". 

I f the reviewer cannot do anything w i t h the data t o resolve the 
problem of concern, q u a l i f y a l l non-detects as unuseable "R". 

8.0 A n a l y t i c a l Sequence Check (Form VIII-ARO) 

8.1 

ACTION: 

8.2 

ACTION: 

8.3 

Is Form VHI-Pest present and complete f o r each 
column and each p e r i o d of analyses? 

I f no, take a c t i o n as s p e c i f i e d i n s e c t i o n 3.1 

Was the proper a n a l y t i c a l sequence followed f o r each 
i n i t i a l c a l i b r a t i o n and subsequent analyses, and a l l 
standards analyzed a t the r e q u i r e d frequency f o r each 
GC/ECD instrument used? 

I f no, use p r o f e s s i o n a l judgment t o determine the 
s e v e r i t y of the e f f e c t on the data and q u a l i f y 
accordingly. Generally, the e f f e c t i s n e g l i g i b l e 
unless the sequence was g r o s s l y a l t e r e d and/or 
the c a l i b r a t i o n was out of QC l i m i t s . 

Are the surrogate r e t e n t i o n time (RT) from the i n i t i a l 
c a l i b r a t i o n f o r TCX and DCB provided on Form V i l i - P e s t ? 

^ 

i f 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2 /Aroc lor 

Date : August 2 0 07 
SOP HW-37/Aroc lor , R e v i s i o n 1 

YES NO N / A 

ACTION: 

8.4 

I f no, take a c t i o n as s p e c i f i e d i n s e c t i o n 3 .1 

Was the a s t e r i s k (*) a p p l i e d t o the RT of any b lanks , 
samples, s tandards, MS/MSD, and LCS t h a t d i d not meet the 
QC L i m i t s o f + 0 . 0 5 minutes f o r TCX ( t e t r ach lo ro -m-xy lene ) ^ v -
and + 0.10 minutes f o r DCB (decachlorobiphenyl)? [Q<[ 

ACTION: I f any data are miss ing , take a c t i o n s p e c i f i e d i n 3 . 1 above. 

I f no, use p r o f e s s i o n a l judgment t o determine the 
s e v e r i t y o f the e f f e c t on the data and q u a l i f y 
a c c o r d i n g l y . Document i n the data assessment 
under Contract Problems/Non-Compliance. 

_ S 

9.0 Sulfuric Acid and Gel Permeation Chromatography (GPC) Cleanup 
Procedures 

9.1 Was s u l f u r i c acid added to a l l extracts? 

Note: Sulfuric acid cleanup i s mandatory f o r a l l extracts 

ACTION: I f no, take action specified i n section 3.1 

9.2 Gel Permeation Chromatography (GPC 

GPC i s an optional cleanup procedure f o r both aqueous and 
non-aqueous samples that contain high molecular weight 
compounds that i n t e r f e r e with Aroclor analysis. 

9.3 I f GPC cleanup was performed on samples, GPC c a l i b r a t i o n 
i s acceptable i f the two UV traces meet the following 
requirements. 

a. Peaks must be observed and should be symmetrical for 
a l l compounds i n the c a l i b r a t i o n solution. 

b. Corn o i l and phthalate peaks should exhibit greater 
than 85% resolution. 

c. The phthalate and Methoxychlor peaks should exhibit 
greater than 85% resolution. 

d. Methoxychlor and perylene peaks should exhibit greater 
than 85% resolution. 

e. Perylene and sulfur peaks must be saturated and should 
exhibit greater than 90% baseline resolution. 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I Date: August 2007 
Method: CLP/SOW, SOMOl.2/Aroclor SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

f. The RT s h i f t i s less than 5% between UV traces f o r 
bis (2-ethylhexylphthalate and perylene. 

9.4 Were a l l above c r i t e r i a met? 

ACTION: I f no, examine the raw data f o r the presence of high 
molecular weight contaminants. Examine the subsequent 
sample data f o r unusual peaks and use professional 
judgment i n qu a l i f y i n g the data. 

10.0 Laboratory Control Samples (LCSs) 

10.1 LCSs provide information on the accuracy of the an a l y t i c a l 
method and laboratory performance. 

i-L _ 4^ 

Aroclor Laboratory Control Sample Recovery - Aqueous and Non-Aqueous 

Compound % Recovery QC L i m i t s 

A r o c l o r 1016 50 - 150 

Aro c l o r 1260 50 - 150 

Tetrachloro-m-xylene (surrogate) 30 - 150 

Decachlorobiphenyl (surrogate) 30 - 150 

10.2 Were the above recoveries met? 

ACTION: I f no, q u a l i f y the sample data as follows: 

C r i t e r i a 

ACTION 

C r i t e r i a Detected 
Associated Compound 

Non-Detected 
Associated Compound 

%R> Upper Acceptance L i m i t J No q u a l i f i c a t i o n 

%R< Lower Acceptance L i m i t J R 

Lower Acceptance L i m i t < %R 
< Upper Acceptance L i m i t 

No q u a l i f i c a t i o n 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 2007 
SOP HW-37/Aroclor, Revision l 

YES NO N/A 

11.0 Aroclor I d e n t i f i c a t i o n (Form X ARO/Identification Summary for Multicomponent 
Analysis 

11.1 Is Form X (ARO) complete f o r every sample i n which 
Aroclor was detected? |Vf 

ACTION: Take action as specified i n section 3.1 above. 

11.2 The i d e n t i f i c a t i o n of a Multi component Aroclor by GC 
method i s based p r i m a r i l y on RT data and pattern 
recognition. Were the following requirements met: [VJ 

a. ) A Minimum of 3 major peaks were selected f o r each 
Aroclor. I f more than one Aroclor i s observed i n a 
sample, a peak common to other Aroclor(s) must not 
be used to quantitate other Aroclor. Lab must choose 
d i f f e r e n t peaks to quantitate each Aroclor. 

b. ) I f a chromatogram i s replotted e l e c t r o n i c a l l y to meet 
these requirements, the scaling factor used must be 
displayed on the chromatogram, and both the i n i t i a l 
chromatogram and the replotted chromatogram must be 
submitted i n the data package. 

c. ) The Retention Time (RT) of both of the surrogates and 
reported target compounds must be wit h i n the calculated 
RT window of both columns. 

d. ) When no analytes are i d e n t i f i e d i n the sample, the 
chromatograms of the sample extract must use the same 
scaling factor used for the low-point standard of the 
i n i t i a l c a l i b r a t i o n associated with those samples. 

e. ) Chromatogram must display the largest peak of any 
Aroclor detected i n the sample at less than f u l l scale. 

f. ) I f an extract must be d i l u t e d , chromatograms must 
display Aroclor peaks between 25-100% of f u l l scale. 

ACTION: I f retention times (RT) or peak apex cannot be 
v e r i f i e d , contact TOPO to obtain rescaled 
chromatograms from the lab. 

I f data reviewer i d e n t i f i e s a peak i n both GC columns that 
f a l l w i t h i n the appropriate RT windows, but was reported as 
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STANDARD OPERATING PROCEDURE 

Date: August 2007 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

non-detect, the compound may be false negative. I f 
necessary, contact TOPO to i n s t r u c t laboratory to re­
evaluate the chromatograms. 

11.3 Are there any tra n s c r i p t i o n / c a l c u l a t i o n errors i n 
Form I and Form X ARO? 

ACTION: Take action as specified i n section 3.1 above. 

11.4 Are the RTs of Aroclor peaks w i t h i n the established 
RT window for analyses on both columns? 

-11.5 Was the GC/MS confirmation provided f or Aroclor 
concentration > 10 ug/ml i n f i n a l extract? 

NOTE: Laboratory i s required to contact SMO to determine i f 
GC/MS confirmation i s required. Check the 
semivolatile TIC data for presence of Aroclors. 

"11.6 Is the per cent difference (%D) calculated f or 
pos i t i v e results on both columns < 25%? 

JSdT 

.Li ±Z 

Action: Reviewer must check columns f o r peak interferences 
for the positive h i t s . Qualify the A r d o r (s) 
according to the following Table: 

Action on Qualifying Positive Aroclor Results 

Percent Differences Qualifier 

0 - 25% None 

26 - 70% " j " 

71 - 100% " JN" 

101 - 200% (No Peak 
Interferences) 

"R" 

101 - 200% (Interferences 
detected)* 

"JN" 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 2 0 07 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

> 50% (Aroclor value < CRQL)** "U" 

> 2 00% "R" 

* When interferences i s detected on either column, q u a l i f y the 
data as "JN" 

** When the Aroclor value i s below CRQL and %D > 50%, raise the 
value to CRQL and q u a l i f y "U", undetected. 

12.0 Target Aroclor L i s t (TCP 

12.1 Are the Aroclor Analysis Data Sheets (Form I ARO) present 
with required header information on each page for samples, 
MS/MSD ( i f required) , method and instrument blanks (per 
column & analysis)? 

12.2 Is the chromatographic performance acceptable with respect 
to baseline s t a b i l i t y , f u l l - s c a l e attenuation, peak 
shape/resolution? 

ACTION: I f no, take action specified i n section 3.1 above. 

13.0 Compound Quantitation and Reported Detection Limits 

13.1 Are there any transcription/calculation errors i n the 
Form I results? Check at least two positive r e s u l t s . 
Were any errors found? 

ACTION: I f errors were found, take action as specified i n section 
3.1 above. 

13.2 Are the contract required quantitation l i m i t s (CRQL) 
adjusted to r e f l e c t sample dilution? V -

ACTION: I f errors e x i s t , take action as specified i n section 3.1 above. 

ACTION: When a sample i s required to be dil u t e d , the lowest CRQL i s used 
(unless a QC exceedance dictates the use of the higher CRQL from 
the d i l u t e d sample). Replace concentration which exceed the 
ca l i b r a t i o n range i n the o r i g i n a l analysis.by crossing out the 
"E" value on the o r i g i n a l Form I and sub s t i t u t i n g i t with the 
result from the d i l u t e d sample. Specify which Form I to use. 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 2007 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

Use a red pencil and draw a red "X" across the entir e page 
of a l l Form I's that should not be used, including those i n the 
data summary package. 

At the top or bottom of the Forms, wri t e with red pencil, "DO 
Not Use". 

Note: I f the sample d i l u t i o n factor (DF) i s greater than 
10, an additional 10 times more concentrated than 
the d i l u t e d sample extract must be analyzed and 
reported with the sample data. I f the DF i s less 
or equal to 10, but greater than 1, the results of 
the o r i g i n a l undiluted analysis must also be 
reported (see SOMOl.1/section 10.3.3.4/page D-
44/ARO). 

ACTION: IF the above requirement was not met, contact the TOPO to obtain an 
explanation/resubmittal from the lab and make a note i n the Data 
Assessment under Contract Problems/Non-Compliance section. 

13.3 For non-aqueous samples, were the percent moisture < 70%? jtf _ _ 
Action: I f the % moisture > 70.0% and < 90.0%, qualify detects 

as "J" and non-detects as approximated "UJ" I f the % 
Moisture > 90%, qualify detects as "J" and non-detects as 

14.0 Field Duplicates 

14.1 Were any f i e l d duplicates submitted for Aroclor 
analysis? 

ACTION: Compare the reported results f o r f i e l d 
duplicates and calculate the r e l a t i v e 
percent difference. 

.LI 

ACTION: Any gross v a r i a t i o n between duplicate 
results must be addressed i n the reviewer 
narrative. I f large differences e x i s t , 
contact the TOPO to confirm i d e n t i f i c a t i o n 
of f i e l d duplicates with the sampler. 
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STANDARD .OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 2007 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

Definitions 

ARO - Aroclor 
CCS - contract compliance screening 
CF - Calibration Factor 
CLASS - Contract Laboratory Anal y t i c a l Services Support 
CLP - Contract Laboratory Program 
CRQL - Contract Required Quantitation Limit 
GC/ECD - Gas Chromatography/Electron Capture Detector 
kg - kilogram . ' • 
lag - microgram 
I - l i t e r 
mf - m i l l i l i t e r 
QC - qu a l i t y control 
RAS - Routine Analytical Services 
RPD - Relative Percent Difference 
RRF - Relative Response Factor 
RRF - Average Relative Response Factor (from i n i t i a l 
c a l i b r a t i o n ) 
RRT - Relative Retention Time 
RSD - Relative Standard Deviation 
RT - Retention Time 
RSCC - Regional Sample Control Center 
SDG - Sample Delivery Group 
SOP - standard operating procedure 
SOW - Statement of Work 
TCL - Target Compound L i s t 
TCLP - Toxicity Characteristics Leachate Procedure 
TIC - Tentatively I d e n t i f i e d Compound 
TPO - Technical Project Officer 
VTSR - Validated Time of Sample Receipt 
TOPO - Task Order Project Officer 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 2 0 07 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 
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INTRODUCTION 

Scope and A p p l i c a b i l i t y 

. This SOP o f f e r s d e t a i l e d guidance i n e v a l u a t i n g l a b o r a t o r y 
data generated according t o the method i n the "USEPA Contract 
Laboratory Program Statement of Work f o r Organics Analysis M u l t i -
Media, M u l t i - C o n c e n t r a t i o n , SOMOl.2, February 2007". The 
v a l i d a t i o n procedures and ac t i o n s discussed i n t h i s document are 
based on the requirements set f o r t h i n the "USEPA Contract 
Laboratory Program N a t i o n a l Functional Guidelines f o r Superfund 
Organic Methods Data Review, J u l y 2007". This document attempts 
t o cover t e c h n i c a l problems s p e c i f i c t o low/Medium co n c e n t r a t i o n 
of A r o c l o r compounds. S i t u a t i o n s may a r i s e where data l i m i t a t i o n s 
must be assessed based on the reviewer's own p r o f e s s i o n a l 
j udgemeht. 

I n a d d i t i o n t o t e c h n i c a l requirements, c o n t r a c t u a l requirements 
may also be covered i n t h i s document. While i t i s important t h a t 
instances of co n t r a c t non-compliance be addressed i n the Data 
Assessment, the t e c h n i c a l c r i t e r i a are always used t o q u a l i f y the 
a n a l y t i c a l data. 

Summary 

To ensure a thorough e v a l u a t i o n of each r e s u l t i n a data . 
case, the reviewer must complete the c h e c k l i s t w i t h i n t h i s SOP, 
answering s p e c i f i c questions w h i l e performing the pre s c r i b e d 
"ACTIONS" i n each s e c t i o n . Q u a l i f i e r s (or f l a g s ) are applied t o 
questionable or unusable r e s u l t s as i n s t r u c t e d . The data 
q u a l i f i e r s discussed i n t h i s document are as f o l l o w s : 

Data Q u a l i f i e r s 

The analyte was analyzed f o r , but was not detected 
above the re p o r t e d sample q u a n t i t a t i o n l i m i t . 

The analyte was p o s i t i v e l y i d e n t i f i e d ; the associated 
numerical value i s the approximate c o n c e n t r a t i o n of the 
analyte i n the sample. 

The a n a l y s i s i n d i c a t e s the presence of an analyte f o r 
which there i s presumptive evidence t o make a 
" t e n t a t i v e i d e n t i f i c a t i o n . " 

The a n a l y s i s i n d i c a t e s the presence of an analyte t h a t 
has been " t e n t a t i v e l y i d e n t i f i e d " and the associated 
numerical value represents i t s approximate 
concentration. 

1 



UJ - The analyte was not detected above the reported sample 
q u a n t i t a t i o n l i m i t . However, the reported q u a n t i t a t i o n 
l i m i t i s approximate and may or may not represent the 
act u a l l i m i t of q u a n t i t a t i o n necessary t o ac c u r a t e l y 
and p r e c i s e l y measure the analyte i n the sample. 

R - . The sample r e s u l t s are r e j e c t e d due t o serious 
d e f i c i e n c i e s i n the a b i l i t y t o analyze the sample and 
meet q u a l i t y c o n t r o l c r i t e r i a . The presence or absence 
of the analyte cannot be v e r i f i e d . 

Lab Q u a l i f i e r s : 

D - The p o s i t i v e value i s the r e s u l t of an ana l y s i s at a 
secondary d i l u t i o n f a c t o r . 

B - The analyte i s present i n the associated method blank 
as w e l l as i n the sample. This q u a l i f i e r has a 
d i f f e r e n t meaning when v a l i d a t i n g inorganic data. 

E - The con c e n t r a t i o n of t h i s analyte exceeds the 
c a l i b r a t i o n range of the instrument. 

P - P e s t i c i d e / A r o c l o r t a r g e t analytes when the % Di f f e r e n c e 
between the analyte concentrations obtained from the 
two d i s s i m i l a r GC columns i s greater than 25%. 

The reviewer must prepare a d e t a i l e d data assessment t o be 
submitted along w i t h the completed SOP c h e c k l i s t . The Data 
Assessment must l i s t a l l data q u a l i f i c a t i o n s , reasons f o r 
q u a l i f i c a t i o n s , instances of missing data and con t r a c t non­
compliance. 

Reviewer Qualifications: 

Data reviewers must possess a working knowledge of the USEPA 
Statement of Work SOMOl.2 and National Functional Guidelines 
mentioned above. 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 2007 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

PACKAGE COMPLETENESS AND DELIVERABLES 

CASE NUMBER: LAB: 

i 
SITE NAME:Q)ftyiflH- TWK.l.Wl E/«/fo«J^BDQ No(s) . : R lA^^Sf -ft ̂ Tq I ,fl.UXMtt. ^ ) 0 ^ 

1.0 Chain of Custody and Sampling Trip Reports 

1.1 Are the T r a f f i c Reports/Chain-of-Custody Records 
present f o r a l l samples? 

ACTION: I f no, contact RSCC, or the TOPO t o o b t a i n 
replacement of missing or i l l e g i b l e copies 
from the l a b . 

1.2 I s the Sampling T r i p Report present f o r a l l 
samples? 

ACTION: I f no, contact e i t h e r RSCC or ask the TOPO t o 
ob t a i n the necessary i n f o r m a t i o n from the prime 
c o n t r a c t o r . 

2.0 Data Completeness and Deliverables 

2.1 Have any missing d e l i v e r a b l e s been received 
and added t o the data package? 

ACTION: Contact the TOPO t o o b t a i n an explanation or 
re s u b m i t t a l of any missing d e l i v e r a b l e s from the lab. 
I f l a b cannot provide them, note the e f f e c t on the 
review of the data package i n the Contract 
Problems/Non-compliance s e c t i o n of the Data 
Assessment. 

2.2 Was SMO/CLASS CCS c h e c k l i s t included w i t h the 
package? fvf 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 2 0 07 
SOP HW-37/Aroclor/ Revision 1 

YES NO N/A 

2.3 Are there any discrepancies between the T r a f f i c 
Reports/Chain-of-Custody Records, and Sampling 
T r i p Report? 

ACTION: I f yes, contact the TOPO t o o b t a i n an explanation or 
re s u b m i t t a l of any missing d e l i v e r a b l e s from the 
l a b o r a t o r y . 

3.0 Cover Letter SDG Narrative 

3.1 I s the SDG Na r r a t i v e or Cover L e t t e r Present? 

3.2 

3.3 

3.5 

3.6 

ACTION: 

Are case number, SDG number and cont r a c t number 
contained i n the SDG N a r r a t i v e or cover l e t t e r 
(see SOW, E x h i b i t B, se c t i o n 2.5.1)? 
EPA sample numbers i n the SDG, d e t a i l e d 
documentation of any q u a l i t y c o n t r o l , sample, 
shipment, and/or a n a l y t i c a l problems encountered 
i n processing the samples? C o r r e c t i v e a c t i o n 
taken? 

Does the N a r r a t i v e contain the f o l l o w i n g . 
i n f o r m a t i o n SOMOl.1, page B-12, s e c t i o n 2.5.1)? 
column used, storage of samples, case#, SDG#, 
a n a l y t i c a l problems, and discrepancies between 
f i e l d and la b weights. 

Did the c o n t r a c t o r record the temperature of the 
cooler on the Form DC-1, Item 9 - Cooler 
Temperature, and i n the SDG Narrative? 

Does the Case Nar r a t i v e c o n t a i n the "verbatim" 
statement (page B-12, s e c t i o n 2.5.1 of the SOM)? 

I f "No", t o any question i n t h i s section, 
contact the TOPO t o o b t a i n necessary 
r e s u b m i t t a l s . I f u n a v a i l a b l e , document 
under the Contract Problems/ 
Non-Compliance section of the Data Assessment. 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I Date: August 20 07 
Method: CLP/SOW, SOMOl.2/Aroclor SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

4.0 Data V a l i d a t i o n C h e c k l i s t 

4.1 Check the package f o r the f o l l o w i n g (see SOM r e p o r t i n g 
requirements, s e c t i o n 2.1, page B-10): 

a. I s the package paginated i n ascending order 
s t a r t i n g from the SDG n a r r a t i v e ? 

b. Are a l l forms and copies l e g i b l e ? 

c. Assembled i n the order set f o r t h i n the SOW? 

d. A l l A r o c l o r Data present? 

PART A: Low/Medium Aroclor Analyses 

1•0 Sample Conditions/Problems 

1.1 Do the T r a f f i c Reports/Chain-of-Custody Records, 
Sampling T r i p Report or Lab N a r r a t i v e i n d i c a t e 
any problems w i t h sample r e c e i p t , c o n d i t i o n of 
samples, a n a l y t i c a l problems or sp e c i a l 
circumstances a f f e c t i n g the q u a l i t y of the data? 

ACTION: I f samples were not i c e d or the i c e was melted upon 
a r r i v a l a t the l a b o r a t o r y and the temperature of the 
cooler was > 10° C, then f l a g a l l p o s i t i v e r e s u l t s 
w i t h a "J" and a l l non-detects "UJ". 

2.0 Holding Times 

2.1 Have any A r o c l o r t e c h n i c a l h o l d i n g times, 
determined from date of c o l l e c t i o n t o date of 
ana l y s i s , been exceeded? 

2.2 Preservation: Aqueous and Non-aqueous samples must 
be cooled a t 4°C + 2°C. 

_[vl 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I Date: August 2 0 07 
Method: CLP/SOW, SOMOl.2/Aroclor SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

ACTION: Q u a l i f y sample r e s u l t s according t o the f o l l o w i n g t a b l e . 

Holding Time Actions f o r Low/Medium Aro c l o r Analyses 

Matrix Preserved C r i t e r i a 

Action 

Matrix Preserved C r i t e r i a Detected 
Associated 

Compounds 

Non-Detected 
Associated 

Compounds 

Aqueous 

No < 7 days ( e x t r a c t i o n ) 
< 40 days (ana lys is ) 

J * U J * 

Aqueous 
No > 7 days ( e x t r a c t i o n ) 

> 40 days (ana lys is ) 
J U J 

Aqueous 

Yes <. 7 days ( e x t r a c t i o n ) 
<. 4 0 days (ana lys i s ) 

No q u a l i f i c a t i o n 

Aqueous 

Yes > 7 days ( e x t r a c t i o n ) 
> 40 days (ana lys is ) 

J U J 

Aqueous 

Yes/No > 28 Days (extraction) j R 

Non-aqueous 

No < 14 days ( e x t r a c t i o n ) 
<. 40 days (ana lys i s ) 

j * UJ* 

Non-aqueous No > 14 days ( e x t r a c t i o n ) 
> 40 days (ana lys i s ) 

j UJ Non-aqueous 

Yes < 14 days ( e x t r a c t i o n ) 
< 40 days (ana lys i s ) 

No q u a l i f i c a t i o n 

Non-aqueous 

Yes > 14 days ( e x t r a c t i o n ) 
> 40 days (ana lys i s ) 

J UJ 

Non-aqueous 

Yes/No > 28 Days (extraction) J R 

* Only i f cooler temperature exceeds 10°C (see ACTION i n Section 1.1 above). 
No action required i f temperature < 10°C. 

3.0 Surrogate Recovery (Form I I ARO-1, Form I I ARO-2, Form V I I I ARO) 

3.1 Are the Aroclor Recovery Summary Forms present? 

ACTION: Contact the TOPO to obtain an explanation/resubmittal from the 
lab. I f missing deliverables are unavailable, document the 
effect i n the Data Assessment. 
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STANDARD OPERATING PROCEDURE . . . 

USEPA Region I I Date: August 2007 
Method: CLP/SOW, SOMOl.2/Aroclor SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

3.2 Were the two surrogates, tetrachloro-m-xylene 
(TCX) and decachlorobiphenyl (DCB) added to a l l samples, 
MS/MSD, LCS, blanks including standards? 

ACTION: I f no, use professional judgment i n qualifying 
data as missing surrogate analyte may not d i r e c t l y 
apply to target analytes. 

3.3 Were o u t l i e r s marked with an asterisk on Form I I ? 

ACTION: Circle a l l o u t l i e r s with a red pencil. 

I f yes, were effected samples re-analyzed? , ^ [ v f 

The RTs of the surrogates i n each mid-point Aroclor 
standards used f o r continuing c a l i b r a t i o n v e r i f i c a t i o n , 
a l l samples, including MS/MSD, LCS and a l l blanks must be 
within the calculated RT window. TCX must be wit h i n + 
0.05 minutes and DCB must be wit h i n +0.10 minutes of the 
mean retention time (RT) determined from the i n i t i a l 
c a l i b r a t i o n and tabulated i n Form V I I I Pest. 

Were any o u t l i e r s marked with an asterisk on Form V I I I 
ARO? jv£ 

ACTION: Circle a l l o u t l i e r s with a red pencil. I f any Surrogate i s 
outside the required l i m i t s , q u a l i f y t h e i r associated target 
compounds (See Table below) as follows: 

Surrogate Compound Recovery Action for Aroclors 

C r i t e r i a 

Action 

C r i t e r i a Detected 

Target Compounds 
Non-Detected 

Target Compounds 

%R > 200% J No q u a l i f i c a t i o n 

150% < %R < 200% J No q u a l i f i c a t i o n 

30% < %R < 150% No q u a l i f i c a t i o n 

10% < %R < 30% J UJ 

%R < 10% (sample d i l u t i o n not a f a c t o r ) J R 

%R < 10% (sample d i l u t i o n i s a f a c t o r ) J Use Professional Judgement 

RT o u t of RT window Use p r o f e s s i o n a l judgment 

RT w i t h i n RT window No q u a l i f i c a t i o n 

jvf 

3.4 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 2007 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

Note: Blank analysis having surrogates out of specification: 

The reviewer must give special consideration to the v a l i d i t y of associated samples. 
Basic concern i s whether the blank problems represent an isolated problem with the 
blank alone or whether there i s a fundamental problem with the a n a l y t i c a l process. 
For example, i f one or more samples i n the batch show acceptable surrogate 
recoveries, the reviewer may choose to consider the blank problem to be an isol a t e d 
occurrence. 

ACTION: 

3.5 

ACTION: 

Note i n the Data Assessment under Contract Problems/ 
Non-Compliance i f the Lab did not perform reanalysis 
and reviewer's judgment regarding blank problem. 

Are there any transcription/calculation errors between 
raw data and Form l i s ? .LI ^ 

I f large errors exist, ask the TOPO to obtain an explanation/resubmittal 
from the lab, make any necessary corrections and note errors i n the data 
assessment. 

4.0 Matrix Spike/Matrix Spike Duplicate Recovery (Form I I I ) 

Note: Data for MS/MSD w i l l not be present unless requested. 

4.1 Are the MS/MSD Recovery Forms (Form I I I ARO) present? [s/f 

4.2 Was the MS/MSD analyzed at the required frequency (once 
per SDG, or every 20 samples, whichever i s more frequent)? [Vf 

ACTION: I f any MS/MSD data are missing, take action as specified 
i n section 3.1 above. 

ACTION: No action i s taken on MS/MSD data alone. However, using 
professional judgement, the validator may use the MS and MSD 
results i n conjunction with other QC c r i t e r i a and determine the 
need fo r some q u a l i f i c a t i o n of the data. I f Any MS/MSD % 
recovery or RPD i s out of specification, q u a l i f y data to include 
the consideration of the existence of interference i n the raw 
data. Consideration include, but not l i m i t e d to the following 
"Action": 

Matrix Spike/Matrix Spike Duplicate Action for Aroclor 

C r i t e r i a 

Action 

C r i t e r i a Detected 
Spike Compounds 

Non-detected 
Spike Compounds 

%R or RPD > Upper Acceptance Limit J No q u a l i f i c a t i o n 

20% <. %R < Lower Acceptance Limit J UJ 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I Date: August 2007 
Method: CLP/SOW, SOMOl.2/Aroclor SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

%R < 20% J Use professioan judgement 

Lower Acceptance L i m i t <. %R; 
RPD < Upper Acceptance L i m i t 

No q u a l i f i c a t i o n 

Note: I f i t can be determined that the results of the MS/MSD affects only the sample 
spiked, l i m i t q u a l i f i c a t i o n to only t h i s sample. However, use professional judgment 
when i t i s determined through the MS/MSD results that the laboratory i s having 
systematic problem i n the analysis of one or more analytes that a f f e c t a l l 
associated samples. 

5.0 Blanks (Form IV) 

5.1 Is the Aroclor Method Blank Summary (Form IV ARO) present 
for aqueous and s o i l samples? U _ 

5.2 Frequency of Analysis: For the analysis of AROCLOR, has a 
method blank been analyzed f o r each SDG or every 2 0 
samples, whichever i s more frequent? 

ACTION: I f any blank data are missing, take action as specified 
above i n section 3.1. I f blank data i s not available, 
rej e c t "R" a l l associated po s i t i v e data. However, using 
professional judgement, the data reviewer may substitute 
f i e l d blank data for missing method blank data. 

5.3 A separate Form IV should be present i f part of an 
extraction batch required s u l f u r removal. In such cases 
some samples w i l l be l i s t e d on two blank summary forms -
once under the method blank, and once under the sulfur-
clean-up blank (PCBLK). Was t h i s additional blank raw 
data and Form IV submitted when required? 

ACTION: I f Form IV sulfur clean-up blank i s missing, take action 
as specified i n section 3.1 above. 

5.4 Has a Aroclor instrument blank been analyzed at the 
beginning of every 12 hr. period following the i n i t i a l 
c a l i b r a t i o n sequence (minimum contract requirement)? 

ACTION: I f any blank data are missing, take action specified i n 
Section 3.1. 

5.5 Was the correct i d e n t i f i c a t i o n scheme used fo r a l l Aroclor 
blanks? (See page B-39, section 3.3.7.3 of SOMOl.1 for 
further information) 

ACTION: Contact the TOPO to obtain resubmittals or 
make the required corrections on the forms. 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 2 0 07 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

5.6 

Document i n the Data Assessment under Contract 
Problems/Non-Compliance a l l corrections made 
by the validator. 

Chromatography: Review the blank raw data chromatogram, 
quant. Reports and data system printout. Is the 
chromatographic performance (baseline s t a b i l i t y ) 
acceptable f o r each instrument? 

ACTION: Use professional judgement to determine the effect on the da 

5.7 Are a l l detected h i t s f o r target compounds i n method, and 
f i e l d blanks less than the CRQL? Ac _ 

ACTION: IF no, an explanation and laboratory's corrective actions must be 
addressed i n the case SDG narrative. Contact TOPO to request from Lab. 
revised narrative and make a note i n the Contract Problems/Non-Compliance 
section of the Data Assessment. 

6.0 Contamination 

NOTE 

6.1 

"Water blanks", " d r i l l blanks", and d i s t i l l e d water blanks" are 
validated l i k e any other sample, and are not used to qu a l i f y data. 
Do not confuse them with the other QC blanks discussed below. 

Do any method/reagent or cleanup blanks contain positive 
h i t s f o r target Aroclor compounds with values greater than 
the CRQL for that analyte? 

Note: The concentration of each target compound i n the instrument 
blank must be less than the CRQL f or that analyte. 

ACTION: Make note i n data assessment under Contract PrOblems/Non-
Compliance i f any blank contains h i t above the CRQLs. 

6.2 Do any instrument blanks contain positive Aroclor results 
with values greater than CRQLs? 

ACTION: Take the action specified i n section 6.1. 

6.3 Do any f i e l d / r i n s e blanks have positive Aroclor results? 

NOTE: A l l f i e l d blank results associated with a pa r t i c u l a r group of samples 
(may exceed one per case) must be used to qu a l i f y data. Blanks may 
not be q u a l i f i e d because of contamination i n another blank. Field 
blanks must be q u a l i f i e d f o r system monitoring compound, instrument 
performance c r i t e r i a , spectral or cal i b r a t i o n QC problems. 

ACTION: Follow the directions i n the table below to qua l i f y results due 
to contamination. Use the largest value from a l l the associated 

_ M : _ 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I Date: August 2007 
Method: CLP/SOW, SOMOl.2/Aroclor SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

blanks. I f any blanks are grossly contaminated, a l l associated 
sample data should be q u a l i f i e d unusable (R). 

Blank Action for Aroclor Analyses 

Blank Type Blank R e s u l t Sample R e s u l t A c t i o n f o r Samples 

Detects Not detected No q u a l i f i c a t i o n required 

< CRQL < CRQL Report CRQL value w i t h a U 

> CRQL No q u a l i f i c a t i o n r e q u i r e d 

= CRQL < CRQL Report CRQL value w i t h a U 

Method, Field, > CRQL No q u a l i f i c a t i o n r e q u i r e d 

Sulfur Cleanup, < CRQL Report CRQL value w i t h a U 

Instrument > CRQL > CRQL and < blank 
contamination 

Report concentration of 
sample with a U 

> CRQL and .;> blank 
contamination 

No q u a l i f i c a t i o n r e q u i r e d 

Gross 
contamination 

Detects Qualify results as unusable R 

NOTE: Analytes q u a l i f i e d "U" for blank contamination are treated as " h i t s " 
when qua l i f y i n g f o r c a l i b r a t i o n c r i t e r i a . 

Note: When applied as described i n the table above, the contaminant 
concentration i n the blank are mul t i p l i e d by the sample d i l u t i o n factor. 

6.4 Are there field/rinse/equipment blanks, associated with 
every sample? [ ] \/ 

ACTION: Note i n data assessment i f there's no associated 
field/rinse/equipment blank. 

Exception: samples taken from a drinking water tap do not have 
associated f i e l d blanks. 

7.0 Aroclor I n i t i a l and Continuing Calibration 

7.1 Are the following Forms, chromatograms and data system 
printouts present? 

a.) Form VI ARO-l/Aroclor I n i t i a l Calibration (Multipoint) jyi 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 20 07 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

b. ) Form VI ARO-2/Aroclor I n i t i a l Calibration (Multipoint) 

c. ) Form VI AR0-3/Aroclor I n i t i a l Calibration(Singlepoint) 

d. ) Form V I I ARO/Aroclor Calibration V e r i f i c a t i o n 

e. ) Form V I I I ARO/Aroclor Analytical Sequence 

f. ) Form X ARO/Identification Summary fo r Multicomponent 
Analysis 

JV1 

M 

7.2 I n i t i a l Calibration 

7.2.1 Was the following contract required i n i t i a l 
c a l i b r a t i o n sequence provided by the laboratory? 

I n i t i a l Calibration Sequence 

1. A r o c l o r 1221 CS3 (400ng/ml) 

2. A r o c l o r 1232 CS3 (400 ng/ml) 

3 . A r o c l o r 1242 CS3 (400 ng/ml) 

4 . A r o c l o r 1248 CS3 (400 ng/ml) 

5. A r o c l o r 1254 CS3 (400 ng/ml) 

6. Ar o c l o r 1262 CS3 (400 ng/ml) 

7 . A r o c l o r 1268 CS3 (400 ng/ml) 

8. Aroclorl016/1260 (100 ng/ml) CS1 

9. Aroclorl016/1260 (200 ng/ml) CS1 

10. Aroclorl016/1260 (400 ng/ml) CS1 

11. Aroclorl016/1260 (800 ng/ml) CS1 

12 . Aroclorl016/1260 (1600 ng/ml) CS1 

13 . Instrument Blank 

ACTION: I f i n i t i a l c a l i b r a t i o n i s not performed or not performed i n the proper 
sequence, n o t i f y the TOPO and make a note i n the data assessment. 

7.3 Are there any transcription/calculation errors between raw 
data and the Forms? .LI vL 

ACTION: I f large errors exist, take action specified i n section 3.1 above. 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 2007 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

7.4 Mean Retention Time (RT) and RT Window 

Were the following mean RT and RT window met: 

a. ) The mean RT of each of the three to f i v e major peaks were 
determined from the five-point i n i t i a l c a l i b r a t i o n f o r a l l 
Aroclors 

b. ) RT window was calculated as + 0.07 for each of the three t o 
fi v e major peaks and +0.05 and +0.10 f o r the surrogates 
tetrachloro-m-xylene and decachlorobiphenyl, respectively. 

ACTION: I f no, follow the action as specified i n section 3.1. 

7.5 Was at least one chromatogram from each of the Aroclor 
standards y i e l d peaks that give d e f l e c t i o n between 50-100% 
of f u l l scale? 

ACTION: IF no, take action as specified i n section 3.1. 

7.6 Was the mean Calibration Factor (CF) calculated for the 
three to f i v e major peaks of each Aroclor, as well as for 
the surrogates, over the i n i t i a l c a l i b r a t i o n range? 

7.7 Were the Percent Relative Standard Deviation (%RSD) of the 
Calibration Factor for the three to f i v e major peaks < 20% 
of each of the Aroclor compounds and surrogates? 

ACTION: I f no, take action as specified i n the following Table. 

I n i t i a l Calibration Action f o r Aroclor Analyses 

i*C _ _ 

.j*r _ _ 

C r i t e r i a 

Action 

C r i t e r i a Detected 
Associated Compounds 

Non-Detected 
Associated Compounds 

I n i t i a l c a l i b r a t i o n i s not performed or not 
performed i n proper sequence 

Use Professional Judgment and n o t i f y 
Contract Lab Program (CLP) Project Officer 

%RSD exceeds allowable l i m i t s * J UJ 

%RSD w i t h i n allowable l i m i t s * No q u a l i f i c a t i o n 

%RSD < 20.0% for Aroclors and surrogates (tetrachloro-m-xylene and decachlorobiphenyl. 

7-8 Continuing Calibration V e r i f i c a t i o n (CCV) (Form VII) 

Were the Absolute Retention Time (RT) f o r each Aroclor 
and surrogate i n the mid-point concentration (CS3) of 

13 



STANDARD OPERATING PROCEDURE 

USEPA Region I I Date: August 2007 
Method: CLP/SOW, SOMOl.2/Aroclor SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

the Standard used for CCV must be wit h i n the RT window 
determined from the i n i t i a l calibration? 

7.9 For opening CCV, or closing CCV that i s used as an opening 
CCV for the next 12-hOur period, the Percent Difference 
(%D) between the CF of each of the three to f i v e peaks used 
to i d e n t i f y an Aroclor and surrogates i n the mid-point 
concentration (CS3) of the Aroclor standards and the CF from 
the i n i t i a l c a l i b r a t i o n must be within +15.0%. 

7.10 For a closing CCV, the %D between the CF of each of the three ^ 
to f i v e peaks used to i d e n t i f y an Aroclor and surrogates i n the 
mid-point concentration (CS3) of the Aroclor standards and the CF 
from the i n i t i a l c a l i b r a t i o n must be w i t h i n +50.0%. 

7.11 No more than 14 hours may elapse from the i n j e c t i o n of the instrument 
Blank that begins an analytical sequence (opening CCV) and the 
i n j e c t i o n of the l a s t mid-point concentration (CS3) of the Aroclor 
standards that ends an analytical sequence (closing CCV). 

7.12 No more than 12 hours may elapse from the i n j e c t i o n of the instrument 
blank that begins an analytical sequence (opening CCV and the 
i n j e c t i o n of the last sample or blank that i s part of the same 
analytical sequence. 

Were sections 7.8 to 7.12 met? 

ACTION: I f no, use the following table to q u a l i f y Aroclor data: 

Continuing Calibration V e r i f i c a t i o n (CCV) Action for Aroclor Analyses 

C r i t e r i a 

Action 

C r i t e r i a Detected 
Associated Compounds 

Non-Detected 
Associated Compounds 

RT out of RT Window Use professional Judgment * 

Percent Difference not within l i m i t s +15% 
as specified i n section 7.9 above 

J UJ 

Percent Difference not wi t h i n l i m i t s + 50% 
as specified i n section 7.10 above 

J UJ 

Time elapsed is greater than acceptable limits 
as specified in section 7.11 & 7.12 above 

R 

Percent Difference, time elapsed and RT are 
w i t h i n acceptable l i m i t s 

No q u a l i f i c a t i o n 

14 



STANDARD OPERATING PROCEDURE 

Date: August 20 07 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

* For non-detected target compounds i n the affected samples, check 
to see i f the sample chromatogram contain any peak that are close 
to the expected RT window of the Aroclor of int e r e s t . 

I f no peaks are present, consider the non-detected values to be 
v a l i d and no q u a l i f i c a t i o n of the data i s necessary. 

I f any peaks are present close to the expected RT window of the 
Aroclor of in t e r e s t , q u a l i f y the non-detected values as 
presumptively present "N". 

For detected compounds i n the affected samples, i f the peaks are 
within the RT window, no q u a l i f i c a t i o n of the data i s necessary. 
I f the peaks are close to the expected RT window of the Aroclors 
of interest, the reviewer may take additional e f f o r t to determine 
i f sample peaks represent the compound of in t e r e s t . 

For example, the reviewer can examine the data package for. the 
presence of three or more standards containing the Aroclor of 
interest that were run wi t h i n the ana l y t i c a l sequence during which 
the sample was analyzed. I f three or more such standards are 
present, the RT window can be re-evaluated using the mean RT of 
the standards. 

I f the peaks i n the affected sample f a l l w i t h i n the revised 
window, q u a l i f y the detected Aroclor as "JN". 

I f the reviewer cannot do anything with the data to resolve the 
problem of concern, q u a l i f y a l l non-detects as unuseable "R". 

8.0 Ana l y t i c a l Sequence Check (Form VIII-ARO) 

8.1 Is Form VHI-Pest present and complete f o r each / 
column and each period of analyses? l\A 

ACTION: I f no, take action as specified i n section 3.1 

8.2 Was the proper analytical sequence followed f o r each 
i n i t i a l c a l i b r a t i o n and subsequent analyses, and a l l 
standards analyzed at the required frequency f o r each 
GC/ECD instrument used? 

ACTION: I f no, use professional judgment to determine the 
severity of the effect on the data and q u a l i f y 
accordingly. Generally, the effect i s negligible 
unless the sequence was grossly altered and/or 
the c a l i b r a t i o n was out of QC l i m i t s . 

8.3 Are the surrogate retention time (RT) from the i n i t i a l 
c a l i b r a t i o n f o r TCX and DCB provided on Form VHI-Pest? [yf 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 20 07 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

ACTION: I f no, take action as specified i n section 3.1 

8.4 Was the asterisk (*) applied to the RT of any blanks, 
samples, standards, MS/MSD, and LCS that did not meet the 
QC Limits of + 0.05 minutes for TCX (tetrachloro-m-xylene) 
and +0.10 minutes f o r DCB (decachlorobiphenyl)? 

ACTION: I f any data are missing, take action specified i n 3.1 above. 

I f no, use professional judgment to determine the 
severity of the effect on the data and qua l i f y 
accordingly. Document i n the data assessment 
under Contract Problems/Non-Compliance. 

PL 
* -

9.0 Sulfuric Acid and Gel Permeation Chromatography (GPC) Cleanup 
Procedures 

9.1 Was s u l f u r i c acid added to a l l extracts? 

Note: Sulfuric acid cleanup i s mandatory f o r a l l extracts 

ACTION: I f no, take action specified i n section 3.1 

9.2 Gel Permeation Chromatography (GPC 

GPC i s an optional cleanup procedure f o r both aqueous and 
non-aqueous samples that contain high molecular weight 
compounds that i n t e r f e r e with Aroclor analysis. 

9.3 I f GPC cleanup was performed on samples, GPC c a l i b r a t i o n 
i s acceptable i f the two UV traces meet the following 
requirements. 

a. Peaks must be observed and should be symmetrical for 
a l l compounds i n the c a l i b r a t i o n solution. 

b. Corn o i l and phthalate peaks should exhibit greater 
than 85% resolution. 

c. The phthalate and Methoxychlor peaks should exhibit 
greater than 85% resolution. 

d. Methoxychlor and perylene peaks should exhibit greater 
than 85% resolution. 

e. Perylene and sulfur peaks must be saturated and should 
exhibit greater than 90% baseline resolution. 

_ _ 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 2007 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

9.4 

f. The RT s h i f t i s less than 5% between UV traces for 
bis(2-ethylhexylphthalate and perylene. 

Were a l l above c r i t e r i a met? 

ACTION: I f no, examine the raw data f o r the presence of high 
molecular weight contaminants. Examine the subsequent 
sample data f o r unusual peaks and use professional 
judgment i n q u a l i f y i n g the data. 

10•0 Laboratory Control Samples (LCSs) 

10.1 LCSs provide information on the accuracy of the an a l y t i c a l 
method and laboratory performance. 

Aroclor Laboratory Control Sample Recovery - Aqueous and Non-Aqueous 

Compound % Recovery QC Limits 

Aroclor 1016 50 - 150 

Aroclor 1260 50 - 150 

Tetrachloro-m-xylene (surrogate) 30 - 150 

Decachlorobiphenyl (surrogate) 30 - 150 

10.2 Were the above recoveries met? 

ACTION: I f no, q u a l i f y the sample data as follows: 

ivf _ _ 

C r i t e r i a 

ACTION 

C r i t e r i a Detected 
Associated Compound 

Non-Detected 
Associated Compound 

%R> Upper Acceptance Limit J No q u a l i f i c a t i o n 

%R< Lower Acceptance Limit J R 

Lower Acceptance Limit < %R 
< Upper Acceptance Limit 

No q u a l i f i c a t i o n 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 2 0 07 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

11'0 Aroclor I d e n t i f i c a t i o n (Form X ARO/Identification Summary for Multicomponent 
Analysis 

11.1 Is Form X (ARO) complete for every sample i n which 
Aroclor was detected? \\X 

ACTION: Take action as specified i n section 3.1 above. 

11.2 The i d e n t i f i c a t i o n of a Multi component Aroclor by GC 
method i s based p r i m a r i l y on RT data and pattern 
recognition. Were the following requirements met: 

a. ) A Minimum of 3 major peaks were selected f o r each 
Aroclor. I f more than one Aroclor i s observed i n a 
sample, a peak common to other Aroclor(s) must not 
be used to quantitate other Aroclor. Lab must choose 
d i f f e r e n t peaks to quantitate each Aroclor. 

b. ) I f a chromatogram i s replotted e l e c t r o n i c a l l y to meet 
these requirements, the scaling factor used must be 
displayed on the chromatogram, and both the i n i t i a l 
chromatogram and the replotted chromatogram must be 
submitted i n the data package. 

c. ) The Retention Time (RT) of both of the surrogates and 
reported target compounds must be wit h i n the calculated 
RT window of both columns. 

ikf _ _ 

d. ) When no analytes are i d e n t i f i e d i n the sample, the 
chromatograms of the sample extract must use the same 
scaling factor used for the low-point standard of the 
i n i t i a l c a l i b r a t i o n associated with those samples. 

e. ) Chromatogram must display the largest peak of any 
Aroclor detected i n the sample at less than f u l l scale, 

f.) I f an extract must be di l u t e d , chromatograms must 
display Aroclor peaks between 25-100% of f u l l scale. 

ACTION: I f retention times (RT) or peak apex cannot be 
v e r i f i e d , contact TOPO to obtain rescaled 
chromatograms from the lab. 

I f data reviewer i d e n t i f i e s a peak i n both GC columns that 
f a l l w i t h i n the appropriate RT windows, but was reported as 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 2007 
SOP HW-37/Aroclor, Revision 1 

YES NO N/A 

non-detect, the compound may be false negative. I f 
necessary, contact TOPO to in s t r u c t laboratory to re­
evaluate the chromatograms. 

11.3 Are there any tra n s c r i p t i o n / c a l c u l a t i o n errors i n 
Form I and Form X ARO? 

ACTION: Take action as specified i n section 3.1 above. 

LA A/ 

11.4 Are the RTs of Aroclor peaks w i t h i n the established 
RT window for analyses on both columns? Vsf 

11.5 Was the GC/MS confirmation provided f o r Aroclor 
concentration > 10 ug/ml i n f i n a l extract? [ ] 

NOTE: Laboratory i s required to contact SMO to determine i f 
GC/MS confirmation i s required. Check the 
semivolatile TIC data for presence of Aroclors. 

11.6 Is the per cent difference (%D) calculated f o r 
posit i v e results on both columns < 25%? 

Action: Reviewer must check columns f o r peak interferences 
f o r the pos i t i v e h i t s . Qualify the Arclor (s) 
according to the following Table: 

Action on Qualifying Positive Aroclor Results 

Percent Differences Qualifier 

0 - 25% None 

26 - 70% " j " 

71 - 100% "JN" 

101 - 200% (No' Peak 
Interferences) 

"R" 

101 - 200% (Interferences 
detected)* 

"JN" 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 
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YES NO N/A 

> 50% (Aroclor value < CRQL)** "U" 

> 200% "R" 

* When interferences i s detected on either column, q u a l i f y the 
data as "JN" 

** When the Aroclor value i s below CRQL and %D > 50%, raise the 
value to CRQL and q u a l i f y "U", undetected. 

12.0 Target Aroclor L i s t (TCP 

12.1 Are the Aroclor Analysis Data Sheets (Form I ARO) present 
with required header information on each page f o r samples, 
MS/MSD ( i f required), method and instrument blanks (per 
column & analysis)? 

12.2 Is the chromatographic performance acceptable with respect 
to baseline s t a b i l i t y , f u l l - s c a l e attenuation, peak 
shape/resolution? 

ACTION: I f no, take action specified in section 3.1 above. 

13.0 Compound Quantitation and Reported Detection Limits 

13.1 Are there any transcription/calculation errors i n the 
Form I results? Check at least two positive r e s u l t s . 
Were any errors found? i_L t ^ " 

ACTION: I f errors were found, take action as specified i n section 
3.1 above. 

13.2 Are the contract required quantitation l i m i t s (CRQL) 
adjusted to r e f l e c t sample dilution? [Vf 

ACTION: I f errors e x i s t , take action as specified i n section 3.1 above. 

ACTION: When a sample i s required to be di l u t e d , the lowest CRQL i s used 
(unless a QC exceedance dictates the use of the higher CRQL from 
the d i l u t e d sample). Replace concentration which exceed the 
ca l i b r a t i o n range i n the o r i g i n a l analysis.by crossing out the 
"E" value on the o r i g i n a l Form I and sub s t i t u t i n g i t with the 
result from the d i l u t e d sample. Specify which Form I to use. 
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STANDARD OPERATING PROCEDURE 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Date: August 20 07 
SOP HW-37/Aroclor, R e v i s i o n 1 

YES NO N/A 

Use a red p e n c i l and draw a red "X" across the e n t i r e page 
of a l l Form I's t h a t should not be used, i n c l u d i n g those i n the 
data summary package. 

. At the top or bottom of the Forms, w r i t e w i t h r e d p e n c i l , "DO 
Not Use". 

Note: I f the sample d i l u t i o n f a c t o r (DF) i s g r e a t e r than 
10, an a d d i t i o n a l 10 times more concentrated than 
the d i l u t e d sample e x t r a c t must be analyzed and 
reported w i t h the sample data. I f the DF i s le s s 
or equal t o 10, but g r e a t e r than 1, the r e s u l t s of 
the o r i g i n a l u n d i l u t e d a n a l y s i s must also be 
reported (see SOMOl.l/section 10.3.3.4/page D-
44/ARO). 

ACTION: IF the above requirement was not met, contact the TOPO t o o b t a i n an 
exp l a n a t i o n / r e s u b m i t t a l from the l a b and make a note i n the Data 
Assessment under Contract Problems/Non-Compliance s e c t i o n . 

13.3 For non-aqueous samples, were the percent moisture < 70%? \\X _ 

Action: I f the % moisture > 70.0% and < 90.0%, q u a l i f y detects 
as "J" and non-detects as approximated "UJ" I f the % 
Moisture > 90%, q u a l i f y detects as "J" and non-detects as "R" 

14.0 F i e l d Duplicates 

14 .1 Were any f i e l d d u p l i c a t e s submitted f o r A r o c l o r 
analysis? .Li y: 

ACTION: Compare the r e p o r t e d r e s u l t s f o r f i e l d 
d u p l i c a t e s and c a l c u l a t e the r e l a t i v e 
percent d i f f e r e n c e . 

ACTION: Any gross v a r i a t i o n between d u p l i c a t e 
r e s u l t s must be addressed i n the reviewer 
n a r r a t i v e . I f l a r g e d i f f e r e n c e s e x i s t , 
contact the TOPO t o confirm i d e n t i f i c a t i o n 
of f i e l d d u p l i c a t e s w i t h the sampler. 
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Date: August 2007 
SOP HW-37/Aroc lor , R e v i s i o n 1 

YES NO N/A 

USEPA Region I I 
Method: CLP/SOW, SOMOl.2/Aroclor 

Definitions 

ARO - A r o c l o r 
CCS - c o n t r a c t compliance screening 
CF - C a l i b r a t i o n Factor 
CLASS - Contract Laboratory A n a l y t i c a l Services Support 
CLP - Contract Laboratory Program 
CRQL - Contract Required Q u a n t i t a t i o n L i m i t 
GC/ECD - Gas Chromatography/Electron Capture Detector 
kg - kilogram 
y.g - microgram 
C - l i t e r 
mf - m i l l i l i t e r 
QC - q u a l i t y c o n t r o l 
RAS - Routine A n a l y t i c a l Services 
RPD - R e l a t i v e Percent D i f f e r e n c e 
RRF - R e l a t i v e Response Factor 
RRF - Average R e l a t i v e Response Factor (from i n i t i a l 
c a l i b r a t i o n ) 
RRT - R e l a t i v e Retention Time 
RSD - R e l a t i v e Standard D e v i a t i o n 
RT - Retention Time 
RSCC - Regional Sample Control Center 
SDG - Sample D e l i v e r y Group 
SOP - standard o p e r a t i n g procedure 
SOW - Statement of Work 
TCL - Target Compound L i s t 
TCLP - T o x i c i t y C h a r a c t e r i s t i c s Leachate Procedure 
TIC - T e n t a t i v e l y I d e n t i f i e d Compound 
TPO - Technical P r o j e c t O f f i c e r 
VTSR - V a l i d a t e d Time of Sample Receipt 
TOPO - Task Order P r o j e c t O f f i c e r 
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USEPA Region I I 
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YES NO N/A 
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RECEIVEI 
JAN 1 0 2008' 

S D G Narrative HAZ. WASTE SUPPORT 

Mitkem Corporation submits the enclosed data package in response to USEPA 
Case # 37088 and SDG# B4JH2. Analyses were performed for twenty soil samples that 
were received on December 21, 2007. The analyses were performed under USEPA 
Contract # EP-W-05-030. Please note that three sample-shipping coolers were received. 
A l l the coolers were measured at 3°C. 

Tags were not received with the samples. Per the Region, proceed with analysis of the 
samples. Region 2 does not require sample tags. 

The following samples are submitted in this data package: 

Client ID Lab ID Analysis 
B4JH2 F1925-01A A 
B4JH2DL Fl 925-01ADL A 
B4JH3 F1925-02A A 
B4JH3DL F1925-02ADL A 
B4JH4 F1925-03A . A 
B4JH4DL F1925-03ADL A 
B4JH5 F1925-04A A 
B4JH5DL F1925-04ADL A 
B4JH6 F1925-05A A 
B4JH6DL F1925-05ADL A 
B4JH7 F1925-06A A 
B4JH7DL F1925-06ADL A 
B4JH8 F1925-07A A 
B4JH8DL F1925-07ADL A 
B4JH8MS F1925-07AMS A 
B4JH8MSD Fl 925-07AMSD A 
B4JH9 F1925-08A A 
B4JH9DL Fl 925-08ADL A 
B4JJ0 F1925-09A A 
B4JJ0DL F1925-09ADL A 
B4JJ1 F1925-10A A 
B4JJ1DL F1925-10ADL A 
B4JJ3 F1925-11A A 
B4JJ3DL F1925-11ADL A 
B4JJ4 F1925-12A A 
B4JJ4DL F1925-12ADL A 
B4JJ5 F1925-13A A 
B4JJ5DL F1925-13ADL A 
B4JJ6 F1925-14A A 
B4JJ6DL F1925-14ADL A 



B4JJ7 F1925-15A A 
B4JJ7DL F1925-15ADL A 
B4JJ8 F1925-16A A 
B4JJ8DL F1925-16ADL A 
B4JJ9 F1925-17A A 
B4JJ9DL F1925-17ADL A 
B4JK0 F1925-18A A 
B4JK0DL F1925-18ADL A 
B4JK9 F1925-19A A 
B4JK9DL F1925-19ADL A 
B4JK2 F1925-20A A 
B4JK2DL F1925-20ADL A 

A = Aroclors 

The analyses were performed using USEPA CLP Multi-Media, Multi-Concentration 
(SGM01.2) protocols. The analyses were performed with strict adherence to the SOW 
with the following exceptions and observations: 

1. Overall Observation: 

Where needed, manual integrations were performed to improve data quality. The 
corrections were reviewed and associated hardcopies generated and reported as required. 
Manual integrations are coded to provide the data reviewer justification for such action. 
The codes are labeled on the ion chromatogram signal (GC/MS signal) and 
chromatogram for GC based analysis as follows: 

peak tailing or fronting, 
peak co-elution. 
rising or falling baseline, 
retention time shift. 

miscellaneous - under this category, the justification is explained, 
software did not integrate peak 
partial peak integration 

• M l 
• M2 
• M3 
• M4 
• M5 
• M6 
• M7 

2. Aroclor Analysis 

GC column used: 30 m x 0.53 mm id (0.42 um film thickness) CLPPestH and 30 m x 
0.53 mm id (0.5 um film thickness) CLPPest megabore columns 

The following equation was used to calculate the concentration of target analytes for soil 
samples: 



r 

Concentration (ug/Kg) = (AmtXDFXUf) Vt 

V 
(Vi*WS* 

'100-nT 

, 100 , 

where: Amt = Lower value of two Cone 
DF = Dilution factor 
UF - ng unit correction factor 
WS = Weight of sample extracted (g) 
Vt = Volume of final extract (uL) 
Vi = Volume injected (uL) 
M = %moisture (not decanted) 

Surrogate recoveries were within the QC limits with the exception of low recovery of 
decachlorobiphenyl in one column for samples B4JH8MS and B4JH8MSD and 
surrogates diluted in samples B4JJ0, B4JH4DL, B4JJ0DL, B4JK2DL, B4JJ4DL, 
B4JJ7DL and B4JK9DL. 

Spike recoveries were within the QC limits in the lab control sample. 

Matrix spike and matrix spike duplicate were performed on sample B4JH8. Spike 
recoveries were within the advisory QC limits with the exception of high recovery of both 
Aroclors 1016 and 1260 in both columns for both the matrix spike and matrix spike 
duplicate. Replicate RPDs were within the advisory QC limits with the exception of 
Aroclor 1016 for column CLPPest. Please note that the high recovery of Aroclors 1016 
and 1260 are probably due to co-eluting peaks from the high concentration of Aroclor 
1254 in the native sample. 

The following samples were initially analyzed at dilution: B4JH4 (20x), B4JH5 (5x), 
B4JH6 (4x), B4JH7 (4x), B4JJ0 (20x), B4JJ3 (5x), B4JJ4 (20x), B4JJ5 (4x), B4JJ6 (4x), 
B4JJ7 (20x), B4JK2 (20x) and B4JK9 (40x). 

To ensure that all target analytes were determined within the instrument calibration range, 
the following samples were re-analyzed at dilution: B4JH2 (5x), B4JH3 (1 Ox), B4JH4 
(200x), B4JH5 (50x), B4JH6 (40x), B4JH7 (40x), B4JH8 (8x), B4JH9 (4x), B4JJ0 
(200x), B4JJ1 (lOx), B4JJ3 (50x), B4JJ4 (200x), B4JJ5 (40x), B4JJ6 (40x), B4JJ7 
(200x), B4JJ8 (lOx), B4JJ9 (lOx), B4JK0 (lOx), B4JK2 (200x) and B4JK9 (400x). 

GC/MS confirmation was performed on samples B4JH4, B4JH5, B4JH6, B4JH7 B4JH8 
B4JJ0, B4JJ3, B4JJ4, B4JJ5, B4JJ6, B4JJ7, B4JJ8, B4JJ9, B4JK2 and B4JK9. 

Please note that in the GC/MS confirmation, the concentration listed on the spectra were 
off by at least a factor of 10. This is due to the fact that the GC/MS analysis was 



quantitated based the final extract volume of lmL rather than the actual final volume of 
1 OmL. Also the concentration from the GC/MS analysis were not adjusted for dry weight 
basis. 

No manual integrations were performed. 

No other unusual observation was made for the analysis. 

All of the submittals to the region are originals other than logbook pages. Photocopies of 
logbook pages are included, with the originals maintained on file at the laboratory. 
Tunes, calibration verifications and initial calibrations that are shared among several 
cases are photocopies indicating the location of the originals. 

I certify that this Sample Data Package is in compliance with the terms and condition of 
the contract, both technically and for completeness, for other than the conditions detailed 
above. Release of the data contained in this hardcopy Sample Data Package and in the 
electronic data deliverable has been authorized by the Laboratory Manager or the 
Manager's designee, as verified by the following signature. 

Agnes Ng 
CLP Project Manager 
01/08/08 



RECEIVED, / 
JAN 1 0 2008 

SDG Narrative HAZ. WASTE SUPPORT SK 

Mitkem Corporation submits the enclosed data package in response to USEPA 
Case # 37088 and SDG# B4JE5. Analyses were performed for twenty soil samples that 
were received on December 21, 2007. The analyses were performed under USEPA 
Contract # EP-W-05-030. Please note that three sample-shipping coolers were received. 
All the coolers were measured at 3°C. 

Tags were not received with the samples. Per the Region, proceed with analysis of the 
samples. Region 2 does not require sample tags. 

The following samples are submitted in this data package: 

Client ID Lab ID Analysis 
B4JE5 F1924-01A A 
B4JE5DL F1924-01 ADL A 
B4JE5MS Fl 924-01AMS A 
B4JE5MSD Fl 924-01AMSD A • 
B4JF3 F1924-02A A 
B4JF3DL F1924-02ADL A 
B4JF4 F1924-03A A 
B4JF4DL F1924-03ADL A 
B4JF5 F1924-04A A 
B4JF5DL F1924-04ADL A 
B4JF6 F1924-05A A 
B4JF6DL F1924-05ADL A 
B4JF7 F1924-06A A 
B4JF7DL F1924-06ADL A 
B4JF8 F1924-07A A 
B4JF8DL F1924-07ADL A 
B4JF9 F1924-08A A 
B4JF9DL F1924-08ADL A 
B4JG0 F1924-09A A 
B4JG0DL F1924-09ADL A 
B4JG1 F1924-10A A 
B4JG1DL F1924-10ADL A 
B4JG2 F1924-11A A 
B4JG2DL F1924-11ADL A 
B4JG3 F1924-12A A 
B4JG3DL F1924-12ADL A 
B4JG4 F1924-13A A 
B4JG4DL F1924-13ADL A 
B4JG5 F1924-14A A 
B4JG5DL F1924-14ADL A 

0 0 0 1 



B4JG6 Fl924-15A A 
B4JG6DL F1924-15ADL A 
B4JG7 F1924-16A A 
B4JG7DL F1924-16ADL A 
B4JG8 F1924-17A A 
B4JG9 F1924-18A A 
B4JH0 F1924-19A A 
B4JH1 F1924-20A A 

A = Aroclors 

The analyses were performed using USEPA CLP Multi-Media, Multi-Concentration 
(SOMOl.2) protocols. The analyses were performed with strict adherence to the SOW 
with the following exceptions and observations: 

1. Overall Observation: 

Where needed, manual integrations were performed to improve data quality. The 
corrections were reviewed and associated hardcopies generated and reported as required. 
Manual integrations are coded to provide the data reviewer justification for such action. 
The codes are labeled on the ion chromatogram signal (GC/MS signal) and 
chromatogram for GC based analysis as follows: 

• M l peak tailing or fronting. 
• M2 peak co-elution. 
• M3 rising or falling baseline. 
• M4 retention time shift. 
• M5 miscellaneous - under this category, the justification is explained. 
• M6 software did not integrate peak 
• M7 partial peak integration 

2. Aroclor Analysis 

GC column used: 30 m x 0.53 mm id (0.42 um film thickness) CLPPestll and 30 m x 
0.53 mm id (0.5 um film thickness) CLPPest megabore columns 

The following equation was used to calculate the concentration of target analytes for soil 
samples: 

mmmz 



Concentration (ug/Kg) = (AmtXDFXUf) Vt 

V 
(Vi*WS* 

r100-rn 

I 100 , 

where: Amt = Lower value of two Cone 
DF = Dilution factor 
UF = ng unit correction factor 
WS = Weight of sample extracted (g) 
Vt = Volume of final extract (uL) 
Vi = Volume injected (uL) , 
M = %moisture (not decanted) 

Surrogate recoveries were within the QC limits with the exception of surrogates diluted in 
samples B4JF4, B4JF7DL, B4JF8DL, B4JF9DL, B4JG5DL, B4JG6DL, B4JG7DL and 
B4JF4DL. 

Spike recoveries were within the QC limits in the lab control sample. 

Matrix spike and matrix spike duplicate were performed on sample B4JE5. Spike 
recoveries Were within the advisory QC limits with the exception of high recovery of 
Aroclor 1260 in column CLPPest and high recovery of both Aroclors in column 
CLPPestll. Replicate RPDs were within the advisory QC limits with the exception of 
Aroclor 1260 in column CLPPest and both Aroclors in column CLPPestll. Please note 
that the high recovery of Aroclors 1016 and 1260 are probably due to co-eluting peaks 
from the high concentration of Aroclor 1254 in the native sample. 

The following samples were initially analyzed at dilution: B4JF4 (lOOx), B4JF6 (4x) 
B4JF7 (lOx), B4JF8 (lOx), B4JF9 (10x), B4JG0 (3x), B4JG5 (lOx), B4JG6 (lOx) and 
B4JG7(10x). 

To ensure that all target analytes were determined within the instrument .calibration range, 
the following samples were re-analyzed at dilution: B4JE5 (lOx), B4JF3 (4x) B4JF4 
(lOOOx), B4JF5 (lOx), B4JF6 (40x), B4JF7 (lOOx), B4JF8 (100x),.B4JF9 (lOOx), B4JG0 
(30x), B4JG1 (lOx), B4JG2 (lOx), B4JG3 (lOx), B4JG4 (lOx), B4JG5 (lOOx), B4JG6 
(100x)andB4JG7(100x). 

Per the Region, GC/MS confirmation is not required for those samples in which the 
Aroclor concentration is greater than 3300ug/Kg. 

Manual integration was performed on the following: 
AR12421H1: Aroclor 1242 in the rear column due to M4 
B4JE5MS: Aroclor 1260 in the rear column due to M2 
B4JE5MSD: Aroclor 1260 in the rear column due to M2. 

mmms 



No other unusual observation was made for the analysis. 

All of the submittals to the region are originals other than logbook pages. Photocopies of 
logbook pages are included, with the originals maintained on file at the laboratory. 
Tunes, calibration verifications and initial calibrations that are shared among several 
cases are photocopies indicating the location of the originals. 

I certify that this Sample Data Package is in compliance with the terms and condition of 
the contract, both technically and for completeness, for other than the conditions detailed 
above. Release of the data contained in this hardcopy Sample Data Package and in the 
electronic data deliverable has been authorized by the Laboratory Manager or the 
Manager's designee, as verified by the following signature. 

Agnes Ng 
CLP Project Manager 
01/09/08 

m&mu 



RECEIVE 
SDG Narrative JAN 1 0 2008 

HAZ. WASTE SUPPOR 
Mitkem Corporation submits the enclosed data package in response to USEPA 
Case # 37088 and SDG# B4J91. Analyses were performed for twenty soil samples that 
were received on December 20, 2007. The analyses were performed under USEPA 
Contract # EP-W-05-030. Please note that two sample-shipping coolers were received. 
The coolers were measured at 1°C and 3°C. 

Tags were not received with the samples. Per the Region, proceed with analysis of the 
samples. Region 2 does not require sample tags. 

The following samples are submitted in this data package: 

Client ID Lab ID Analvsis 
B4J91 F1911-01A A 
B4J91DL F1911-01ADL , A 
B4J92 F1911-02A A 
B4J92DL F1911-02ADL A 
B4J93 F1911-03A A 
B4J93DL F1911-03ADL A 
B4J94 F1911-04A A 
B4J94DL F1911-04ADL A 
B4J95 F1911-05A A 
B4J96 F1911-06A A 
B4J96DL F1911-06ADL A 
B4J97 F1911-07A A 
B4J97DL F1911-07ADL A 
B4J98 F1911-08A A 
B4J98DL F1911-08ADL A 
B4J99 F1911-09A A 
B4J99DL F1911-09ADL A 
B4JA0 F1911-10A A 
B4JA0DL F1911-10ADL A 
B4JA0MS F1911-10AMS A 
B4JA0MSD F1911-10AMSD A 
B4JA1 F1911-11A A 
B4JA1DL F1911-11ADL A 
B4JA2 F1911-12A A 
B4JA2DL F1911-12ADL A 
B4JA3 F1911-13A A 
B4JA3DL F1911-13ADL A 
B4JA4 F1911-14A A 
B4JA4DL F1911-14ADL A 
B4JA5 F1911-15A A 



B4JA5DL F1911-15ADL A 
B4JA6 F1911-16A A 
B4JA7 F1911-17A A 
B4JA7DL F1911-17ADL A 
B4JA8 F1911-18A . A 
B4JA8DL F1911-18ADL A 
B4JA9 F1911-19A A 
B4JA9DL F1911-19ADL A 
B4JB0 F1911-20A A 
B4JB0DL Fl 911-20 ADL A 

A = Aroclors 

The analyses were performed using USEPA CLP Multi-Media, Multi-Concentration 
(SOMOl.2) protocols. The analyses were performed with strict adherence to the SOW 
with the following exceptions and observations: 

1. Overall Observation: 

Where needed, manual integrations were performed to improve data quality. The 
corrections were reviewed and associated hardcopies generated and reported as required. 
Manual integrations are coded to provide the data reviewer justification for such action. 
The codes are labeled on the ion chromatogram signal (GC/MS signal) and 
chromatogram for GC based analysis as follows: 

M l peak tailing or fronting. 
M2 peak co-elution. 
M3 rising or falling baseline. 
M4 retention time shift. 
M5 miscellaneous - under this category, the justification is explained. 
M6 software did not integrate peak 
M7 partial peak integration 

2. Aroclor Analysis 

GC column used: 30 m x 0.53 mm id (0.42 um film thickness) CLPPestll and 30 m x 
0.53 mm id (0.5 um film thickness) CLPPest megabore columns 

The following equation was used to calculate the concentration of target analytes for soil 
samples: 



Concentration (ug/Kg) = (AmtXDFXUf) Vt 

(Vi*WS* 
100-m 

. 100 . 

where: Amt = Lower value of two Cone 
DF = Dilution factor 
UF = ng unit correction factor 
WS = Weight of sample extracted (g) 
Vt = Volume of final extract (uL) 
Vi = Volume injected (uL) 
M = %moisture (not decanted) 

Surrogate recoveries were within the QC limits with the exception of low recovery of 
decachlorobiphenyl in one column for sample B4JA3 and surrogates diluted in samples 
B4J92DL, B4J93DL, B4J97DL, B4J93, B4J97, B4J99, B4JA0, B4J99DL, B4JA0DL, 
B4JA2DL, B4JA0MS and B4JA0MSD. 

Spike recoveries were within the QC limits in the lab control sample. 

Matrix spike and matrix spike duplicate were performed on sample B4JA0. Spike 
recoveries were within the advisory QC limits with the exception of high recovery of both 
Aroclor 1016 and Aroclor 1260 in both columns for the matrix spike and matrix spike 
duplicate. Replicate RPDs were not within the advisory QC limits for either Aroclor in 
either column. Please note that the high recovery of Aroclors 1016 and 1260 are probably 
due to co-eluting peaks from the high concentration of Aroclor 1254 in the native sample. 
Please note that the matrix spike and matrix spike duplicate were analyzed at 8x dilution. 

The following samples were initially analyzed at dilution: B4J92 (lOx), B4J93 (4x), 
B4J94 (4x), B4J97 (5x), B4J99 (lOx), B4JA0 and its associated matrix spike and matrix 
spike duplicate (80x), B4JA2 (4x), B4JA4 (2x), B4JA7 (2x), B4JA8 (2x) and B4JA9 
(4x). 

To ensure that all target analytes were determined within the instrument calibration range, 
the following samples were re-analyzed at dilution: B4J91 (8x), B4J92 (lOOx), B4J93 
(40x), B4J94 (40x), B4J96 (5x), B4J97 (50x), B4J98 (lOx), B4J99 (lOOx), B4JA0 (80x), 
B4JA1 (8x), B4JA2 (40x), B4JA3 (lOx), B4JA4 (20x), B4JA5 (5x), B4JA7 (20x), B4JA8 
(20x), B4JA9 (40x) and B4JB0 (lOx). 

Per the Region, GC/MS confirmation is not required for those samples in which the 
Aroclor concentration is greater than 33 OOug/Kg. 



Manual integration was performed on Aroclor 1242 in the rear column for AR12421H1 
due to M4. 

No other unusual observation was made for the analysis. 

All of the submittals to the region are originals other than logbook pages. Photocopies of 
logbook pages are included, with the originals maintained on file at the laboratory. 
Tunes, calibration verifications and initial calibrations that are shared among several 
cases are photocopies indicating the location of the originals. 

I certify that this Sample Data Package is in compliance with the terms and condition of 
the contract, both technically and for completeness, for other than the conditions detailed 
above. Release of the data contained in this hardcopy Sample Data Package and in the 
electronic data deliverable has been authorized by the Laboratory Manager or the 
Manager's designee, as verified by the following signature. 

Agnes Ng 
CLP Project Manager 
01/09/08 



^$£DS&^ Contract Laboratory Program 

RECEIVED, 
JAN 1 0 2008 

HAZ. WASTE SUPPORT S 

Sample Delivery Group (SDG) 

Cover Sheet 
SDG Number B4JH2 

Laboratory Name Mitkem Labora to r ies 

Contract No. E P - W - 0 5 - 0 3 0 

Analysis Price $ 0.00 

Lab Code 

Case No. 

MITKEM 

37088 

SDG Turnaround 21 days 

EPA Sample Numbers in SDG (Listed in Numerical Order) 

01) B4JH2 08) B4JH8MS 15) B4JJ5 22) B4JK9 
02) B4JH3 09) B4JH8MSD 16) B4JJ6 y 
03) B4JH4 10) B4JH9 17) B4JJ7 / 
04) B4JH5 11) B4JJ0 18) B4JJ8 / 
05) B4JH6 12) B4JJ1 19) B4JJ9 / 
06) B4JH7 13) B4JJ3 20) B4JK0 / 
07) B4JH8 14) B4JJ4 21) B4JK2 

First Sample in SDG 

B4 JH2 

First Sample Receipt Date 

12/21/2007 

Last Sample in SDG 

B4JK9 

Last Sample Receipt Date 

• 

12/21/2007 

There are a maximum of 20 field samples [excluding Performance Evaluation (PE) samples in an 
SDG. Attach the TR/COC Records to this form in alphanumeric order (the order listed above on this 
form). 

Signature Date 12/31/2007 



^fc® Contract Laboratory Program 

RECEIVE 
JAN 1 0 2008 

HAZ. WASTE SUPPORT SEC 

Sample Delivery Group (SDG) 

Cover Sheet 
SDG Number B4 JE5 

Laboratory Name Mitkem Labo ra to r i es 

Contract No. E P - W - 0 5 - 0 3 0 

Analysis Price $ 0.00 

Lab Code 

Case No. 

MITKEM 

37088 

SDG Turnaround 21 days 

EPA Sample Numbers in SDG (Listed in Numerical Order) 

01) B4JE5 08) B4JF7 15) B4JG4 22) B4JH1 
02) B4JE5MS 09) B4JF8 16) B4JG5 

03) B4JE5MSD 10) B4JF9 17) B4JG6 
/ 

04) B4JF3 11) B4JG0 18) B4JG7 y 05) B4JF4 12) B4JG1 19) B4JG8 / 
06) B4JF5 13) B4JG2 , 20) B4JG9 / 
07) B4JF6 14) B4,JG3 |21) B4JH0 

First Sample in SDG 

B4JE5 

First Sample Receipt Date 

12/21/2007 

• 
Last Sample in SDG 

B4 JH1 

Last Sample Receipt Date 

12/21/2007 

Note: There are a maximum of 20 field samples [excluding Performance Evaluation (PE) samples in an 

SDG. Attach the TR/COC Records to this form in alphanumeric order (the order listed above on this 
form). 

Signature / . > / ) D a t e 1 2 / 2 7 / 2 0 0 7 



Contract Laboratory Program 

RECEIV 
JAN 1 0 200! 

HAZ. WASTE SUPPORT 

Sample Delivery Group (SDG) 

Cover Sheet 

SDG Number B4J91 

Laboratory Name M i t kem L a b o r a t o r i e s 

Contract No. EP-w-05-030 

Analysis Price $ 0 .00 

Lab Code 

Case No. 

MITKEM 

37088 

SDG Turnaround 21 days 

EPA Sample Numbers in SDG (Listed in Numerical Order) 

01) B4J91 08) B4J98 15) B4JA3 22) B4JB0 • 
02) B4J92 09) B4J99 16) B4JA4 y 
03) B4J93 10) B4JA0 17) B4JA5 / 
04) B4J94 11) B4JA0MS 18) B4JA6 / 
05) B4J95 12) B4JA0MSD 19) B4JA7 / 
06) B4J96 13) B4JA1 20) B4JA8 / 
07) B4J97 14) B4JA2 21) B4JA9 

First Sample in SDG 

B4J91 

First Sample Receipt Date 

12/20/2007 

Last Sample in SDG 

B4JBQ 

Last Sample Receipt Date 

12/20/2007 • 

Note: There are a maximum of 20 field samples [excluding Performance Evaluation (PE) samples in an 

SDG. Attach the TR/COC Records to this form in alphanumeric order (the order listed above on this 
form). 

Signature 
'At Date 12/24/2007 
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Agnes Ng 

From: 'Von Moll, Kristin" <kvonmoll@fedcsc.com> 

To: "Agnes Ng" <agnes_ng@mitkem.com>; "Shirley Ng" <sng@mitkem.com> 
Rudo ph Elizabeth" <erudolph@fedcsc.com>; "Adly Michael" <Michael.Adly@epamail.epa gov>-
Jennifer Ferranda" <feranda.jennifer@epa.gov> ' 

Sent: Monday, December 31, 2007 1:26 PM 

Subject: Region 02 | Case 37088 | Lab MITKEM | Issue Non-sampler issues | FINAL 

Agnes, 

""Summary Start*" 
Issue: Samples tags were not received with the samples 

a n T o r c S ^ d i , r e C t i o n fr°m R e 9 i 0 n 2 ' t h e , a b o r a t o r y w i " n o t e t h e i s s u e i n « » SDG Narrative 
*"sSmma?y End*" samples. Region 2 does not require sample tags. 

Please let me know if you have any other questions 
Thanks, 

Kristin Von Moll 
CSC 
Environmental Coordinator 
(703) 818-4235 
kvgnmoll@fedcsc.com 

™ e r ^ ^ ™ T r £ t U 0 U t C ° P y i n 9 a n d k i n d , y a d v l S e u s bV of the mistake 
written agreement o r U r n r n ^ contract uniess pursuant to expiicit 

From: Rudolph, Elizabeth 
Sent: Monday, December 31, 2007 1:14 PM 
To: Von Moll, Kristin 
Subject: FW: Case 37088 

From: Agnes Ng [mailto:agnes_ng@mitkem.com] 
Sent: Monday, December 31, 2007 12:07 PM 
To: Rudolph, Elizabeth 
Subject: Case 37088 

Hi Beth, 

Tags were not received with the samples. 

Thanks, 
Agnes Ng 
CLP Project Manager 
(P) 401-732-3400 x316 
(F)401-732-3499 

t h a H s ™ ^ * e

e m - is addressed and may contain information 
not the intended recipient, or the ern D Toveer^nnSh^nr ^ v applicable law. If the reader of this message is 
you are hereby n o t i f i e d l ^ T a n y S S a t ^ n ^ f r i i ? J Z ^ h v e r u i g t h f message to the intended recipient 
prohibited. If you have received t h i s £ S C i ° P y i n g ° l t h l S c ° ™ n i c a t i o n is strictly 
732-3400. received this communication m error, please notify us immediately by telephone at 401-
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Agnes Ng 

From: 
To: 
Cc: 

"Von Moll, Kristin" <kvonmoll@fedcsc.com> 
"Agnes Ng" <agnes_ng@mitkem.com>; "Shirley Ng" <sng@mitkem.com> 
"Rudolph, Elizabeth" <erudolph@fedcsc.com>; "Adly Michael" <Michael.Adly@epamail.epa.gov>; 
"Jennifer Ferranda" <feranda.jennifer@epa.gov> 
Monday, December 31, 2007 1:27 PM 
Region 02 | Case 37088 | Lab MITKEM | Issue Non-sampler issues | FINAL 

Sent: 
Subject: 

Agnes, 

***Summary Start*** 
Issue: Samples tags were not received with the samples. 
Resolution: In accordance with previous direction from Region 2, the laboratory will note the issue in the SDG Narrative, 
and proceed with the analysis of the samples. Region 2 does not require sample tags. 
***Summary End*** 

Please let me know if you have any other questions. 
Thanks, 

Kristin Von Moll 
CSC 
Environmental Coordinator 
(703) 818-4235 
kvonmoll(3)fedcsc.com 

This is a PRIVATE message. If you are not the intended recipient, please delete without copying and kindly advise us by e-mail of the mistake 
in delivery. NOTE: Regardless of content, this e-mail shall not operate to bind CSC to any order or other contract unless pursuant to explicit 
written agreement or .government initiative expressly permitting the use of e-mail for such purpose. 

From: Rudolph, Elizabeth 
Sent: Monday, December 31, 2007 1:14 PM 
To: Von Moll, Kristin 
Subject: FW: Case 37073 

From: Agnes Ng [mailto:agnes_ng@mitkem.com] 
Sent: Monday, December 31, 2007 12:08 PM 
To: Rudolph, Elizabeth 
Subject: Case 37073 

Hi Beth, 

Tags were not received with the samples. 

Thanks, 
Agnes Ng 
CLP Project Manager 
(P) 401-732-3400 x316 
(F) 401-732-3499 

This message is intended only for the use of the individual to whom it is addressed and may contain information 
that is privileged, confidential and exempt from disclosure under applicable law. If the reader of this message is 
not the intended recipient, or the employee responsible for delivering the message to the intended recipient, 
you are hereby notified that any dissemination, distribution or copying of this communication is strictly 
prohibited. If you have received this communication in error, please notify us immediately by telephone at 401-

* * * * * * * * * * * * * * * * * * * * * * * * * * * * 

732-3400. 
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nes 

From: "Von Moll, Kristin" <kvonmoll@fedcsc.com> 
To: "Agnes Ng" <agnes_ng@mitkem.com>; "Shirley Ng" <sng@mitkem.com> 
Cc: "Rudolph, Elizabeth" <erudolph@fedcsc.com>; "Adly Michael" <Michael.Adly@epamail.epa.gov>; 

"Jennifer Ferranda" <feranda.jennifer@epa.gov> 
Sent: Tuesday, January 08, 2008 2:33 PM 

Subject: Region 02 | Case 37088 | Lab MITKEM | Issue Laboratory problems | FINAL 

Agnes, 

***Summary Start*** 
Issue: The samples are pretty loaded with Aoclor(s). Per the SOW, GC/MS 
confirmation is required for Aroclor concentrations above 3300ug/Kg. The 
laboratory would like to know if GC/MS confirmation is required for all 
of the samples. 
Resolution: Per Region 2, GC/MS confirmation is not required. The 
laboratory should note the issue in the SDG Narrative and proceed with 
the analysis of the samples. 
***Summary End*** 

Please let me know if you have any other questions. 
Thanks, 

Kristin Von Moll 
CSC 
Environmental Coordinator 
(703) 818-4235 
kvonmoll@fedcsc.com 

This is a PRIVATE message. I f you are not the intended recipient, please 
delete without copying and kindly advise us by e-mail of the mistake in 
delivery. NOTE: Regardless of content, this e-mail shall not operate to 
bind CSC to any order or other contract unless pursuant to explicit 
written agreement or government initiative expressly permitting the use 
of e-mail for such purpose. 

Original Message—— 
From: Michael.Adlv@.epamail.epa.gov [mailto:Michael.Adly@epamail.epa.gov] 

Sent: Tuesday, January 08, 2008 2:20 PM 
To: Von Moll, Kristin 
Cc: Rudolph, Elizabeth; feranda.jennifer@epa.gov 
Subject: Re: NEW ISSUE #1 | Case 37088 | Lab MITKEM | Issue Laboratory 
problems 

Kristin, 



Please advise the lab that GC/MS confirmation is not required. 

Thanks. 

Adly A. Michael 
Region 2 - HWSB - HWSS 
Phone: (732)906-6161 
Fax: (732)321-6622 

"Von Moll, 
Kristin" 
<kvonmoll@fedcsc To 
.com> Adly Michael/R2/USEPA/US@EPA. 

Jennifer Feranda/R2/USEPA/US@.EPA 
01/08/2008 12:20 cc 
PM "Rudolph, Elizabeth" 

<erudolph@fedcsc. com> 
Subject 

NEW ISSUE #1 | Case 37088 | Lab 
MITKEM | Issue Laboratory 
problems 

Hi Adly, 

MITKEM is reporting the following issue regarding Case 37088. 

Issue: The samples are pretty loaded with Aoclor(s). Per the SOW, GC/MS 
confirmation is required for Aroclor concentrations above 3300ug/Kg. 
The laboratory would like to know if GC/MS confirmation is required for 
all of the samples. 

Please advise on how the laboratory should proceed. 
Thanks, 

Kristin Von Moll 
CSC 
Environmental Coordinator 
(703) 818-4235 
kvonmoll(S>fedcsc.com 

This is a PRIVATE message. I f you are not the intended recipient, please 
delete without copying and kindly advise us by e-mail of the mistake in 
delivery. NOTE: Regardless of content, this e-mail shall not operate to 
bind CSC to any order or other contract unless pursuant to explicit 



written agreement or government initiative expressly permitting the use 
of e-mail for such purpose. 

From: Agnes Ng [mailto:agnes_ng@mitkem.com] 
Sent: Tuesday, January 08, 2008 12:00 PM 
To: Von Moll, Kristin 
Subject: Case 37088 

Hi Kristin, 

I am writing in regards to GC/MS confirmation. The samples are pretty 
loaded with Aroclor(s). Per the SOW, GC/MS confirmation is required for 
Aroclor concentrations above 3300ug/Kg. Do we have to do GC/MS 
confirmation for all these samples? 

Thanks, 
Agnes Ng 
CLP Project Manager 
(P) 401-732-3400x316 
(F) 401-732-3499 

This message is intended only for the use of the individual to whom it . 
is addressed and may contain information that is privileged, 
confidential and exempt from disclosure under applicable law. I f the 
reader of this message is not the intended recipient, or the employee 
responsible for delivering the message to the intended recipient, you 
are hereby notified that any dissemination, distribution or copying of 
this communication is strictly prohibited. I f you have received this 
communication in error, please notify us immediately by telephone at 
401-732-3400. 
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Agnes Ng 

From: "Von Moll, Kristin" <kvonmoll@fedcsc.com> 
To: "Agnes Ng" <agnes_ng@mitkem.com>; "Shirley Ng" <sng@mitkem.com> 
Cc: "Rudolph, Elizabeth" <erudolph@fedcsc.com>; "Adly Michael" <Michael.Adly@epamail.epa.gov>; 

"Jennifer Ferranda" <feranda.jennifer@epa.gov> 
Sent: Monday, December 31, 2007 1:27 PM 

Subject: Region 02 | Case 37088 | Lab MITKEM | Issue Non-sampler issues | FINAL 

Agnes, 

*"Summary Start"* 
Issue: Samples tags were not received with the samples. 
Resolution: In accordance with previous direction from Region 2, the laboratory will note the issue in the SDG Narrative, 
and proceed with the analysis of the samples. Region 2 does not require sample tags. 
*"Summary End*" 

Please let me know if you have any other questions. 
Thanks, 

Kristin Von Moll 
CSC 
Environmental Coordinator 
(703)818-4235 
kvonmoll(j3)fedcsc,com 

This is a PRIVATE message. If you are not the intended recipient, please delete without copying and kindly advise us by e-mail of the mistake 
in delivery. NOTE: Regardless of content, this e-mail shall not operate to bind CSC to any order or other contract unless pursuant to explicit 
written agreement or government initiative expressly permitting the use of e-mail for such purpose. 

From: Rudolph, Elizabeth 
Sent: Monday, December 31, 2007 1:14 PM 
To: Von Moll, Kristin 
Subject: FW: Case 37073 

From: Agnes Ng [mailto:agnes_ng@mitkem.com] 
Sent: Monday, December 31, 2007 12:08 PM 
To: Rudolph, Elizabeth 
Subject: Case 37073 

Hi Beth, 

Tags were not received with the samples. 

Thanks, 
Agnes Ng 
CLP Project Manager 
(P) 401-732-3400 x316 
(F) 401-732-3499 
**************************** 

This message is intended only for the use of the individual to whom it is addressed and mav contain information 
that is privileged, confidential and exempt from disclosure under applicable law. If the reader of this message is 
not the intended recipient, or the employee responsible for delivering the message to the intended recipient 
you are hereby notified that any dissemination, distribution or copying of this communication is strictly 
vqo^q^nn' K y ° U h 3 V e r e c e i v e d t h i s communication in error, please notify us immediately bv telephone at 401-
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Agnes Ng 

From: "Von Moll, Kristin" <kvonmoll@fedcsc.com> 
To: "Agnes Ng" <agnes_ng@mitkem.com>; "Shirley Ng" <sng@mitkem.com> 
Cc: "Rudolph, Elizabeth" <erudolph@fedcsc.com>; "Adly Michael" <Michael.Adly@epamail.epa.gov>; 

"Jennifer Ferranda" <feranda.jennifer@epa.gov> 
Sent: Tuesday, January 08, 2008 2:33 PM 

Subject: Region 02 | Case 37088 | Lab MITKEM | Issue Laboratory problems | FINAL 

Agnes, 

***Summary Start*** 
Issue: The samples are pretty loaded with Aoclor(s). Per the SOW, GC/MS 
confirmation is required for Aroclor concentrations above 3300ug/Kg. The 
laboratory would like to know if GC/MS confirmation is required for all 
of the samples. 
Resolution: Per Region 2, GC/MS confirmation is not required. The 
laboratory should note the issue in the SDG Narrative and proceed with 
the analysis of the samples. 
***Surnmary End*** 

Please let me know if you have any other questions. 
Thanks, 

Kristin Von Moll 
CSC 
Environmental Coordinator 
(703)818-4235 
kvonmoll@fedcsc.com 

This is a PRIVATE message. If you are not the intended recipient, please 
delete without copying and kindly advise us by e-mail of the mistake in 
delivery. NOTE: Regardless of content, this e-mail shall not operate to 
bind CSC to any order or other contract unless pursuant to explicit 
written agreement or government initiative expressly permitting the use 
of e-mail for such purpose. 

Original Message 
From: Michael.Adly@epamaiI.epa.gov [mailto:Michael.Adly@epamail.epa.gov] 

Sent: Tuesday, January 08, 2008 2:20 PM 
To: Von Moll, Kristin 
Cc: Rudolph, Elizabeth; feranda.j ennifer@epa. gov 
Subject: Re: NEW ISSUE #1 | Case 37088 | Lab MITKEM | Issue Laboratory 
problems 

Kristin, 



Please advise the lab that GC/MS confirmation is not required. 

Thanks. 

Adly A. Michael 
Region 2 - HWSB - HWSS 
Phone: (732)906-6161 
Fax: (732) 321-6622 

"Von Moll, 
Kristin" 
<kvonmoll(g),fedcsc To 
.com> Adly Michael/R2/USEPA/US@,EPA. 

Jennifer Feranda/R2/USEPA/US@.EPA 
01/08/2008 12:20 cc 
PM "Rudolph, Elizabeth" 

<erudolph(5),fedcsc.com> 
Subject 

NEW ISSUE #1 | Case 37088 | Lab 
MITKEM | Issue Laboratory 
problems 

Hi Adly, 

MITKEM is reporting the following issue regarding Case 37088. 

Issue: The samples are pretty loaded with Aoclor(s). Per the SOW, GC/MS 
confirmation is required for Aroclor concentrations above 3300ug/Kg. 
The laboratory would like to know if GC/MSrconfirmation is required for 
all of the samples. 

Please advise on how the laboratory should proceed. 
Thanks, 

Kristin Von Moll 
CSC 
Environmental Coordinator 
(703) 818-4235 
kvonmoll(5)fedcsc.com 

This is a PRIVATE message. If you are not the intended recipient, please 
delete without copying and kindly advise us by e-mail of the mistake in 
delivery. NOTE: Regardless of content, this e-mail shall not operate to 
bind CSC to any order or other contract unless pursuant to explicit 



written agreement or government initiative expressly permitting the use 
of e-mail for such purpose. ; 

From: Agnes Ng [mailto:agnes_ng@mitkem.com] 
Sent: Tuesday, January 08, 2008 12:00 PM 
To: Von Moll, Kristin 
Subject: Case 37088 

Hi Kristin, 

I am writing in regards to GC/MS confirmation. The samples are pretty 
loaded with Aroclor(s). Per the SOW, GC/MS confirmation is required for 
Aroclor concentrations above 3300ug/Kg. Do we have to do GC/MS 
confirmation for all these samples? 

Thanks, 
Agnes Ng 
CLP Project Manager 
(P) 401-732-3400x316 
(F) 401-732-3499 
**************************** 

This message is intended only for the use of the individual to whom it 
is addressed and may contain information that is privileged, 
confidential and exempt from disclosure under applicable law. I f the 
reader of this message is not the intended recipient, or the employee 
responsible for delivering the message to the intended recipient, you 
are hereby notified that any dissemination, distribution or copying of 
this communication is strictly prohibited. I f you have received this 
communication in error, please notify us immediately by telephone at 
401-732-3400. 


